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WARRANTY 



Keithley Instruments, Inc. warrants this product to be free from defects in material and workmanship for a period of 1 year from date of 
shipment. 



Keithley Instruments, Inc. warrants the following items for 90 days from the date of shipment: probes, cables, rechargeable batteries, 
diskettes, and documentation. 



During Ae warranty period, we will, at our option, either repair or replace any product that proves to be defective. 



To exercise this warranty, write or call your local Keithley representative, or contact Keithley headquarters in Cleveland, Ohio. You will 
be given prompt assistance and return instructions. Send the product, transportation prepaid, to the indicated service facility. Repairs 
will be made and the product returned, transportation prepaid. Repaired or replaced products are warranted for the balance of the origi- 
nal warranty period, or at least 90 days. 



LIMITATION OF WARRANTY 

This warranty does not apply to defects resulting from product modification without Keithley’s express written consent, or misuse of 
any product or part. This warranty also does not apply to fuses, software, non-rechaigeable batteries, damage from battery leakage, or 
problems arising from normal wear or failure to follow instructions. 



THIS WARRANTY IS IN UDEU OF ALL OTHER WARRANTIES, EXPRESSED OR IMPLIED. INCLUDING ANY IMPLIED 
WARRANTY OF MERCHANTABILITY OR HTNESS FOR A PARTICULAR USE. THE REMEDIES PROVIDED HEREIN ARE 
BUYER’S SOLE AND EXCLUSIVE REMEDIES. 



NEITHER KEITHLEY INSTRUMENTS, INC. NOR ANY OF ITS EMPLOYEES SHALL BE LIABLE FOR ANY DIRECT, INDI- 
RECT, SPECIAL, INCIDENTAL OR CONSEQUENTIAL DAMAGES ARISING OUT OF THE USE OF ITS INSTRUMENTS AND 
SOFTWARE EVEN IF KEITHLEY INSTRUMENTS, INC., HAS BEEN ADVISED IN ADVANCE OF THE POSSIBILITY OF 
SUCH DAMAGES. SUCH EXCLUDED DAMAGES SHALL INCLUDE, BUT ARE NOT LIMITED TO: COSTS OF REMOVAL 
AND INSTALLATION, LOSSES SUSTAINED AS THE RESULT OF INJURY TO ANY PERSON, OR DAMAGE TO PROPERTY. 
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SAFETY PRECAUTIONS 



The following safety precautions should be observed before operating the Model 199. 



This instrument is intended for use by qualified personnel who recognize shock hazards and are familiar 
with the safety precautions required to avoid possible injury. Read over the manual carefully before operating 
this instrument. 



Exercise extreme caution when a shock hazard is present at the instrument's input. The American National 
Standards Institute (ANSI) states that a shock hazard exists when voltage levels greater than 30V rms or 
42.4V peak are present. A good safety practice is to expect that a hazardous voltage is present in any unknown 
circuit before measuring. 



Inspect the test leads for possible wear, cracks or breaks before each use. If any defects are found, replace 
the test leads. 



For optimum safety do not touch the test leads or the instrument while power is applied to the circuit under 
test. Turn the power off and discharge all capacitors, before connecting or disconnecting the instrument. 
Always disconnect all unused test leads from the instrument. 



Do not touch any object which could provide a current path to the common side of the .circuit under test 
or power line (earth) ground. Always make measurements with dry hands while standing on a dry, in- 
sulated surface, capable of withstanding the voltage being measured. 



Exercise extreme safety when testing high energy power circuits (AC line or mains, etc). Refer to the High 
Energy Circuit Safety Precautions found in paragraph 2.6 (Basic Measurements). 



Do not exceed the instrument's maximum allowable input as defined in the specifications and operation 
section. 




SPECIFICATIONS 



DC VOLTS (5V2 Digits) 



ACCURACY' 

INPUT ±(%rdg + counts) 







RESO- 


RESIS- 


24 Hours^ 


90 Days 


1 Year 


range 


LUTION 


TANCE 


23"±UC 


1S».28“C 


18°-28°C 


300 mV 


1 ;iV 


>1 Gfl 


0.004 + 3" 


0.009 + 3^ 


0.012 + 3’ 


3 


V 


10 (tV 


>1 GO 


0.003 + 2 


0.006 + 2 


0.007 + 2 


30 


V 


100 fV 


11 MO 


0.004 + 2 


0.008 + 2 


0,009 .+ i 


300 


V 


1 mV 


10 MO 


0.004 2 


0.008 ♦ 2 


0.009 + 2 



' For 4'yi-digil accuracy, count error is 5 (except 15 on 300mV range). 
^Relative to calibration standards. 

^When properly zeroed, 

CMRR: >120dBatdc,S0Hzor60Hz(±0.05%j withlVdltn 
either lead. 

NMRR: >60dB at 50Hz or 60Hz (±0.05%). 

MAXIMUM ALLOWABLE INPUT: 300V rms or 425V peak, 
whichever is less. 



OHMS <5V; Digits) 

accuracy' 

±(%rdg + counts) 

RESO- NOMINAL 24 Hours* 90 Days 1 Year 
RANGE LUnON l-SHORT 23° ±1°C 18°-2S°C 18°-28°C 



300 0^ 


] m!2 


1.7 mA 


0.005 


+ 


4» 


0.009 


+ 


4' 


0.012 


t 


4^^ 


3 kfi= 


10 mO 


1.7 mA 


0.004 


+ 


2 


0.008 


+ 


3 


0.009 


+ 


3 


30 kQ* 100 mil 


160 




0.004 


+ 


2 


0.008 




3 


0.009 


■f 


3 


300 kfl 


1 n 


50 




0.014 


f 


2 


0.024 




3 


0.026 


•r 


3 


3 MO 


10 Q 


5 


fiA 


0,02 


+ 


2 


0.03 


+ 


3 


0.03 


+’ 


3 


30 Mn 


100 n 


0.5 fiA 


0.1 


+ 


5 


0.12 


+ 


5 


0.12 


i* 


5 


300 Mil 


I kO 


0.5 {ilA 


2.0 




5 


2.0 




5 


ZO 


+ 


5 



'For 4Vr-digil accuracy, count error is 5 (except 15 on 3000 range). 
^4-wire accuracy, 3(K)0-30kn ranges, 

^Whect property zeroed. 

*Relative to calibration standards. 

CONFIGURATION: Automatic 2- or 4- wire. 

MAXIMUM ALLOWABLE INPUT: 300V rmS or 425V peak, 
whichever is less. 

OPEN CIRCUIT VOLTAGE: <5.5V. 



TRMS AC VOLTS (SVz Digits) 

ACCURACY' 

±(%rdg 4 counts) 1 Year, 18°-28°C 

RESO- 20 Hz 50 Hz 200 Hz 20 kHz 

RANGE LUTION - 50 Hz^ - 200 Hz\ - 20 kHz^ - 100 kHz' 

300 mV 1 2 + 100 0.35 + 100 0.15 + 200 2.0 + 300 

3 V 10 ,iV 2 + 100 0.35 + 100 0.15 + 200 15 + 300 

30 V 100 jiV 2 + 100 0.35 + 100 0.15 + 200 1.5 + 300 

300 V 1 mV 2 + 100 0.35 + 100 0.15 + 200 1.3 + 300 

'For 4'/r-digit accuracy, divide count error by 10; 4 Vz-digit specifica- 
tions apply for inputs >200Hz. 

^Sinewave inputs >2000 counts. 

^Sinewave inputs >20,000 counts. 

RESPONSE: True root mean square, ac coupled, 

CREST FACTOR (ratio of peak to ntis): Up to 3:1 allowable. 
NON-SINUSOIDAL INPUTS 020,000 counts): 

For rectified sine wave, add 0.3% of reading to above 
specifications for fundamental frequencies <20kHz. 
For pulse waveforms, add 0.3% of reading for fundamen- 
tal frequencies <lkHz, or 3.5% for frequencies <10kHz. 
INPUT IMPEDANCE: IMfi shunted by <100pF. 
MAXIMUM ALLOWABLE INPUT: 300V rms or 425V peak, 
10’V»Hz, whichever is less. 

CMRR: >60dB at50Hzor60Hz(±0.05%) with lk£2 in either 
lead. 

SETTLING TIME: 1 second to within 0.1% of change in 
reading. 

dB (ref = IV): ACCURACY ±dB 

RESO- 1 Year, T8°-28°C 

INPUT LUTION 20 Hz-20 kHz 20 kHz-lOO kHz 



-34 to +49 dB 
(20 mV to 300 V) 


0.01 dB 


0.2 


0.4 


-54 to -34 dB 
(2 mV to 20 mV) 


0.01 dB 


I.l 





DC AMPS (5Vz Digits) 



RANGE 


RESOLUTION 


ACCURACY’ 
±(%rdg + counts) 
1 Year, 18°-28‘’C 


MAXIMUM 

VOLTAGE 

BURDEN 


30 mA 


100 nA 


0.05 + 15 


0.4 V 


3 A 


lOrtA 


0.1 + 15 


2 V 


‘For 4V2-digit accuracy, count 


error is 20. 




MAXIMUM ALLOWABLE INPUT: 3A. Protected with 3A, 


250V fuse accessible from front panel. 





TRMS AC AMPS (5Vz Digits) 

ACCURACY' 

±(%rdg + counts) MAXIMUM 

RESO- 1 Year, 18°-26°C VOLTAGE 

RANGE LUTION 20 Hz-45 Hz 45 Hz-10 kHz BURDEN 

30 ttiA 100 nA 2 + 100 0.6 + 100 0.4 V 

3 A 10 2 + 100 0.6 + 100 2 V 

'inputs >2000 counts. For 414-digit accuracy, divide count error by 
10; 414-digit specifications apply for inputs >200Hz. 

RESPONSE: True root mean square, ac coupled, 

CREST FACTOR (ratio of peak to rms): Up to 3:1 allowable 
at V} full range. 

NON-SINUSOIDAL INPUTS: Specified accuracy for 
fundamental frequencies <lkHz. 

MAXIMUM ALLOWABLE INPUT: 3A. Protected with 3A, 
250V fuse accessible from front panel. 

SETTLING TIME: 1 second to within 0.1% of final reading. 



dB (ref = 1mA): 




ACCURACY ±dB 






1 Year, 18“-28’C 


INPUT 


RESOLUTION 


20 Hz-10 kHz 


-14 to +69 dB 
(200 iiA to 3 A) 


0.01 dB 


0.6 











MAXIMUM READING RATES (Readings/Second)^ 



DCV, DCA, ACV, ACA 





Continuous 


External Trigger 


TrzKXered Via 




Into Memory 


Into Memory 


IEEE-43$ Bus* 


RESO 


MUX: 


MUX: 


MUX; 


LUTION 


OFF 


ON 


OFF 


ON 


OFF 


ON 


4’yi-Digit 


65 


65 


150 


62 


30 


49 


5%-Digit 


35 (29) 


9(7.5) 


40(33) 


9 (7.5) 


34 (29) 


9 (7.5) 


OHMS 


Continuous 


Exterxval Trivet 


TrifEseted Via 




Into Memory 


Into Memory 


IEEE-488 Bus* 


RESO- 


MUX; 


MUX: 


MUX: 


LUTION 


OFF 


ON 


OFF 


ON 


OFF 


ON 


4'/2-Digit 


43 


20 


47 


20 


30 


18 


S'fi-Digit 


16 (13) 


9(7.5) 


16 (13) 


9(7.5) 


15 (12.5) 


9 ( 7 : 5 ) 



‘Reading Tates aie for fixed tange readings with fiiters off, for 3V, 3VQ, attd 
30mA ranges. SVr-digit rate is for 60Hz operation. Values in parentheses 
are for 50Hz operation. 

^One shot on TALK. 



STORAGE & SCANNING CAPABILITIES 



SOO-Reading Memory: Stores reading, range, and 
scanner channel. 

Trigger: One shot or continuous from front pane!, 
IEEE-488 bus, and rear panel BNC. 
Programmable Reading Interval: 15ms to 999.999s. 
Programmable Trigger Delay: 1ms to 999.999s. 

WITH MODEL 1992 8-CHANNEL SCANNER 
Programmable Configuration: 2- or 4-pole. 
Programmable Channel Limit: 1 to 8. 
Programmable Scanning Modes: Manual, step, 
and scan. 

Ratio: Channels 2 through 8 referenced to Channel 1. 



IEEE-488 BUS IMPLEMENTATION 



MULTILINE COMMANDS; DCL, LLO, SDC, GET, GTL, 
UNT, UNL, SPE, SPD. 

UNTUNE COMMANDS: IFC, REN, EOI, SRQ, AtN.’ 
INTERFACE FUNCTIONS: SHI, AHl, T6, TEO, L4, LEO, 
SRI, RLl, PPO, DCl, DTI, CD, El. 

All front panel functions and programs are available over 
the IEEE-488 bus, in addition to Status, Service Request, Out- 
put Format, EOI, Trigger, Terminator, Display Message, and 
Non-Voiatile TRANSLATOR. 

IEEE-488 address is programmable from the front panel. 



MODEL 1992 SCANNER OPTION 

CONTACT CONFIGURATION: 8-channei 2-poIe, or 
4-channel 4-pole. 

CONTACT POTENTIAL: <l;iV per contact pair. 

MAXIMUM SWITCHING RATE: 40 channels/second, in- 
cluding Model 199 4V2-digit DCV reading time. 

CONNECTOR TYPE: Quick disconnect screw terminals, #14 
AWG maximum wire size. 

MAXIMUM SIGNAL LEVEL: 200V peak, 100mA, resistive 
load. 

CONTACT LIFE: >10“ operations (at maximum signal 
level); >10® operations (cold switching). 

CONTACT RESISTANCE: <1£1. 

ISOLATION BETWEEN ANY TWO TERMINALS: >10’fl, 
<75pF. 

ISOLATION BETWEEN ANY TERMINAL AND EARTH: 
>10’C, <150pF. 

COMMON MODE VOLTAGE: 350V peak between any ter- 
minal and earth. 

MAXIMUM VOLTAGE 

BETWEEN ANY TWO TERMINALS: 200V peak. 

MAXIMUM VOLTAGE BETWEEN ANY TERMINAL AND 
MODEL J«rt INPUT LO: 200V peak. 

DIMENSIOfv'v WEIGHT: 25mm high x 130mm wide x 
170mm deep {’/, in. x 5 in. x 6Vi in.). Adds 0.3kg (8 oz.) 
to Model 199. 



GENERAL 



MAXIMUM READING: 302,999 counts in 5V:-digit mode. 

CONNECTORS: Measurement: Switch selectable front or 
rear, safety jacks. Digital: TRIGGER input and METER 
COMPLETE output on rear panel, BNCs. 

WARMUP: 2 hours to rated accuracy. 

TEMPERATURE COEITICIENT (0'’-18°C & 28‘‘-50°O: 
<±(0.1 X applicable accuracy specification)/“C. 

ISOLATION: Input LO to IEEE LO or power line ground: 
500V peak. 5 x 10* V«Hz maximum. > lO’O paralleled by 
400pF. 

OPERATING ENVIRONMENT: 0°-50°C, 80% relative 
humidity up to 35°C; linearly derate 3% RH/°C, 35°-50°C 
(0%-60% RH up to 2&°C on 300MO range). 

STORAGE ENVIRONMENT; -25° to +63°C. 

POWER; 105-125V or 210-250V, rear panel switch selected, 
50Hz orOOHz, 20VA maximum. 90-110V and 180-22OV ver- 
sions available upon request. 

DIMENSIONS, WEIGHT: 90mm high x 220mm wide x 
330mm deep. (3 Vi in, x 8% in. x 12% in.). Net weight 3kg 
(6 lbs., 8 oz.). 

ACCESSORIES SUPPLIED: Model 1751 Safety Test Leads, 
Instruction Manual. 

ACCESSORIES AVAILABLE: 

Model 1992: 8-Channel Scanner 

Model 1993: Quick Diseonnea Scanner Connector Kit 

Model 1998-1; Single Fixed Rack Mounting Kit 

Model 1998-2: Dual Fixed Rack Mounting Kit 

Model 1651: 50-Ampere Shunt 

Model 1681: Clip-On Test Lead Set 

Model 1682A: RF Probe 

Model 1685: Clamp-On Current Probe 

Model 1751 -. General Purpose Test Leads 

Model 1754: Universal Test Lead Kit 

Model 5806; Kelvin Clip Leads 

Model 7007-1: Shielded IEEE-488 Cable, Im 

Mode! 7007-2: Shielded IEEE-488 Cable, 2m 

Model 7008-3: IEEE-488 Cable, 0.9m (3 ft.) 

Model 7008-6; IEEE-488 Cable, 1.8m (6 ft.) 



specifications subject to change without notice. 















199 Front Panel Operation 



TRIG SETUP 



STORE 



SHIFT/TRIG SETUP to enter menu. 

NEXT to scroll to next menu option. 

[- CONTINUOUS: Reading, scanning, and 
1 rates controlled by INTERVAL. 

Trigger A/V 

L- ONE SHOT. 



• SHIFT/STORE to enter data store. 

• SIZE = 1 to 500, or SIZE = 000 for wrap around. 

• NEXT to exit size select, 
storing , trigger to initiate storage. 

• Any function key to cancel storage. 

• RCL flashes when data store is full. 



Osec to 999.999sec 

SELECT OFF; Interval >T75msec, depending on 
other programmed parameters. 

SELECT ON; User-programmed interval (15msec to 
999.999sec). 



DMM SETUP 



SHIFT/DMM SETUP to enter menu. 



NEXT to scroll to next menu option. 



REV 


r 


Displays current software revision level. 

MUX OFF: Turns off autocal rduEihes for faster 
reading rates. 


MUX 


A/T 






L 


MUX ON: Recommended for best accuracy. 


IEEE 




Use numeric keys to program IEEE-488 primary ad- 
dress (0-30). 




r 


FREQ=50HZ. Line frequency. 


FREQ 


Air 




L 


FREQ=60HZ. Line frequency. 




r 


SAVE YES: Saves present configuration. 


SAVE 


Air 




L 


SAVE NO 




r 


LEDS ON : Test front panel LEOs and annunciators. 


LEDS 


Air 




L 


LEDS OFF 




r 


DEBUG YES: Enter troubleshooting mode. 


DEBUG 


Air 






L 

r 


DEBUG NO 

RESET YES: Returns unit to factory default 
configuration. 


RESET 


Air 






L 


RESET NO 


ONE-SHOT OPERATION 



DELAY 



INTERVAL A/T 



In the one-shot trigger mode, each reading consists of multiple conver- 
sions to fill the Running Average User Filter (30 conversions), or the Run- 
ning Average Internal Filter (S’Ad only, varies by ranges and function- 
see manual). For this reason, trigger-to-reading time could be several 
seconds, depending on filtering. When fQters are off ('TO" command over 
the bus can be Sy'^d), readings are made up of only one conversion. 



RECALL 



• SHIFT/RECALL to enter recall. 

• NEXT to view data at displayed location. 

• A or T to scroll through locations. 

• RECALL again to select desired location. 

• NEXT to display data. 

• NEXT to exit recall mode. 



ERROR MESSAGES 



UNCAL 

OVERFL 

TRIGGER OVERRUN 
INTERVAL OVERRUN 
AC ONLY 
NO RANGE 
CAL LOCKED 
CONFUCT 

NO DATA 
NO SCANNER 



EEPROM failure on power up 
Overrange 

Unit triggered while processing reading. 
Interval too short for selected configuration. 
dB selected with unit not in ACV or ACA. 
Pressing range button in dB. 

Calibration locked out when calibrating. 
Unit in invalid state when calibrating (i.e., 
autorange). 

Entering recall with no data stored. 

Scanner not installed. 



TYPICAL 5V2 DIGIT CONVERSION TIMES 



MUX ON, DCV, ACV, ACA; 110msec (133msec) 

MUX OFF; 28msec (33msec) 

MUX ON, OHMS, SOOktl range and lower; llOmsec (133msec) 
MUX OFF; 63msec (78msec) 

(Times in parenthesis are for 50Hz operation) 



TYPICAL AUTORANGING TIMES 



DCV, DCA 350msec 

ACV, ACA 1.4sec 

OHMS (300kQ range and 
lower) 500msec 

(Tunes shown cire to correct range and do not include conversion times for 
final reading.) 




Scanner Operation 



SCAN SETUP 

SHIFT/SCAN SETUP to enter menu. 

NEXT to saoll to next menu option. 

r 2 POLE 
POLE AIT 

L 4 POLE 

r MANUAL: Allows channel to be manually closed 
with SCANNER key. 

Mode AIT STEP: hcrements one channel per interval or trigger, 

L SCAN: Scans one set of channels per interval or trig- 
ger (minimum time between channels). 

r ON: Channels 2 through 8 referenced to channel 1. 
RAnO AIT 

L OFF 

• Ratio operates only on a fixed range. 

• Range changes will restart at channel 1. . 

• In MANUAL, at least one reading must be taken on channel 1 before at- 
tempting to display ratio On channels 2-8. 



ACTIVATING THE SCANNER 

SCANNER followed by number (1-8) activates the scanner. 

• In MANUAL, channel number selects channel to be closed. 

• In STEP or SCAN, number selects channel limits and starts scanning 
process. 



STOPPING THE SCANNER (Opening all Channels) 

SCANNER followed by "0". 



DETERMINING SCANNING INTERVAL 



• Scannirig without selecting interval 
-Program INTERVAL SELECT to OFF. 

—Interval is al75msec, depending on other selected parameters. 
—INTERVAL OVERRUN message will not be displayed. 

• Minimum Interval Trme Calculation 
—Interval time is the sum of: 

1. (conversions per channel) x (conversion time) 

2. Progranuned DELAY time per channel 

3. Break-before-make time (17msec) 

4. Auto range time (if used) 

—In STEP mode, calculated time above is the INTERVAL setting. 
—In SCAN mode, (sum of 1-4) X (number charmels scarmed) is the 
minimum interval setting. 



SCANNER OPERATION NOTES 

• When using the scaimer with STEP or SCAN switching, the DMM will 
take readings on each channel as if it were in the one-shot mode whether 
programmed to CONTINUOUS or ONE SHOT: 

—Conversions are automatically s 3 mchronized to channel closures. 

Charmels will not close in the middle of conversions. 

—Any programmed DELAY is inserted between charmel closure and 
start of conversion (with scanner disabled, DELAY is inserted bet- 
ween trigger and start of conversion). 

—Readings on each channel consist of multiple conversions to fill the 
Running Average User Filter (30 conversions), or Running Average 
Internal Filter when active (5%d only, varies hy range and function; ■ 
see manual). 

• Scanner switching is break-before-make. The time required to change 
channels is approximately 17msec, which includes bieak-before-make 
relay time settling time. 

• When using the scanner with ACV or ACA, a DELAY time must be 
programmed to accomodate AC converter settling time (typically >lsec). 
See Model 199 specifications. 

• The scanner operates with the set of instrument parameters program- 
med prior to start of scanning. Changing any of these parameters, range 
function, filter; etc., during scanning win restart the scanner at chan- 
nel 1. Use autorange if range changes are required while scanning. 



USING SCANNER WITH DATA STORE 

• Select desired scanner parameters and interval. 

• Activate scanning (SCANNER, channel limit). 

• Program data store size. 

• TRIGGER will start data store and automatically restart scanning at chan- 
nel 1 synchronized with data store location 1. 



EXAMPLE OF FAST SCANNING 



1. Select 3V DC rmge and function, 4Vi-digit resolution, FITR off. 

2. Program ONE SHOT trigger. 

3. Select SCAN mode. 

4. Select SCANNER "8" to set limit to 8. 

5. Use TRIGGER to initiate a scan of the set of eight charmels. 





199 IEEE-488 Programming 



DEVICE-DEPENDENT COMMANDS 



EXECUTE 

X 

FUNCTION 

FO 

n 

F2 

F3 

Ft 

F5 

F6 

RANGE 



Execute other device-dependent commands. 



DC volts 
AC volts 
Ohms 
DC current 
AC current 
ACV dB 
ACA dB 



CALIBRATION 



ACV ACA 





DCV 


ACV 


DCA 


ACA 


Ohms dl^ dB 


EO 


Auto 


Auto 


Auto 


Auto 


Auto Auto Auto 


R1 


300mV 


300mV 30mA 


30mA 


300 0 Auto Auto 


R2 


3V 


3V 


3A 


3A 


3kQ Auto Auto 


R3 


30V 


30V 


3A 


3A 


30kQ Auto Auto 


R4 


300V 


300V 


3A 


3A 


300k0 Auto Auto 


R5 


300V 


300V 


3A 


3A 


3MB Auto Auto 


R6 


300V 


300V 


3A 


3A 


30MB Auto Auto 


R7 


300V 


300V 


3A 


3A 


300MB Auto Auto 



ZERO 

zo 

Z1 

Z2 

FILTER 

PO 

PI 

P2 

RATE 

50 

51 



Zero disabled 
Zero enabled 

Zero enabled using a zero value (V) 



Internal and front panel filter disabled 
Internal filter enabled 
Front panel filter enabled 



4%-digit resolution., 2,59msec integration period 
5%-digit resolution, line cycle integration 
(16.67msec, 60Hz; 20msec, 50Hz) 



TRIGGER MODE 



10 


Continuous on Talk 


T1 


One-shot on Talk 


T2 


Continuous on GET 


T3 


One-shot on GET 


T4 


Continuous on X 


T5 


One-shot on X 


T6 


Continuous on External Trigger 


T7 


One-shot on External Trigger 



READING MODE 



BO 

B1 

B2 



Readings from A/D converter 
Individual readings from data store 
AH readings from data store (buffer dump) 



DATA STORE SIZE 

10 Wrap around data store mode 

In Data store of n (n=l to 500) 



INTERVAL 

QO 

Qn 



VALUE 

V±nn.nnnn or 
V±n.nnnnnnE+n 



Default interval, 175msec (SELECT OFF) 
n=interval in milliseconds (15msec to 
999999msec) 

Calibration value, zero value 



CO 

a 

C2 



Calibrate first point using value (V) 
Calibrate second point using value (V) 
Calibrate third point using value (V) 



DEFAULT CONDITIONS 

LO Restore factory default conditions and save (LI) 

LI Save present machine states as default conditions 



DATA FORMAT 



GO 

G1 

G2 

G3 

G4 

G5 

G6 

G7 



SRQ 

MO 

Ml 

M2 

M4 

MS 

M16 

M32 



Reading with prefix. 

Reading without prefix. 

Reading and buffer location with prefix. 

Reading and buffer location without prefix. 
Reading and channel with prefix. 

Reading and channel without prefix. 

Reading, buffer location, and channel with prefix 
Reading, buffer location, and channel without 
prefix 



Disable 

Reading overflow 
Data store full 
Data store half full 
Reading done 
Ready 
Error 



EOI AND BUS HOLD-OFF 

KO Enable EOI and bus hold-off on X 

K1 Disable EOI, enable bus hold-off on X 

K2 Enable EOI, disable bus hold-off on X 

K3 Disable both EOI and bus hold-off on X 



TERMINATOR 

YO 
Y1 
Y2 
Y3 

STATUS 

uo 

U1 
U2 
U3 
U4 
U5 

MULTIPLEX 

AO 
A1 

DELAY 

Wn 



CRLF 

LFCR 

CR 

LF 



Send machine status word 
Send error conditions 
Send Translator word list 
Send buffer size 
Send current value of "V" 

Send input switch status (front/rear) 



Auto/Cal multiplex disabled 
Auto/Cal multiplex enabled 



SELF-TEST 

10 



n=delay period in milLiseconds, (0msec to 
999999msec) 



Test, ROM, RAM, E'PROM 



HIT BUTTON 

Hn Hit front panel button number n 



DISPLAY 

Da 

D 



Display up to 10 character message. a= character 
Cancel display mode 




SCANNER PROGRAMMING COMMANDS STATUS WORD FORMATS 



SCANNER SETUP 

MANUAL 




NO 


AH chaimels open 






2-pole 


4-pole 


Ml 


1 


1 


N2 


2 


2 


N3 


3 


3 


N4 


4 


4 


N5 


5 


CHAN 4 MAX ERROR 


N6 


6 


CHAN 4 MAX ERROR 


N7 


7 


CHAN 4 MAX ERROR 


N8 


8 


CHAN 4 MAX ERROR 


N9 

STEP 


CHAN 8 MAX ERROR 


CHAN 4 MAX ERROR 


NID 


Stop scan, all channels open 






2-Polc Limit 


4-Pole Limit 


Nil 


1 


1 


N12 


2 


2 


N13 


3 


3 


N14 


4 


4 


N15 


5 


CHAN 4 MAX ERROR 


N16 


6 


CHAN 4 MAX ERROR 


N17 


7 


CHAN 4 MAX ERROR 


N18 


8 


CHAN 4 MAX ERROR 


N19 

SCAN 


CHAN 8 MAX ERROR 


CHAN 4 MAX ERROR 


N20 


Stop scan, all channels open 






2-Pole Limit 


4-PoIe Limit 


N21 


1 


1 


N22 


2 


2 


N23 


3 


3. . _ 


N24 


4 


4 


N25 


5 


CHAN 4 MAX ERROR 


N26 


6 


CHAN 4 MAX ERROR 


N27 


7 


CHAN 4 MAX ERROR 


N28 


8 


CHAN 4 MAX ERROR 


POLE/RATIO 




oo 


2-pole 




oi 


4-po!e 




02 


. 2-pole ratio 




03 


4-poie ratio 




SCAN INTERVAL 




QO 


Default 175msec interval 
(SELECT OFF) 




Qn 


n=interval in msec 
(15-999999msec) 




TRIGGER DELAY* 




Wn 


n=delay in msec 
(0-999999msec) 




’Delay to be used as channel settling time. 





UO Status Word Format 



IWnORY DEEAUIT 
























m 1 


0 


0 


0 0 


0 


00 


0 


0 000000 


4 


1 6 


oooooo 


0 


0 


0 


0/1 




























CAL 




199 A 


B 


F 


c J 


K 


NN 


0 


P QQQQQQ 


R 


S T 


wwwwww 


Y 


z 


SW 


SCANNER 



U1 Status Word Format 



-1 .TTKG£ROV€RRUN 
r 1 - OVEFVUN 



1-TRANSERR23 - 
ALWA¥S2EROn 



iMtfiQii{yi(yiQPi&ian(ViDnQ/tQ/iAn(Vift(UtO/iCino/ion(Vi{Vi(viocvi 



t - BQ STHNO -t 

1 -UNCAl-l 
t- NO SCANNER-* 

1 .CHANAUAX - 
1 - CHANS MAX 

t - CAL LOCKED -• 

1 . CONFLICT - 
1-TWNS€flR»- 

1-NO REMOTE -J 

t-DOC-l 
1-IOOCO J 



TRANSEre^f 
TRANSERR2S 
1-TRANSERRlfi 
l-t.TRANSERRIB 
1.TRAKSERR1T 
L VTRANSCRR16 
t-TRANSERRtS 
L 1-TFIANSERRI4 
ALWAYS ZERO 



U2: Returns Translator word list. 

U3; Returns data store size (SZE = 000). 

U4: Returns present value programmed with V command in floating 
point. 

U5: Returns INPUT switch status (0=ftont, l=rear). 



SRQ MASK AND STATUS BYTE FORMAT 




1 - Heading O/erflow 
1 w Data Stora Fud 
1 - Data Store Hdf Fun 
t ■ Reading Done 



TRANSLATOR 



DATA FORMAT 



Translator Words and Characters 



Mantissa C 1/2 Digits 






SuRof Location (G2, G3. GC, 07) 
Channel {34, C&, 36. 07) 



NOCV ±1.234967 E ± 1.B400. C6 CH LF 



N s Normal 
Ob Overflow 
ZaZarocd _ 



T, 



Butter Prefix 
- Exponent 



DCVb DC Volts 
ACVbAC Volts 
OHM = Ohms 
OCIbDCAxtiPS 
AOBACAmpe 
dBV.ACdS Volts 
dBI>ACdBAmps 
HAT * Hole 



Notes: l.BufferLocatiC(\BBQOOw|hData&torQ Disabled 
2. Channel = 0 widi no $eanner or 
ScanrMf Disced 



Translator Word 



or Character 


Description 


ALIAS 


Defines Translator words. 




Terminates definition string. 


$ 


Wildcard definition character. 


NEW 


Enabled Translator. 


OLD 


Disables Translator. 


SAVE 


Saves Translator words as power-up default. 


UST 


Returns list of Translator words. 


FORGET 


Purges Translator words from memory, 
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SECTION 1 
General Information 



1.1 INTRODUCTION 

The Keithley Model 199 System DMM Scanner is a five 
function autoranging digital multimeter. At SVi digit resolu- 
tion, the LED display can display ±302,999 counts. The 
range of this analog-to-digital (A/D) converter is greater 
than the normal ± 199,999-count A/D converter 
used in many SVz digit DMMs. The built-in IEEE-488 inter- 
face makes the instrument fully programmable over the 
IEEE-488 bus. The Model 199 can make the following basic 
measurements: 

1. DC voltage measurements from 1/tV to 300V. 

2. Resistance measurements from Imft to 300MD. 

3. TRMS AC voltage measurements from l;tV to 300V. 

4. DC current measurements from lOOnA to 3A. 

5. TRMS AC current measurements from lOOnA to 3A. 



• Optional Field-Installable Internal Scanner—AUows the 
unit to switch up to 8, 2-poJe channels, or 4, 4-pole 
charmels. 



1,3 WARRANTY INFORMATION 

Warranty information may be found on the inside front 
cover of this manual. Should it become necessary to exer- 
cise the warranty, contact your Kieithley representative or 
the factory to determine the proper course of action. 
Keithley Instruments maintains service facilities in the 
United States, United Kingdom and throughout Europe. 
Information concerning the application, operation or ser- 
vice of your instrument may be directed to the applications 
engineer at any of these locations. Check the inside front 
cover for addresses. 



In addition to the above mentioned measurement 
capabilities, the Model 199 can make AC dB voltage and 
current measurements. 



1.2 FEATURES 

Some important Model 199 features include: 

• ID Character Alphanumeric Display— Easy to read 14- 
segment LEDs used for readings and front panel 
messages. 

• Zero — Used to cancel offsets or establish baselines. 

• Data Store— Can store up to 500 readings and is access- 
ible over the bus or from the front panel. 

• Digital Calibration— The instrument may be digitally 
calibrated from either the front panel or over the bus. 

• User Programmable Default Conditions— Any instru- 
ment measurement configuration can be established as 
the power-up default conditions. 

• Translator Software— User defined words (stored in non- 
volatile memory) can be used to replace standard com- 
mand string over the IEEE-488 bus. 



1.4 MANUAL ADDENDA 

Information concerning improvements or changes to the 
instrument which occur after the printing of this manual 
will be found on an addendum sheet included with the 
manual. Be sure to review these changes before attempt- 
ing to operate or service the instrument. 



1.5 SAFETY SYMBOLS AND TERMS 



The following safety symbols and terms are used in this 
manual or found on the Model 199. 



The A symbol on the instrument denotes that the user 
should refer to the operating instructions in this manual. 

The yVon the instrument denotes that a hazardous 
potential may be present on the terminal(s). Standard safe- 
ty practices should be observed when such dangerous 
levels are encountered. 



The WARNING used in this manual explains dangers that 
could result in personal injury or death. 



The CAUTION used in this manual explains hazards that 
could damage the instrument. 
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1.6 SPECIFICATIONS 

Detailed Model 199 specifications may be found preceding 
the Table of Contents of this manud. 



1.7 INSPECTION 

The Model 199 System DMM was carefully inspected, both 
electrically and mechanically before shipment. After un- 
packing all items from the shipping carton, check for any 
obvious signs of physical damage that may have occurred 
during transit. Report any damage to the shipping 
agent. Retain and use the original pacidng materials in case 
reshipment is necessary. The following items are shipped 
with every Model 199 order: 

Model 199 S 5 ratem DMM 

Model 199 Instruction Manual 

Safety shrouded test leads (Model 1751). 

Additional accessories as ordered. 

If an additional instruction manual is required, order the 
manual package (Keithley Part Number 199-901-00). The 
manual package includes an instruction manual and any 
applicable addenda. 



1.8 USING THE MODEL 199 MANUAL 

This manual contains information necessary for operating 

and servicing the Model 199 S 3 ^tem DMM. The informa- 
tion is divided into the following sections: 

• Section 1 contains general information about the Model 
199 including that necessary to inspect the instrument 
and get it operating as quickly as possible. 

• Section 2 contains detailed operating information on 
using the front panel controls and programs, making 
connechons, and basic measuring techniques for each 
of the available measuring functions. 

• Section 3 contains the information necessary to connect 
the Model 199 to the IEEE-488 bus and program operating 
modes and functions from a controller. 

• Section 4 contains performance verification procedures 
for the instrument. This information will be helpful if 
you vrish to verify that the instrument is operating in 
compliance with its stated specifications. 

• Section 5 contains a description of operating theory. 
Analog, digital, power supply, and IEEE-488 interface 
operation is included. 



• Section 6 contains information for servicing the instru- 
ment. This section includes information on fuse replace- 
ment, line voltage selection, calibration and trouble- 
shooting. 

* Section 7 contains replaceable parts information. 

1.9 GETTING STARTED 

The Model 199 System DMM is a highly sophisticated in- 
strument with many capabilities. To get the mstrument up 
and running quickly use the following procedure. For com- 
plete information on operating the Model 199 consiilt the 
appropriate section of this manual. 

Power Up 

1. Plug the hne cord into the rear panel power jack and 
plug the other end of the cord into an appropriate, 
grounded power source. See paragraph 2.2.1 for more 
complete information. 

2. Press in the POWER switch to apply power to the in- 
strument. The instrument will power up in the 300V DC 
range. 

Making Measurements 

1. Connect the supplied safety shrouded test leads to the 
front panel VOUS HI and LO input terminals. Make 
sure the INPUT switch on the front panel is in the front 
position. 

2. To make a voltage measurement, simply connect the in- 
putTeads to a DC voltage source (up to 300V) and take 
the reading from the display. 

3. To change to a different measuring function, simply 
press the desired function button. For example, to 
measure resistance, press the OHMS button. 



Using DMM Setup 

Press SHIFT DMM SETUP, then use NEXT to scroll 
through selections. The following can be selected or 
viewed: 

• Software revision 

• Mux on/off 

• IE]ffi=488 address 

• Line frequency 

• Save setup 

• LED test 

• Diagnostics 

• Unit reset 
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Bor all selections except software revision and IEEE-488 ad- 
dress, use uprange/downrange to toggle the selection. 

Paragraph 2.7 provides the detaUed information for using 
DMM SETUP. 



1.10 ACCESSORIES 

The" following accessories are available to enhance Model 
199 capabilities. 

Model 1651 50-Ampere Current Shunt— The Model 1651 is 
an external O.OOIQ ±1% 4-terminal shunt, which permits 
current measurements from 0 to 5QA AC or DC. 

Model 1681 Clip-On Test Lead Set— The Model 1681 con- 
tains two leads, 1.2m {4 ft.) long terminated with banana 
plugs and spring action dip probes. 

Model 1682A RF Probe— The Model 1682A permits voltage 
measurements from lOOkHz to 250MHz. AC to DC transfer 
accuracy is ±ldB from lOOkHz to 250MHz at IV, peak 
responding, calibrated in RMS of a sine wave. 

Model 1685 Clamp-On AC Probe— The Model 1685 
measures AC current by clamping on to a single conduc- 
tor. Interruption of the circuit is unnecessary. The Model 
1685 detects currente by sensing the changing magnetic 
field produced by the current flow. 

Model 1751 Safety Test Leads— Finger guards and 
shrouded banana plugs help minimize the chance of 
making contact with live circuitry. 

Model 1754 Universal Test Lead Kit— The Model 1754 is a 
12 piece test lead kit, with interchangeable plug-in ac- 
cessories. Induded in the kit is one set of test leads (1-red, 
Tblack), two spade lugs, two standard banana plugs, two 



phone tips (0.06 DIA.), two hooks and miniature alligator 
clips (with boots). 

Model 1992 4/8 Channel Scanner— The Model 1992 Scan- 
ner optioni allows scanning of four, 4-pole channels, or 
eight, 2-poIe channels. The Model 1992 instaBs within the 
Model 199 with connections available on the rear panel of 
the instrument. 

Model 1993 Quick Disconnect Scanner Connector Kit— 
The Model 1993 indudes two connector blocks, 10 tie 
wraps, and two sets of red and black output cables for the 
Model 1992 Scanner Card. 

Model 1998 Rack Mounting Kit— The Model 1998-1 Single 
Fixed Rack Mounting Kit mounts a single Model 199 in a 
Mandard 19 inch rack. The Model 1998-2 Dual Fixed Rack 
Mounting Kit mounts two Model 199s side by side in a 
standard 19 inch rack. 

Model 5806 f^lvin Clip Lead Set— The Model 5806 indudes 
two Kelvin clip test lead assemblies with banana plug ter- 
mination (one red, one black). A set of eight replacement 
rubber bands for the Model 5806 is also available (Keithley 
PIN GA-22). 

Model 7007 IEEE-488 Shielded Cables— The Model 7007 
connects the Model 199 to the IEEE-488 bus using shield- 
ed cables to reduce electromagnetic interference (^H). The 
Model 7007-1 is one meter in length and has a EMI shield- 
ed IEEE-488 connector at each end. The Model 7007-2 is 
identical to the Model 7007-1, but is two meters in length. 

Model 7008 IEEE^188 Cables— The Model 7008 connects the 
Model 199 to the IEEE-488 bus. The Model 7008-3 is 0.9m 
(3 ft.) in length and has a standard IEEE-488 connector at 
each end. The Model 7008-6 cable is identical to the Model 
7008-3, but is 1.8m (6 ft.) in length. 
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SECTION 2 
Basic DMM Operation 



2.1 INTRODUCTION 

Operation of the Model 199 can be divided into two general 
categories: front panel operation and IEEE-488 bus opera- 
tion. This section contains information necessary to use 
the instrument from the front panel. These functions can 
also be programmed over the IEEE-488 bus, as described 
in Section 3. 



2.2 POWER UP PROCEDURE 



2.2.1 Line Power 

Use the following procedure to connect the Model 199 to 

line power and power up the instrument. 

1. Check that the instrument is set to correspond to the 
available line power. When the instrument leaves the 
factory, the externally selected line voltage is marked on 
the rear panel. Ranges are 105V-125V or 210V-250V 
50/60Hz AC (90-110V, 180-220V with optional trans- 
former). If the line voltage setting of the instrument 
needs to be changed, set switch as required. If the line 
frequency setting of the instrument needs to be checked 
and/or changed, utilize front panel DMM SETUP (see 
paragraph 2.7) after the instrument completes the power 
up sequence (the line frequency is displayed upon 
power up). 

2. Connect the female end of the power cord to the AC 
receptacle on the rear panel of the instrument. Connect 
the other end of the cord to a grounded AC outlet. 

WARNING 

The Model 199 is equipped with a 3>wire power 
cord that contains a separate ground wire and 
is designed to be used with grounded outlets. 
When proper connections are made, instrument 
chassis is connected to power line ground. 
Failure to use a grounded outlet may result in 
personal injury or death because of electric 
shock. 



CAUTION 

Be sure that the power line voltage agrees with 
the indicated range on the rear panel of the in- 
strument. Failure to observe this precaution 
may result in instrument damage. 



2.2.2 Power Up Sequence 

The instrument can be turned on by pressing in the front 
panel POWER switch. The switch will be at the inneS’ most 
position when the instrument is turned on. Upon power 
up, the instrument wfll do a number of tests on itself. Tests 
are performed on memory (ROM, RAM and ETROM). If 
RAM or ROM fails, the instrument will lock up. If E^PROM 
FAILS,- the message "UNCAL" will be displayed. See para- 
graph 6.7.2 for a complete description of the power up self 
test and recommendations to resolve failures. 



Immediately upon power up., the unit will display the pro- 
grammed line frequency. For example; 

FREQ = 60HZ 



2.2.3 Default Conditions 

Default conditions can be defined as setup conditions that 
the instrument wUI return to when a particular feature or 
command is asserted. The Model 199 will return to either 
factory default conditions or user saved default conditions. 



Factory Default Conditions 

At the factory, the Model 199 is set up so that the instru- 
ment is configtared to certain setup conditions on the initial 
power up. TTiese factory default conditions are listed in 
Tables 2-1 and 3-7 (located in Section 3). If alternate setup 
conditions are saved (see User Saved Default Conditions), 
the instrument can be returned to the factory default con- 
ditions by using Reset, available under DMM SETUP. See 
paragraph 2.7. 
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Table 2>1. Factory Default Conditions 



ControUFeature 


Default Condition 


Function* 


DCV 


Range* 


300V 


Resolution* 


5V2 Digits 


Zero* 


Off 


dB* 


Off ^ 


Filter* 


Off 


Multiplexer* 


On 


IEEE-488 Primary Address* 


26 


Line Frequency* 


60Hz 


Trigger Delay* 


0msec 


Reading Interval* 


175msec (select off) 


Trigger Mode* 


Continuous 


Data Store 


Off 


Polest 


2 


Ratiof 


Off 


Scan Model 


Manual 



*These modes can be altered by using save setup. 
tWith optional 1992 scanner. 



User Saved Default Conditions 

Each function of the Model 199 "remembers" the last 



measurement configuration that it was set up for (such as 
range, zero value, etc). Switching back and forth between 
functions will not affect the unique configuration of each 
function. However, the instrument will "forget" the con- 
figurations on power-down unless they are saved (only one 
instrument configuration can be saved). 



Unique setup conditions can be saved by using SAVE 
imder DMM SETUP or by sending device-dependent com- 
mand LI over the IKE-488 bus. These user saved default 
conditions will prevail over the factory default conditions 
on power-up, or when a DCL or SDC is asserted over the 
bus. 



IEEE Address and Line Frequency 

Any IEEE address and line frequency setting can be saved 
as default conditions by using the SAVE option under 
DMM SETUP or by sending LI over the bus. See para- 
graph 2.7 for complete information on using DMM SETUP. 



NOTE 

An "UNCA.L" error will set the IEEE address to 
26 and the line frequency to 60Hz. 
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2.3 FRONT PANEL FAMILIARIZATION 

The front panel of the Model 199 is shown in Figure 2-1. 
The following paragraphs describe the various components 
of the front panel in detail. 



2.3.1 Display and Indicators 

Display— The ID-character alphanumeric LED display is 
used to display numeric data, range and functions 
mnemonics (for example, mV), as well as messages. When 
the optional Model 1992 Scanner is being used, the chan- 
nel number is displayed in the right most digit. 

Function Indicators— The indicator or indicators that are 
on identify the measurement function presently selected. 

Range Indicator— The AUTO indicator will be on when 
autoranging is selected. Manual ranging is in effect when 



AUTO is off. 

Zero Indicator- ZERO will be on when the zero mode is 
enabled. Zero is used to subtract a baseline value from the 
measured signal. ZERO will flash when zero has been 
enabled, but a reading that has yet to be triggered. 

Filter Indicator — FUR indicates when the running average 
filter is enabled. A flashing FLTR indicates the filter has 
not yet settled and shows the update rate. 

Remote Indicator— REM shows when the Model 199 is in 
the IEEE-488 remote state. See Section 3 for more detailed 
IEEE-488 information. 

Data Store Indicators— STO shows when the instrument 
is storing data in the data store buffer. RCL indicates that 
data store information is being displayed (RCL flashes 
when data~store is full). 

Display Update Indication — ^The decimal point flashes to 
indicate the display update rate. 
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2.3.2 Power Switch 



POWER controls AC line power to the. instrument. 
Depressing and releasing the switch once turns the power 
on; depressing and releasing the switch a second time 
turns the power off. The on and off positions are marked 
on the front panel immediately above the POWER switch. 




2.3.3 Controls 



The main controls discussed below are all momentary- 
contact switches. These controls are numbered on Figure 
2-1. Many of the controls have a secondary function that 
is selected by pressing SHIFT before pressing the control 
in question. SHIFTed controls are placed in parentheses 
in the following discussions. 

CH VOITS/(STORE)— VOnS places the instrument in 

the volts function. See paragraphs 2.6.4 and 2.6.7 
for DCV and ACV measurement information. 
(STORE) allows access to the data store buffer to 
select buffer size and initate the storage of readings. 
A third function of this key is to enter the number 
0 for some numeric input operations. 




OHMS/(RECALL)— OHMS selects the resistance 
measurement function, as discussed in paragraph 
2.6.6. (RECALL) allows you to display data store 
buffer information on the front panel display. A 
third function of this key is to enter the number 1 
for numeric input operations. 




AMPS/(FIITER)— The AMPS buttons select currerrt 
measurement, as discussed in paragraph 2.6.8. 
(FIUER) toggles the filter between internal and user 
filter (FCTR on for user). See paragraph 2.6.3 for 
details on filter operation. The third function of this 
key is to enter the number 2 when numeric input 
is required. 





AO(dB)— AC selects AC volts or AC current 
measurement, depending on whether VOUS or 
AMPS is in effect. (dB) toggles the dB function on 
or off for AC voltage or current measurements. OdB 
reference for these functions is IV (volts) or 1mA 
(amps). Paragraph 2.6.9 gives more information on 
dB measurements. The third function of this key 
is to enter the number 3 for numeric inputs. 

ZERO/ (RESOLN)— ZERO enables the zero mode, 
which allows baseline values to be subtracted from 
subsequent measurements, and can also be used 





0 
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for zero correction (paragraph 2.6.2). (RESOLN) 
toggles the display between 4V2 digit and 5V2 digit 
resolution. The third function for this key is to enter 
the number 4 when numeric input is required. 

LOCAL— The LOCAL key takes the instrument out 
of remote when it is being used over the IEEE-488 
bus. Note that all other control keys wiU be locked 
out when the unit is in remote (LOCAL will also 
be inoperative when LLO is in effect). 

AUTO/(DMM SETUP)— AUTO places the instru- 
ment in autoranging, which is available for all 
ranges and functions. While in autoranging, the 
unit will go to the best range to measure the ap- 
plied signal. Autoranging can be cancelled by press- 
ing AUTO or one of the two manual ranging but- 
tons (discussed below). (DMM SETUP) allows ac- 
cess to the following functions: software revision 
level, muitiplexei on/off, IEEE-488 primary address 
programming, 50/60Hz line frequency selection, 
save setup, LED test, debug, and instrument reset 
(see paragraph 2.7). Entering the number 5 is the 
third function of this key. 

Downfange (T)— decrements the range and also 
cancels autorange if selected. The secondary func- 
tion of this key is to enter the number 6. 

Uprange (A)— increments the range and also 
cancels autorange if selected. The secondary func- 
tion of this key is to enter the number 7. 

SCANNER/(SCAN SETUP)- SCANNER allows 
you to select the scanner channel limit and scan- 
ner channel number. (SCAN SETUP) allows you to 
program 2/4 pole operation, ratio, and scanner trig- 
ger mode. See paragraph 2.11 for more scanner in- 
formation. The third function of this key is to enter 
the number 8 for numeric input operations. 

TRIGGER/(TRIG 5ETUP)-TRIGGER triggers in- 
strument readings. (TRIG SETUP) allows you to 
select the trigger mode, delay, and interval. The 
defaidt delay is 0msec, and the default interval is 
175msec. See paragraphs 2.8 and 2.9 for more in- 
formation on triggering. A third function of this k^ 
is to enter the number 9. 

SHIFT/NEXT— SHIFT allows access to secondary 
functions of many of the control keys (for example, 
DMM SETUP). NEXT scrolls through menu selec- 
tions for those functions with menus. 
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2.3.4 CAL LOCK Switch 
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2.3.7 input Terminals^ 



The CAL LOCK switch disables calibration from the front 
panel or over the IEEE-488 bus. Before the unit can be 
calibrated, this switch must be enabled. See paragraph 6.4 
for more calibration information. 

2.3.5 INPUT Switch S 

The front panel INPUT switch selects between the front 
and rear panel input terminals. Front panel terminals are 
selected with the switch out, while rear-panel terminals 
are selected with the switch in. The switch positions are 
marked immediately above the switch on the front panel. 

2.3.6 Current Input Fuseli 

The current input fuse is a 3A normal blow fuse that pro= 
tects the AMPS input from excessive current. See 
paragraph 6.3 for fuse replacement procedures. 



The input terminals are intended to be used with safety 
shrouded test leads to help rninimiEe the possibility of con- 
tact with live circuits. Note that aU the terminals except 
AMPS are duplicated on the rear panel. The front panel 
INPUT switch determines which set of terminals is active. 

VOLTS OHMS HI and LO-lTte VOLTS OHMS HI and LO 
terminals are rxsed for making DC volts, AC volts, and two- 
wire resistance measurements. 

AMPS— AMPS is used in conjunction with LO to make 
DC current and AC current measurements. 

OHMS SENSE HI and LO— These terminals are used with 
VOLTS OHMS HI and LO to make four-wire resistance 
measurements. 

2.4 REAR PANEL FAMILIARIZATION 

The rear panel of the Model 199 is shown in Fi^e 2-2. 
The various items located on the rear panel are discussed 
in the following paragraphs. 



SCANNER MAX terminal TO TERMINAL VOLTAGE: 200V REAR. ANY TERMINAL TO EARTH: 350V PEAK, 





WARNING: A 

USER SUPPUED LETHAL VOLTAGE PRESENT ON SCANNER 
CONNECTORS. DISCONNECT LINE CORD, INPUTS AND 
OUTPUTS BEFORE SERVICING, 



300V MAX ✓ 300V MAX 




ext trigger 

INPUT 



METER complete 

OUTPUT 



OHMS 500V PEAK VOLTS 
SBESE -i- OHMS 




UNE VOLTAGE 
SELECTED 



MADE IN U.SUL 



90-1 25V1 
18O-Z50V! 




3/1 GA 90-t25V 
1/10A 1B0-250V 



90-1 lOVQ 180-220VO 
105-12SVD 210-250VO 
20VA MAX 5O-60HZ AC ONLY 



Figure 2-2. Model 199 Rear Panel 
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2.4.1 Connectors and Terminals 



Q 





Input terminals— The rear panel VOIHS OHMS and 
OHMS SENSE terminals perform the same func- 
tions as the equivalent front panel terminals. 
Voltage and two-wire resistance measurements are 
made using the VOLTS OHMS terminals, while 
four-wire resistance measurements are made using 
both the OHMS SENSE and VOLTS OHMS 
terminals. 

EXTERNAL TRIGGER INPUT— This BNC connec- 
tor is used to apply negative-going, IT L-compatible 
trigger pulses to take one or more readings depen- 
ding on the selected trigger mode. See paragraph 
2.9 for additional information. 

VOLTMETER COMPLETE OUTPUT-This BNC 
output connector provides a TTL-compatible, 
negative-going pulse when the Model 199 has com- 
pleted a reading. It can be used to trigger other in- 
struments, as Ascussed in paragraph 2.9. 



2.4.2 Line Voltage Aspects 



Q 





line Voltage Selection Switch— This switch selects 
the operating line voltage of the instrument. Before 
operation, be sure the switch is in the correct posi- 
tion for the line voltage in your area. 

LINE FUSE— The line fuse provides protection for 
the AC power line input. Refer to paragraph 6.3 for 
fuse replacement procedures. 

LINE VOLTAGE receptacle— Power is applied to the 
instrument through die supplied power cord to the 
three-terminal, grounded AC receptacle. Note that 
the selected supply voltage is marked on the rear 
panel below the receptacle. 



2.4.3 IEEE-488 ConnectorEH 

The IEEE-488 cormector is used to interface the Model 199 
to the IEEE-488 bus. IEEE-488 interface functions ^ 
marked immediately above the connector. Refer to Section 
3 for detailed IEEE-488 information. 



2.4.4 Scanner Card SIotEH 

The optional Model 1992 Scanner Card installs in this slot. 
Refer to paragraphs 2.11 and 3.12 for scanner operation and 
programming iiiformation. Section 6 contains scanner in- 
stallation procedures. 



2.5 DISPLAY MESSAGES 



Table 2-2 lists and explains the various display messages 
associated with front panel operation of the Model 199. 



Table 2-2. Error Messages 



Message 


Explanation 


UNCAL 


E^PROM failure on power 
up. See paragraph 6.7.2. 


NO FUNC 


No shifted function. 


QVERFL KQ 


Overrange-Decimal point 
position and mnemonics 
define function and range 
(3kQ range shown). The 
number of characters in the 
"OVERFL" message defines 
the display resolution (SVid 
resolution shown). 


TRIGGER OVERRUN 


Trigger received while still 
processing reading from last 
trigger. 


AC ONLY 


Selecting dB with instru- 
ment not in ACV or ACA. 


NO RANGE 


Pressing a range button 
while in ACV dB or ACA 
dB. 


CONFLICT 


Improper state when 
calibrating (i.e., dB). 


INTERVAL OVERRUN 


Interval too short. 


NO DATA 


No data store data 


NO SCANNER 


Scanner not installed 


CAL LOCKED 


Calibration locked out 


CHAN 4 MAX 


Channel limit is 4 in 4-pole 
mode* 


CHAN 8 MAX 


Channel limit is 8 in 2-pole 
mode* 



*With optional scanner 
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2.6 BASIC MEASUREMENTS 

The following paragraphs describe the basic procedures 
for making voltage, resistance, current, and dB measure- 
ments. 



High Energy Circuit Safety Precautions 



To optimize safety when measuring voltage in high energy 
distribution circuits, read and use the directions in the 
following warning. 



WARNING 

Dangerous arcs of an explosive nature in a high 
energy circuit can cause severe personal injury 
or death. If the meter is connected to a high 
energy circuit when set to a current range, low 
resistance range or any other low impedance 
range, the circuit is virtually shorted. Dangerous 
arcing can also result when the meter is set to 
a voltage range if the minimum voltage spac- 
ing is reduced. 



When making measurements in high energy circuits use 

test leads that_meet the following requirements: 

• Test leads should be fully insulated. 

• Only use test leads that can be connected to the circuit 
(e.g. alligator dips, spade lugs, etc.) for hands-off 
measurements. 

• Do not use test leads that decrease voltage spacing. This 
diminishes arc protection and creates a hazardous 
condition. 



CAUTION 

The maximum common-mode input voltage 
(the voltage between input LO and chassis 
ground) is 500V peak. Exceeding this value may 
damage the instrument. 



2.6.1 Warm Up Period 

The Model 199 is usable immediately when it is first turned 
on. However, the instrument must be flowed to warm up 
for at least two hours to achieve rated accuracy. 

2.6.2 Zero 

The zero feature serves as a means of baseline suppres- 
sion by allowing a stored offset value to be subtracted from 
subsequent readings. When the ZERO button is pressed, 
the instrument takes the currently displayed reading as 
a baseline value. All subsequent readings represent the dif- 
ference between the applied signal level and the stored 
baseline. 



A baseline level can be established for any or all measure- 
ment functions and is remembered by each function. For 
example, a lOfV baseline can be established on DCV, a 5V 
baseline can be established on ACV and a lOkfl baseline 
can be established on OHMS at the same time. These levels 
will not be cancelled by switching back and forth between 
functions. Once a baseline is established for a measure- 
ment function, that stored level will be the same regardless 
of what range the Model 199 is on. For example, if IV is 
established as the baseline on the 3V range, then the 
baseline will also be IV on the 30V through 300V ranges. 
A zero baseline level can be as large as full range. 



Use the following sequence when testing power circuits: 

1. De-energize the circuit using the regular installed 
connect-disconnect device such as the circuit breaker, 
main switch, etc. 

2. Attach the test leads to the circuit under test. Use ap- 
propriate safety rated leads for this application. 

3. Set the DMM to the proper function and range. 

4. Energize the circuit using the installed connect- 
disconnect device and make measurements without 
disconnecting the DMM. 

5. De-energize the circuit using the installed connect- 
disconnect device. 

6. Disconnect the test leads from the circuit under test. 



NOTE 

The following discussion on dynamic range is 
based on a display resolution of 5Vz digits. At 4V2d 
resolution, the number of counts would be re- 
duced by a factor of 10. 



By design, the dynamic measurement range of the Model 
199, at SVz-digit resolution, is 606,000 counts. With zero 
disabled, the displayed reading range of the instrument 
is ±303,000 counts. With zero enabled, the Model 199 has 
the capability to display ±606,000 counts. This increased 
display range ensures that the dynamic measurement 
range of the instrument is not reduced when using a zero 
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baseline value. The following two examples will use the 
maximum allowable zero values (303,000 counts and 
-303,000 counts) to show that dynamic measufement 
range will not be reduced. It is important to note that the 
increased display range does not increase the maxiinuin 
allowable input level to the instrument. For example, on 
the 3V range, the Model 199 will always overrange when 
more than ± 3.03V is connected to the input. 



Example 1— The instrument is set to the 3V DC range and 
a maximum -3.03000V is established as the zero value. 
When -3.03000V is connected to the input of the Model 
199, the displ^ will read 0.00000V. When +3.03000V is con- 
nected to the input, the display will read -)■ 6.06000V. Thus, 
the dynamic measurement range of the Model 199 is OV 
to 6.06V, which is 606,000 counts. 



Example 2— The instrument is still set to the 3V DC range, 
but a maximum -(-3.0300CfV is the zero level. When 
H-3.03000V is connected to the input of the Model 199, the 
display will read O.OOOOOV. When -3.03000V is connected 
to the input, the display will read -6.06000V. Thus the 
dynamic measurement range of the instrument is -6,06V 
to OV, which is still 606,000 counts. 



Zero Correction-The Model 199 must be properly zeroed 
when using the 300mV DC or the 300fi range in order to 
achieve rated accuracy specifications. This procedure 
should be performed whenever the ambient temperature 
changes. To use ZERO for zero correction, perform the 
following steps; 

1. Disable zero, if presently enabled, by pressing the 
ZERO button. The ZERO indicator will turn off. 

2. Select the 300mV DC or the 300S2 range. 

3- Connect the test leads to the input of the Model 199 
and short them together. If four-wire resistance 
measurements are to be made, connect and short all 
four leads together. Allow any thermals to stabilize. 
Note: At 5V2-digit resolution, low level measurement 
techniques need to be employed. Use Kelvin test leads 
or shielded test leads. See paragraph 2.6.5 for low level 
measurement considerations. 

4. Press the ZERO button. The display will read zero. 

5. Remove the short and connect the test leads to the sig- 
nal or resistance to be measured. 

Note: Test lead resistance (2-wire) is also compensated 



for when zeroing the 3002 range with the above procedure. 

Baseline Levels— Baseline values can be established by ap- 
plying baseline levels to the instrument. To establish a 
baseline level by applying a level to the Model 199, per- 
form the following steps: 

1. Disable zero, if presently enabled, by pressing the 
ZERO button. The ZERO indicator will turn off. 

2. Select a function and range that is appropriate for the 
anticipated measurement. 

3. Connect the desired baseline level to the input of the 
Model 199 and note that level on the display. 

4. Press the ZERO button. The display will zero and the 
ZERO indicator will be enabled. The previously 
displayed reading will be the stored baseline. 



WARNING 

With ZERO enaibled, a hazardous voltage 
baseline level (±40V or more), not displayed, 
may be present on the input terminals. If not 
sure what is applied to the input, assume that 
a hazardous voltage is present. 



5. Disconnect the stored signal from the input and con- 
nect the signal to be measured in its place. Subsequent 
readings will be the difference between the stored value 
and the applied signal. 



Notes: 

Disabling zero cancels the zero baseline value on that 
selected function. Baselines established on other func- 
tions are not affected. 

2. To store a new baseline on a selected function, zero 
must first be disabled and then enabled again. The new 
value will be stored with the first triggered conversion. 

3. Setting the range lower than the suppressed value will 
overrange the display; the instrument will display the 
overflow message under these conditions. 

4. When the ZERO button is pressed to enable zero, the 
ZERO indicator light will blink until an on scale reading 
is available to use as a zero level. In the one-shot trig- 
ger mode, the unit must be triggered to store the zero 
value. 
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2.6.3 Filter and Resolution 

The following paragraphs discuss the internal running 
average filter and the 4V2 and 5Vi digit resolution modes 
of the Model 199. 



Filter 

The Model 199 uses two running average filters in order 
to reduce reading noise. The two filters include the inter- 
nal fitter and the front panel filter, as described below. 



When the front panel FUR light is off, the internal filter 
is enabled, and the number of integrations per reading 
averaged depends on the selected range and function, as 
indicated below. 



#Integrations 



Function 


Range 


Window 

(Counts) 


Averaged 
Per Reading 


DCV 


300mV 


6 


11 


DCV 


3V-300V 


3 


6 


ACV 


All 


None 


None 


Ohms 


300fi-30kQ 


4 


6 


Ohms 


300kQ 


10 


11 


Ohms 


3Mfi 


40 


11 


Ohms 


30Mfl-300Mft 


400 


31 - 


DCA 


AU 


6 


11 


ACA 


AU 


None 


None 


dBV 




None 


None 


dBA 




None 


None 



In order to speed up response to large signal steps changes, 
the Model 199 uses a "window" around the displayed 
average. As long as the readings are within this window, 
the displayed value is based on the average of the most 
recent number of integrations. If a new integration is out- 
side this window, the displayed value will be the new 
reading, and new averaging will start from this point. The 
window value for the internal filter also depends on the 
range and function (see above). 

The front panel filter is enabled when the front panel FITR 
indicator is on. The front panel filter uses a fixed window 



of 1000 counts with 30 readings averaged per reading on 
all ranges and functions. 



NOTES: 

1. In a continuous trigger mode, the FLTR indicator wU] 
flash until the filter is settled. Readings will continue 
to update the display while the filter is settling, but the 
display will not represent the final, filtered reading value 
until FLTR stops flashing (when the proper number of 
readings have been averaged). 

2. In a one-shot trigger mode, no readings will be 
displayed or transmitted over the IEEE-488 bus until the 
filter has settled. Each trigger clears the filter, fills the 
filter with new readings, and then issues a METER com- 
plete pulse once the reading is available. Therefore, 
filtered one-shot times can be long. 

3. The filter can be turned off entirely fay sending the POX 
command over the IEEE-488 bus; see paragraph 3.9. 



Resolution 

The Model 199 can be operated with either 4V2 or 5V2 digits 
of display resolution. In the 4V2-digit mode, the instrument 
displays ±30,300 counts, while ±303,000 counts are 
displayed in the S^z-digit mode. The resolution can be pro- 
grammed separately for each of the five measuring 
functions. 



NOTE 

On the 300kfl and higher resistance ranges, only 
5V2-digit resolution is available. 



To change display resolution press SHIFT RESOLN. The 
display will toggle to the opposite resolution each time you 
perform this keystroke sequence. Note that changing the 
resolution restarts the filter; the instrument will display 
dashes after changing resolution until a new reading is 
available for display. 



The integration period of the A/D converter is 2.59msec 
in the 4’A-digit mode, while line cycle integration (20msec, 
50Hz; 16.67msec, 60HZ) is used for SVi-digits. Thus the 
selected resolution affects the overall reading rate (as does 
the selected function and amount of filtering). 



2-9 





BASrC DMM OPERATION 



2.6.4 DC Voltage Measurements 

The Model 199 can be used to make DC voltage measure- 
ments in the range of ±lpV to ±300V._Use the following 
procedures to make DC voltage measurements. 



CAUTION 

The maximum input voltage between the HI and 
LO terminals is 425V peak or 300V RMS 
whichever is less. Exceeding this value may 
cause instrument damage. 



1. Select the DC volts function by pressing the VOLTS 
button. 

2. Select a range consistent with the exp^ed voltage or 
use auto range. 

3. Select the front or rear panel input terminals with the 
INPUT switch. 



NOTE 

The 300mV DC range requires zero to be set in 
order to achieve rated accuracy. The zero correc- 
tion procedure can be found in paragraph 2.6.2. 



with higher voltages are significant in microvolt signals. 
The Model 199 reads only the signal received at its input; 
therefore, it is important that this signal be properly 
transmitted from the source. The following paragraphs in- 
dicate factors which affect accuracy, including thermal emfs 
and stray pick-up 



Shielding— AC voltages which are extremely large com- 
pared with the DC signal may erroneously produce a DC 
output. Therefore, if there is AC interference, the circuit 
should be shielded with the shield connected to the Model 
199 input LO (particularly for low-Ievel sources). Improper 
shielding can cause the Model 199 to behave in one or more 
of the following ways: 

1. Unexpected offset voltages. 

2- Inconsistent readings between ranges. 

3. Sudden shifts in reading. 

To miitimize pick-up, keep the voltage source and the 
Model 199 away from strong AC magnetic sources. The 
voltage induced due to magnetic flux is proportional to the 
area of the loop formed by the input leads. Therefore, 
ininiinize the loop area of the input leads and connect each 
signal at only one point. 



4. Connect the signal to be measured to the selected in- 
put terminals as shown in Figure 2-3. 

5. Take the reading from the display. 




MODEL 199 



DC Voltage 
Source 



Caution : 

Maximum Input = 300V RMS, 425V Peak 
Input Resistance = 300mV, 3V ; > 1 GQ ; 30V, 1 1 MO 
300V;10MO 



Figure 2-3. DC Voltage Measurements 



2.6.5 Low-Level Measurement Considerations 



Accuracy Considerations— For sensitive measurements," 
other external considerations besides the Model 199 will 
affect the accuracy. Effects not noticeable when working 



Thermal EMFs— Thermal emfs (thermoelectric potentials) 
are generated by thermal differences between the junction 
of dissimilar metals. These can be large compared to the 
signal which the Model 199 can measure. Thermal emfs 
can cause the following problems: 

1. Instability or zero offset is much higher than expected. 

2. The reading is sensitive to (and responds to) 
temperature changes. This effect can be demonstrated 
by touching the circuit, by placing a heat source near 
the circuit or by a regular pattern of instability (cor- 
responding to heating and air-conditioning systems or 
changes in sunlight). 

3. To minimize the drift caused by thermal emfs, use cop- 
per leads to connect the circuit to the Model 199. A 
banana plug is generally suitable and generates just a 
few microvolts. A clean copper conductor such as #10 
bus wire is about the best for this application. The leads 
to the input may be shielded or unshielded, as 
necessary. Refer to Shielding. 

4. Widely varying temperatures within the circuit can also 
create therm^ emfs. Therefore, maintain constant 
temperatures to minimize these thermal emfs. A card- 
board box around the circuit under test also helps by 
minimizing air currents. 

5. The ZERO control can be used to null out constant off- 
set voltages. 

6. Additional thermals may be generated by the optional 
Model 1992 Scanner. 
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2.6.6 Resistance Measurements 

The Model 199 can make resistance measurements from 
Imfl to 300MQ. The Model 199 provides automatic selec- 
tion of 2-terminal or 4-terminal resistance measurements. 
This means that if the ohms serrse leads are not cormected, 
the measurement is done 2-terminal. If the sense leads are 
connected, the measurement is done 4-terminal. For 
4-terminal measurements, rated accuracy can be obtained 
as long as the maximum lead resistance does not exceed 
the values listed in Table 2-3. For best results on the 300Q, 
3k2 and 30kQ ranges, it is recommended that 4-terminal 
measurements be made to eliminate errors caused by the 
voltage drop across the test leads which will occur when 
2-tenninaI measurements are made. The Model 5806 
Kelvin Test Lead Set is ideal for low resistance 4-terminal 
measurements. In the 4V2 digit mode, use 4-terminal or 
connect the source leads to the sense leads at the instru- 
ment to avoid extra noise pickup. 

To make resistance measurements, proceed as follows: 

1. Select the ohms function by pressing the OHMS button. 

2. Select a range consistent with the expected resistance 
or use autorange. 

3. Select the front or rear panel input terminak using the 
INPUT switch. 

4. For 2-terminai measurements connect the resistance to 
the instrument as shown in Figure 2-4. For 4-terminal 
measurements connect the resistance to the instrument 
as shown in Figure 2-5. 

5. Take the reading from the display. 




Figure 2-5. Four-Terminal Resistance 
Measurements 



Notes: 

1. Table 2-3 shows the current output for each resistance 
range. 

2. It helps to shield resistance greater than lOOkfl (or 
anytime 4 Vs. digit resolution is used) to achieve a stable 
reading. Place the resistance in a shielded enclosure and 
electrically connect the shield to the LO input terminal 
of the instrument. 

3. Diode Test— The 3kfi range can be used to test diodes 
as follows: 

A. Select the 3kQ range. 

B. Forward bias the diode by connecting the red ter- 
minal of the Model 199 to the diode anode. A good 
diode wiU typically measure between 3000 and Ikfl. 

C. Reverse bias the diode by reversing the connections 
on the diode. A good diode will overrange the 
display. 



Shielded 
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Optional shield 
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Resistance 
Under Test 



1 1 



Figure 2-4. Two-Terminal Resistance Measurements 



Table 2-3. Resistance Ranges 



■ 


5V2d 

Resolution 


Nominal 

I-Short 


Maximum Test Lead 
Resistance (Q) for 
<1 Count Error (SV 2 d) 


300 n 


ImQ 


1.7mA 


10 


3kn 


lOmfi 


1.7mA 


30 


30kfl 


lOOmfl 


160;lA 


100 


300 kil 


1 S 


50;tA 


300 


3M0 


10 fi 


5ftA 


Ik 


30M0 


100 a 


0.5fiA 


3k 


300Mfi 


Ikfl 


0.5/iA 


30k 



NOTE: Typical open circuit voltage is 5.5V. 
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2.6.7 TRMS AC Voltage Measurements 

The insirumenl can make TRMS AC voltage met^urements 
from l^iV to 300V. To measure AC volts, proceed as follows: 

1. Select the AC volts function by pressing the VOLTS and 
AC buttons. 

2. Select a range consistent with the expected voltage or 
use autorange. 

3. Select the front or rear panel input terminals using the 
INPUT switch. 



Settling Time— Isec to within 0.1% of change in reading. 
This time specification does not include A/D conversion 
time. 




NOTE 

There is a small amount of offset (typically 150 
counts at S^Ad) present when using the ACV 
function. Do not zero this level out. Paragraph 
2.6.10 provides an explanation of AC voltage 
offset. 



Figure 2-6. TRMS AC Voltage Measurement 



4, Connect the signal to be measured to the selected in- 
put terminals as shown in Figure 2-6. 

5. Take the reading from the display. 

Qarifications of TRMS ACV Specifications; 



2.6.8 Current Measurements (DC or TRMS AC) 

The Model 199 can make DC or TRMS AC current 
measurements from lOOnA (at 5V2d resolution) to 3A. Use 
the following procedure to make current measurements. 



Maximum Allowable Input— The following graph sum- 
marizes the maximum input based on the 10Ai^*Hz 
specification. 




Frequency - Hz 



1. Select the DC current or AC current function fay pressing 
the AMPS button (also press AC for AC current). 

2. Select a range consistent with the expected current or 
use autorange. 

3. Connect the signal to be measured to the front-panel 
input terminals as shown in Figure 2-7. 

4. Take the reading from the display. 




Figure 2-7. Current Measurements 
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2.6.9 dB Measurements 

The dB measurement mode makes it possible to compress 
a large range of measurements into a much smaller scope. 
AC dB measurements can be made with the instrument 
in the ACV or ACA function. The relationship between dB 
and voltage and current, can be expressed by the follow- 
ing equations: 



dB = 20 log 



dB = 20 log 



In ACV, the instrument will read OdB when IV is applied 
to the input. With ACA dB selected, the instrument will 
read OdB when ImA is applied to the input. 




Reference levels other than XV and 1mA cannot be directly 
progranuned, but they can be established with the zero 
feature. This procedure simply consists of applying a signal 
to the instrument and pressing the ZERO button. That 
suppressed level is the dB reference (OdB point). 



The following procedure explains how to use the zero 

feature to establish a reference: 

1. Apply a voltage or current signal, that is to be used as 
the dB reference, to the input of the Model 199. 

2. Press the ZERO button. The ZERO indicator will turn 
on and the display will zero. The reference is now 
whatever the applied signal is. 

3. Disconnect the signal from the instrument. 



5, Enable the dB measurement mode by pressing SHIFT 
dB. 

6. Take the dB reading from the display. 



WARNING 

With dB enabled, a hazardous voltage baseline 
level (±40V or more), not displayed, may be pre> 
sent on the input terminals, if not sure what is 
applied to the input, assume that a hazardous 
voltage is present. 



dBm Measurements— dBm is defined as decibels above or 
below a ImW reference. dB measurements can be made 
in terms of impedance rather than voltage or current. 
Because the instrument cannot directly establish im- 
pedance references, a voltage reference must be calculated 
and established for a particular impedance reference. Use 
the following equation to calculate the voltage reference 
needed for a particular impedance reference : 



For OdBm, V,„ = VliiiW • 2„, 



Example: Calculate the voltage reference needed to make 
dBm measurements referenced to 600Q. 



For OdBm, = Vo.OOlW • 600Q 

= V6 

= .77456V 



Once the necessary voltage reference is known, it can be 
established in the Model 199 with the dB program. Subse- 
quent dBm readings will be referenced to the correspond- 
ing impedance reference. Table 2-4 lists the voltage 
references needed for some commonly used impedance 
references. 



AC dB Measurements— Perform the following steps to 

make dB measurements: 

1. Select the AC volts or AC amps function. (Press VOU 
or AMPS, then AC). 

2. Select the front or rear panel input terminals with the 
INPUT switch. 

3. Check and/or change the dB reference as previously 
explained. 

4. Cormect the signal to be measured to the input of the 
Model 199. 



dBW Measurements — dBW is defined as decibels above or 
below a IW reference. dBW measurements are made in the 
same manner as dBm measurements; that is, calculate the 
voltage reference for a particular impedance and set the 
instrument to it with the dB program. The only difference 
between dBm and dBW is the reference point; ImW vs IW. 
The following equation can be used to cdculate the voltage 
reference: 

For OdBW, V,./ = VlWZ„, 
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T^le 2-4. Corresponding Voltage Reference Levels 
for Impedance References 



Reference 


Reference Voltage 


Impedance 


Level for: 


(fi) 


OdBm ‘ OdBW 


8 


0.0894 2.828 


50 


0.2236 


75 


0.2739 


150 


0.3873 


300 


0.5477 


600 


0.7746 


1000 


1.0000 


V„/ for OdBm = 


V io-nv*z*£f 


V„/ for OdBW = 





2.6.10 TRMS Considerations 



Most DMMs actually measure the average value of an in- 
put waveform but are calibrated to read its RMS equivalent. 
This poses no problems as long as the waveform being 
measured is a pure, low-distortion sine wave. For complex, 
nonsinusodial waveforms, however, measurements made 
with an averaging type meter can be grossly inaccurate. 
Because of its TRMS measuring capabilities, the Model 199 
provides accurate AC measurements for a wide variety of 
AC input waveforms. 



TRMS Measurement Comparison— The RMS value of a 
pure sine wave is equal to 0.707 times its peak value. The 
average value of such a waveform is 0.637 times the peak 
value. Thus, for an average-responding meter, a correction 
factor must be designed in. This correction factor, K can 
be found by dividing the RMS valued by the average value 
as follows: 

K = 0.707 / 0.637 

= 1.11 



By applying this correction factor to an averaged reading, 
a typical meter can be designed to give the RMS 
equivalent. This works fine as long as the waveform is a 
pure sine, but the ratios between the RMS and average 
values of different waveforms is far from constant, and can 
vary considerably. 

Table 2-5 shows a comparison of common types of wave- 
forms. Ibr reference, the first waveform is an ordinary sine 



wave with a peak amplitude of lOV. The average value of 
the voltage is 6.37V, while its RMS value is 7.07V. If we app- 
ly the 1.11 correction factor to the average reading, it can 
be seen that both meters will give the same reading, 
resulting is no error in the average-type meter reading. 



The situation changes with the half-wave rectified sine 
wave. As before, the peak value of the waveform is lOV, 
but the average value drops to 3.18V. The RMS value of 
this waveform is 3.86V, but the average responding meter 
will give a reading of 3.53V (3.18 x 1.11), creating an error 
of 11%. 



A similar situation exists for the rectified square wave, 
which has an average value of 5V and an RMS value of 
5.0V. The average responding meter gives a TRMS reading 
of 5.55V (5 X 1.11), while the Model 199 gives a TRMS 
reading of 5 V. Other waveform comparisons can be found 
in Table 2-5. 



AC Voltage Offeet— The Model 199, at 5V2d resolution, will 
typically display 150 counts of offset on AC volts with the 
input shorted. This offset is caused by the offset of the 
TRMS converter. This offset will not aff^ reading accuracy 
and should not be zeroed out using the zero feature. The 
foBowing equation expresses how this offset (V„jy„) is add- 
ed to the signal input (Vi,); 

Displayed reading = V (Vi„)^ + 



Example: Range = 2\AC 

Offset = 150 counts (1.5mV) 
Input = 200mV RMS 



Display reading = V (200mV)^ +- (1.5mV)" 

= V 0.04V -1- (2.25 X 10-*V) 

= .200005V 

The offset is seen as the last digit which is not displayed. 
Therefore, the offset is negligible. If the zero feature were 
used to zero the display, the 150 counts of offset would 
be subtracted from Vi, resulting in an emor of 150 counts 
in the displayed reading. 



Crest Factor— The crest factor of a waveform is the ratio of 
its peak value to its RMS value. Thus, the crest factor 
specifies the dynamic range of a TRMS instrument. For 
sinusoidal waveforms, the crest factor is 1.414. For a sym- 
metrical square wave, the crest factor is unity. 
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The crest factor of other waveforms will, of course, depend Where T = period 
on the waveform in question because the ratio of peak to t = pulse width 

RMS value will vary. For example, the crest factor of a pulse 
is computed as follows: 

This relationship holds for all pulse waveforms. 




Table 2>5. Comparison of Average and TRMS Meter Readings 



Waveform 

Sine 




AC 



Coupled 
Peak RMS 
Value Value 



lOV 



7.07V 



Average 

Responding 

Meter 

Reading 

7.07V 



AC Coupled 
TRMS 
Meter 
Reading 



707V 



Averaging 

Meter 

Percent 

Error 

0 % 



Half-Wave Rectified Sine 



lOV 



3.86V 



3.90V 



3.86V 



1 % 



Full-Wave Rectified Sine 
Square 

+ 10 — 1 - 

ol ; 



Rectified Square Wave 



4-1 O'" “1 

0 J 

Rectangular Pulse 





0 


a 


□ 


n 









Triangular Sawtooth 




lOV 



lOV 



lOV 



lOV 



lOV 



3.08V 



10.00V 



5.00V 



10*^ K 



5.77V 



2.98V 



ll.lOV 



5.55V 



22.2K 



5.55V 



3.08V 



10.00V 



5.00V 



3.2% 



11 % 



11 % 




5.77V 



4% 
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2.6.11 dB Applications 

Measuring Circuit Gain/Loss— Any point in a circuit can 
be established as the OdB point. Measurements in that cir- 
cuit are then referenced to that point expressed in terms 
of gain (+dB) or loss (-dB). To set the zero dB point pro- 
ceed as follows; 

1. Place the Model 199 in AC volts and dB. 

2. Connect the Model 199 to the desired location in the 
circuit. 

3. Press the ZERO button. The display will read OdB. 

4. Gain/loss measurements can now be made referenced 
to the OdB point. 



Measuring Bandwidth— The Model 199 can be used to 

determine the bandwidth of an amplifier as follows: 

1. Connect a signal generator and a frequency counter to 
the input of the amplifier. 

2. Set the Model 199 to AC volts and autorange. 

3. Connect the Model 199 to the load of the amplifier. 

4. Adjust the frequency of the signal generator until apeak 
AC voltage reading is measured on the Model 199. This 
is the center frequency. 

5. Press SHIFT dB button and then press the ZERO but- 
ton. The OdB point is now established. 

6. Increase the frequency input until the Model 199 reads 
— 3.00dB. The frequency measured on the frequency 
counter is the high-end limit of the bandwidth. 

7. Decrease the frequency input until the dB reading again 
falls to -3.00dB. The frequency measured on the signal 
generator is the low-end limit of the bandwidth. 

Note; The bandwidth of the Model 199 is typically 
300kHz. Do not use this application to check amplifiers 
that exceed the bandwidth of the Model 199. 



Determining Q— The Q of a tuned circuit can be deter- 
mined as follows: 

1. Determine the center frequency and bandwidth as ex- 
plained in the previous application (Measuring 
Bandwidth). 

2. Calculate Q by using the following formula: 

Q = Center Frequency/Bandwidth 



2.7 DMM SETUP PROGRAMS 

There are eight DMM setup programs available from the 
front panel of the Model 199, as summarized in Table 2-6. 
These programs are described in detail in the following 
paragraphs. 

Program Selection-Programs can be selected by pressing 
SHIFT DMM SETUP on the front panel. To scroll through 
programs, press the NEXT key. Once the desired program 
is displayed, perform the necessary operation, as described 
below. 

Data Entry— The IEEE=488 primary address program re- 
quires numeric data entry. To enter data, use the data en- 
try keys (0-9). The cursor location for data entry is indicated 
ly the bright, flashing display digit. The cursor moves right 
each time a number is entered. The cursor will wrap 
around to the left after exiting the right most digit. When 
the desired value is displayed, press SHIFT to program 
the value. 

Alternate Condition Selection— Most DMM setup pro- 
grams have alternate conditions that can be selected. To 
toggle the conditions, press uprange or downrange to alter- 
nate between the the two selections. 

Exiting DMM Setup— To exit DMM setups, repeatedly 
press NEXT and scroD through the complete list in the 
menu. 



Table 2-6. DMM Setup Programs 



Program Description 


Display Message 
Upon Entry 


Software revision level 
Multiplexer on/off 
IEEE Primary Address 
Line frequency (50 or 6OH2) 
Save instrument setups 
LED Test 
Diagnostics 
Reset instrument 


REV.A0.66- 
MUX ON 
26 IEEE* 
FREQ=60Hz* 
SAVE NO 
LEDS OFF 
DEBUG OFF 
RESET NO 



*Factory default values shown. 60Hz is default in the US. 
only 

••Revision level may vary. 



2-16 





BASIC DMM OPERATION 



2.7.1 Software Revision Level 

Upon entry to the DMM setup programs, the instrument 
will briefly display the software revision level presently in- 
stalled in the unit, as in the example below: 

REV.A0.66 



2.7.2 Multiplexer, Auto Zero/Cal 

The multiplexer auto/cal routines may be defeated by selec- 
ting this option under DMM setups. Using the Model 199 
with auto zero/cal defeated has two main advantages: (1) 
increased measurement speed, and (2) reduced multi- 
plexer effects on high-impedance measurements. 

NOTE 

With the multiplexer disabled, internal calibration 
and zero are ^fected by changes in input level, 
particularly on ohms and the 30QV range. 
Whenever the applied input signal changes, press 
the selected funrtion button to perform an auto 
zero/cal routine; otherwise, substantial measure- 
ment errors will result. Zero and calibration may 
also drift with time; thus, it is recommended that 
the selected function button be pressed periodical- 
ly to attain optimum accuracy while auto cal/zero 
is disabled (multiplexer off). An auto zero/cal is 
performed whenever the range or function is 
changed. 

Run this program as follows: 

1. Press DMM SETUP and then NEXT as required until 
the following message is displayed: 

MUX ON 



2. Use uprange or downrange to select multiplexer on/off, 
as required. For multiplexer off, the instrument will 
display: 

MUX OFF 



3. Once the desired multiplexer status is displayed, press 



NEXT to scroll to the next program and save current 
multiplexer status. 



2.7.3 IEEE-488 Primary Address Programming 

The IEEE-488 primary address program allows you check 
or modify the IEEE-4^ primary address of the instrument. 
The factory default primary address is 26, but it can be pro- 
grammed to any valid value between 0 and 30 as outlined 
below. Section 3 contains detailed information on IEEE-488 
programming. 



Perform the following steps to use this program. 

1. Press SHIFT DMM SETUP and then NEXT repeatedly 
until the following message is displayed: 

26 IEEE 



Here we have assumed the factory default primary address 
of 26. 



2. To exit the program without changing the address, press 
NEXT. 

3. To change the address, key in the desired digits in the 
range of 0-30, and press NEXT to go on to the following 
program. 

NOTES: 

1. If an invalid address is entered, the primary address will 
be set to 30 upon exiting the program. 

2. To change the default address of the instrument, first 
set the address to the desired value, and then use the 
save setup program (or send LI over the bus). Cycling 
power, or sending SDC, DCL, or LO over the bus wUI 
not affect the newly-saved default primary address. 

3. If the IEEE-488 primary address is changed but not 
saved, cycling power will return the instrument to the 
original default address. However, program reset, ox 
DCL or SDC commands will not affect the current ad- 
dress. Sending LO over the bus will not change the cur- 
rent address, but it will change the default address to 
the new value. 

4. An "UN CAL" error will default the address to 26 and 
the line frequency setting to 60Hz. 
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2.7.4 Line Frequency 

The programmed line frequenq^ should match that of the 
power line voltage in order for the instrument to meet its 
noise specifications at SVz-digit resolution (line cycle in- 
tegration is used at 5V2-digit resolution). The line frequency 
program can be used to check the programmed line fre- 
quency and set it to 50 or 60Hz. 

Proceed as follows in order to check or set the line 
frequency: 

1. Press SHIFT DMM SETUP and then NEXT repeatedly 
until the line frequency message is displayed, for 60Hz, 
the display will show: 

FREQ=60Hz 



2. for 50Hz, the display message is: 
FREQ=50Hz 



3. Use uprange or downrange to toggle to the desired fre- 
quency, then press NEXT to go on to the next program. 



NOTES: 

1. To change the default frequency setting, first select the 
desired frequency and then use the save setup program 
(or send LI over the bus) to save the new frequency set- 
ting. Cycling power, or sending SDC, DCL, or LD over 
the bus will not affect the programmed line frequency. 

2. If the line frequency is changed but not saved with the 
save setup program, sending SDC or DCL over the bus 
will return the line frequency to the default setting. 
However, the reset program will not have any effect on 
the current frequency setting, and sending U3 over the 
bus will not change the setting, but will save the new 
frequency. 

3. An "UNCAL" error will default the IEEE-488 primary 
address to 26 and set the line frequency to 60Hz. 



2.7.5 Save Setup 

The save setup program allows you to save current instru- 
ment conditions, 'foese conditions will then be assumed 
upon power up, or after the instrument receives the DCL 



or SDC command over the IEEE-488 bus. 



The following operating parameters are saved by this 
program: 

Function 
Range 
Resolution 
Zero state (on/off) 

Filler state (on/off) 

AC dB state (on/off) 

Multiplexer (on/off) 

Trigger delay 
Reading interval 
IEEE-488 primary address 
Line frequency (50 or 60Hz) 

In order to save an instrument setup, proceed as follows; 

1. Setup instrument operating conditions as desired, or use 
the reset program (paragraph 2.7.8) to save default 
operating conditions. 

2. Press SHIFT DMM SETUP and then NEXT until the 
following message appears; 

SAVE NO 



3. Use uprange or downrange to toggle to the following 
message: 

SAVE YES 



4. To save instrument setup conditions, press NEXT. The 
unit will save the operating states and then go on to the 
next program. 

NOTES: 

1. To exit the program without changing the previous 
default conditions, press NEXT with the "SAVE NO" 
message displayed. 

2. To return the instrument to the factory power up default 
conditions, use the reset program and then save those 
conditions using the save setup program. 
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2.7.6 LED Test 

This program allows you to test all the front panel annun- 
ciators and LED display segments to check for proper 
operation. Proceed as follows; 

1. Press DMM SETUP and then NEXT repeatedly until the 
following message is displayed: 

LEDS OFF 



2. To test the LEDs, use uprange or downrange to toggle 
the display to the following: 

LEDS ON 



3. Press NEXT to initiate the test. ... 

4. During the test, the instrument will turn on all the an- 
nunciators and walk through the various display 
segments and complete displays to verify that all are, 
operating properly. Following the test, the instrument 
will scroll to the next program. 



2.7.7 Debug 

The debug program is intended to switch various J.EDs, 
relays, and logic levels to allow signal tracing thrdugli the 
instrument during troubleshooting. Also, memory tests are 
performed. For complete details on using the debug, refer 
to paragraph 6.7.3. 

To exit the diagnostic program, press any key except 
TRIGGER. 



2.7.8 Reset 

The reset program restores instrument setup parameters 
to the factory default conditions listed in Tables 2-1 and 3-7. 

Perform the following steps to use this program. 

1. Press SHIFT DMM SETUP and then NEXT repeatedly 
until the following message is displayed: 

RESET NO 



3. Press NEXT to reset the instrument, which will return 
to the default conditions listed in Table 2-1. 



NOTES; 

1. The reset program can be aborted fay pressing NEXT 
with the "RESET NO" message displayed. 

2. Once the instrument has been reset to default condi- 
tions, use save setup to save that configuration if you 
desire that the instrument power up in those conditions. 

3. The reset program has no effect on the programmed 
lEEE^S primary address or line frequency setting. 



2.8 FRONT PANEL TRIGGERING 

The following paragraphs discuss front panel triggering, 
trigger mode selection, as well as trigger delay arid reading 
interval programming. 

2.8.1 Trigger Mode Selection 

The Model 199 may be operated in two basic trigger modes: 
one-shot and continuous. In the one-shot mode, a separate 
trigger is required to initiate each reading. For the con- 
tinuous mode, however, only a single trigger is required, 
with the conversion rate determined by the programmed 
reading interval. The continuous trigger mode is the fac- 
tory default. 



To check or change the selected trigger mode, proceed as 
follows. 

1. Press SHIFT TRIG SETUP. The instrument will display 
the presently selected trigger mode. For the continuous 
mode, the display will show: 

CONTINUOUS 



2, For the one-shot mode, the display reads: 
ONE SHOT 



3. To toggle the trigger mode, press uprange or downrange. 

4. Once the desired trigger mode is displayed, press NEXT 
to scroll to the next menu selection (trigger delay), or 
press NEXT to return to normal front panel display. 



2. Use uprange or downrange to toggle the display as 
follows; 



RESET YES 
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2.8.2 Trigger Sources 

R»r standard bench operation, there are two trigger sources 
available: front panel TRIGGER button, and the EXTER- 
NAL TRIGGER INPUT jack. Upon power up both these 
trigger sources will be enabled. Additional triggers include 
IEEE-488 X, GET, and talk commands, as discussed in 
paragraph 3.9.7. 



NOTES: 

1. TRIGGER is always enabled regardless of the selected 
trigger source; however, all front panel buttons will be 
locked out when the unit is in remote. 

2. Triggering the unit while it is still processing a reading 
from a previous trigger will generate the 'TRIGGER 
OVERRUN" message. 



2.8.3 Trigger Delay 

The trigger delay period is the time from the trigger point 
until the unit takes a reading. This delay period is also used 
after each channel closure when using the scanner. For the 
continuous mode, the delay period affects only the first 
conversion; however, with the one-shot mode, the delay 
period affects every conversion, with the instrument 
waiting the programmed delay time after each trigger 
before taking a reading. For example, if you program a 
SOOmsS: trigger delay, the unit will wait 30Ctasec after each 
trigger before taking a reading. 



The allowable range for the trigger delay period is between 
0 and 999.999 seconds in one millisecond increments. The 
trigger delay can be programmed with the TRIG SETUP 
key, as described below. 

1. Press SHIFT TRIG SETUP and then NEXT and note the 
following message is displayed briefly: 

DELAY= 

OOO.OOOS 

Here, we have assumed the factory default delay period 
of Osec. 

2. Using the the data entry keys (0-9), key in the desired 
trigger delay period in the range of 0-999.999seic. 

3. Once the desired delay value is programmed, press 
NEXT to go on to the interval selection (or press NEXT 
once more to return to normal display). 

2.8.4 Reading Interval 

The reading interval parameter determines the time period 



between individual readings when the instrument is in the 
continuous trigger mode. Interval also affects the rate of 
data store operation, as discussed in paragraph 2.10, as well 
as the interval between channels (step mode) or scan se- 
quences (scan mode) when using the optional Model 1992 
Scanner (see paragraph 2.11). 

The unit can be programmed for either default or selected 
interval operation. With default interval ("SELECT OIT"), 
a preset interval of 175msec is automatically selected. With 
selected interval ("SELECT ON") a user-defined interval 
can be programmed. The allowable range for selected in- 
terval is 15msec to 999.999sec in 1msec increments. 



NOTE 

Prograrmning too short an interval for the present 
instrument configuration when using the scanner 
or data store wilt result in the "INTERVAL OVER- 
RUN" message. The interval cannot be programm- 
ed if the unit is in the one-shot trigger mode. 



Reading interval can be checked or programmed with the 

TRIG SETUP key, as follows. 

1. Press SHIFT TRIG SETUP and then NEXT repeatedly 
until the following is displayed: 

INTERVAL 

Next, the unit displays: 

SELECT OFF 
or, 

SELECT ON 

2. Use uprange or downrange to select the desired inter- 
val type, select or default, then press NEXT. If default 
(SELECT OFF) is selected, the interval will be set to 
175msec, and the unit will return to normal display. 

3. If select interval is chosen, the presently selected inter- 
val will then be displayed, as in this example: 

INTERVAL = 

000.175 S 

Here we have assumed the default interval of 175msec. 

4. If desired, key in a new reading interval in the range 
of 15msec to 999.999sec. 

5. Once the desired interval is displayed, press NEXT to 
return to normal display. If you progam too small an 
intervai, the following will be displayed: 

MIN = .015 S 



2-20 




BASIC DMM OPERATION 



2.8.5 Trigger Programniing Examples 

Example 1: Continuous with 3.5sec intervaJs. between 

readings. 

1. Press SHIFT TRIG SETUP and then uprange or down- 
range (if necessary) so the unit displays the following: 

CONTINUOUS 

2. Press NEXT twice to advance to the interval display 
message. 

3. Use uprange or downrange to choose select interval 
("SELECT ON"), if necessary, then press NEXT. 

4. Press: 0 0 3 5 0 0 in order to program a 3.5sec interval. 

5. Press NEXT to return to normal display. 

6. Connect a time-varying signal to the instrument, and 
select a function and range suitable for the applied 
signal. 

7. Press TRIGGER to initiate readings. Note that the 
display updates at a rale of once every 3V2 seconds, as 
shown by the following decimal point. 



Example 2: One-shot trigger mode with a one second trig- 
ger delay. 

1. Press SHIFT TRIG SETUP and then uprange or 
downrange (if necessary) so the unit displays the 
following: 

ONE SHOT 

2. Press NEXT to advance to the delay time selection. 

3. Press: 0 0 1 0 0 0 to program a one second delay. 

4. Press NEXT to return to normal display. 

5. Connect a time-varying si^^, and select an appropriate 
range and function. 

6. Press TRIGGER to initiate a single reading. Note that 
the display updates once after a delay of approximately 
one second. 

7. Press TRIGGER a number of times, and note that one 
reading per trigger is processed with a one second in- 
terval between triggers and readings. The trigger status 
LED (flashing decimal point) indicates the display 
update. 

2.9 EXTERNAL TRIGGERING 

The Model 199 has two external BNC connectors on the 
rear panel associated with instrument triggering. The EX- 
TERNAL TRIGGER INPUT connector allows the instru- 
ment to be triggered by other devices, while the METER 
COMPLETE OUTPUT connector allows the instrument to 



trigger other devices. 



2.9.1 External Trigger 

The external trigger input requires a falling edge pulse at 
TTL logic levels, as shown in Figure 2-8. Connections to 
the rear panel EXTERNAL TRIGGER INPUT jack should 
be made with a standard BNC connector. If the instrument 
is in the external trigger mode, it will be triggered to take 
readings while in either a continuous or one-shot mode 
when the negative-going edge of the external trigger pulse 
occurs. 




To use the external trigger, proceed as follows: 

1. Connect the external trigger source to the rear panel 
BNC EXTERNAL TRIGGER INPUT connector. The 
shield (outer) part of the connector is connected to 
digital common. Since an internal pull-up resistor is us- 
ed, a mechanical switch may be connected across the 
jack contacts. Note however, that debouncing circuitry 
will probably be required to avoid a trigger overrun. 

WARNING 

Do not exceed 30V between digital common and 
chassis ground, to avoid a shock hazard and 
possible instrument damage. 



2. Place the instrument in "one-shot on external trigger" 
or "continuous on external trigger" mode as explained 
in paragraph 2.8.1. 

3. To trigger the instrument, apply a pulse to the external 
trigger input. The instrument will process a single 
reading each time the pulse is applied (one-shot), or 
start a continuous series of readings. 
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NOTE 

Triggering the unit while it is processing a reading 
from a previous trigger will cause a "TRIGGER 
OVERRUN". 



2.9.2 Meter Complete 

The Model 199 has an available output pulse that can be 
used to trigger other instrumentation. A single TTL- 
compatible n egati ve-going pulse (see Figure 2-9) will ap- 
pear at the METER COMPLETE OUTPUT jack each time 
the instrument completes a reading. To use the voltmeter 
complete output, proceed as follows; 

1. Connect the Model 199 to the instrument to be triggered 
with a suitable shielded cable. Use a standard BNC con- 
nector to make the connection to the Model 199. 



WARNING 

Do not exceed 30V between the METER COM- 
PLETE common (outer ring) and chassis 
ground to avoid a shock hazard and possible in- 
strument damage. 



2. Select the desired function, range, trigger mode, and 
other operating parameters, as desired. 

3. In a continuous trigger mode, the instrument will out- 
put pulses at the conversion rate; each pulse will occur 
after the Model 199 has completed a conversion. 

4. In a one-shot trigger mode, the Model 199 will output 
a pulse once each time it completes a reading after be- 
ing triggered. 



Reading Begin Next 

Done Conversion 



' 


r ^ 


r 


LS TTL High 
(3.4V Typical) 






LS TTL Low 






(0.25V Typical) 


Minimum 





Figure 2-9. Meter Complete Pulse Specifications 



2.10 DATA STORE 

Data Store can store up- to 500 readings for later recall. Data 
can be stored at specified intervals of between 15msec and 
999.999sec with 1msec increments. In addition, one-shot 
external or front panel triggering can be used to store data 
at user-defined rates. 



The following paragraphs describe front panel operating 
procedures for storing and recalling data. 



2.10.1 Storing Data at Programmed Intervals 

Use the following procedure for storing data at defined 
intervals. 

1. Select the function and range to be used to make 
measurements. 

2. Press SHIFT TRIG SETUP and verify that the con- 
tinuous trigger mode is selected as follows: 

CONTINUOUS 



3. If necessary, press uprange or downrange to select the 
continuous trigger mode, then press NEXT and set the 
trigger delay to the desired value. 

4. Press NEXT, then use uprange or downrange to choose 
"SELECT OFF" (175msec) of "SELECT ON" (user- 
programmed) data store interval, then press NEXT. 

5. For select interval only, enter the desired data storage 
interval in the range of 15msec to 999.999sec. For ex- 
ample, to enter a one-second interval, press: 0 010 0 
0, then press NEXT to complete interval programming. 

6. Press SHIFT STORE to enter data store mode. The in- 
strument will display the programmed data store size: 

000 SIZE 



The size value determines how many readings will be 
stored (up to a maximum of 500) before the storage cycle 
stops. However; a size of 000 indicates that the storage cycle 
wifi continue even after all 500 readings are stored. After, 
the 500th reading is stored, readings ’wdll be stored begin- 
ning at the first memory location, overwriting the previous- 
ly stored data. 



7. Key in the desired number of readings (use 000 for wrap 
aroimd storage), then press the ND(T key to program 
that value. will flash on to indicate the unit is 
waiting for a trigger. 
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8. Press TRIGGER to initiate storage. The instrument will 

begin storing data at the programmed interval. While 
storage is active, you can display the most recently stored 
location by entering the recall mode (see paragraph 
2.10.3). 

9. After all readings have been stored, the RCL indicator 
will start flashing, and STO will turn off to indicate that 
the storage process has been completed (except for con- 
tinuous storage). 



NOTES: 

1. Once data storage is initiated, data store can be disabled 
by pressing any function key (VOH5, OHMS, etc). Do- 
ing so will select that function. However, if recall is also 
enabled, first press NEXT then the desired function 

to disable data store. 

2. Autoranging can be used with data store, but it must 
be selected before entering data store. 

3. The front panel "INTERVAL OVERRUN" message in- 

dicates that the programmed data store interval is too 
short for the present instrument configuration. 
Although the instrument will continue to store readings 
as fast as it can, storage will not occur at the programm- 
ed interval under these conditions. . _ 

4. Enabling data store clears the buffer of previously stored 
readings. 

5. If a data store size larger than 500 readings is pro- 
grammed, the following message will be displayed: 

MAX = 500 ■ 



2.10.2 Triggering One-shot Readings into Data 
Store 

Reading storage can be controlled by trigger pulses applied 
to rear panel EXTERNAL TRIGGER INPUT (paragraph 
2.9), or by using the front panel TRIGGER button, as 
described below. The procedure below assumes that the 
default trigger soince has not been altered by programming 
the instrument over the IEEE-488 bus. 

1. Select the function and range to be used to make the 
measurements (autorange can be used with data store). 

2. Press SHIFT TRIG SETUP, and then select the one-shot 
trigger mode by pressing uprange or dowruange so the 
following is displa 3 ?ed: 

ONE SHOT 



3. Press NEXT and program the desired trigger delay. Press 
NEXT, note that dashes remain in the display because 
the instrument has yet to be triggered. 



4. Press SHIFT STORE to enter the data store; the unit will 
display the programmed size: 

”000 SIZE 

5. Key in the desired number of readings to store (1-500), 
or select a size of 000 for wrap around storage. Press 
NEXT to complete" programming. The STO light will 
then flash to indicate the instrument is waiting for a 
trigger. 

6. Press the TRIGGER button to trigger the unit, or apply 
a trigger pulse to the unit (see paragraph 2.9,1). A single 
reading will be processed and stored with each trigger 
stimulus. 



NOTES: . . 

1. Data can be recalled during the storage process, as 
described in paragraph 2.10.3. 

2. To disable data store and return to normal operation, 
press any function key. If recall is ako enabled, you must 
first press NEXT to cancel recall and then press any func- 
tion key. 

3. The RCL indicator will flash on when all programmed 
readings have been stored (except in continuous). 

4. A 'TRIGGER OVERRUN" error will occur if the unit is 
triggered while processing a reading from a previous 
trigger. The current reading will not be aborted and the 
error triggers will be buffered to re-trigger the unit when 

"it is ready. 



2.10.3 Recalling Data 

Data can be recalled either during storage or after storage 
is complete by using the procedure below. 

1. Press SHIFT RECALL to display data. The instrument 
will turn on the RCL indicator and display the location 
of the last stored data point; for example, for location 35: 

035 LOC 



2. For sequential access, use the uprange or downrange key 
while displaying the data value. Uprange increments 
locations, while downrange decrements locations. The 
location will wrap around to the opposite end of the data 
store buffer once the lowest or highest location is 
accessed. 

3. To display a particular data location number while in the 
recall mode, press the RECALL key. Press NEXT to 
return to normal recall data display. 

4. For random access to a particular location, key in the 
location number with the data entry keys, and then 
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press the NEXT key. The unit will then display the data 
value at that location along with the measurement func- 
tion in effect at- the time the data was taken. 

5. To exit the recall mode, press NEXT while normal recall 
data is displayed. RCL will turn off to indicate that recall 
has been disabled. 



NOTES: 

1. If data store has no valid data to display, the unit will 
display the following message upon entry to the recall 
mode. 

NO DATA 



2. The unit will continue to store data while in recall until 
the data store buffer is full (or continuously in wrap 
around mode). 



2.11 SCANNER OPERATION 
(WITH OPTION 1992) 

With the optional Model 1992 Scanner installed, the Model 
199 can scan four 4-pole channels, or eight, 2-pole chan- 
nels. The following paragraphs discuss scanner program- 
ming, connections, and operation from the front panel. 
Refer to paragraph 3.12 for IEEE-488 scanner programm- 
ing. For scanner installation procedures, refer to Section 6. 



2.11,1 Scanner Connections 

Figure 2-10 shows the Model 1992 Scanner Card and its 
two quick-disconnect terminal blocks. To remove each 
block from the card, simply pull on the attached handle 
until it comes free of the card. Screw terminals on the 
blocks accept up to #14AWG solid or stranded wire. 




Puli as Shown to 
Remove 



Figure 2-10. Scanner Connections 
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Terminal configurations are marked on the circuit board 
and connecting blocks. Channel input terminals are mark- 
ed CHl through CHS inclusive. Each channel input has 
a HI and LO terminal, labelled H and L respectively. Two 
sets of output terminals, OUT A and OUT B,_ are also 
located on the connecting blocks. The output configura- 
tion depends on the whether 2-pole or 4-pole mode is to 
be used, as discussed below. 



WARNING 

Maximum common mode voltage (potential 
between any contact and earth ground) is 350V 
peak. Exceeding this value may create a shock 
hazard. 



WARNING 

User-supplied lethal voltages may be present on 
the scanner card terminals. 



CAUTION 

Maximum scanner signal level is 200V, 100mA; 
any terminal to earth ground is 350V peak. Ex- 
ceeding these values may damage the scanner 
card. 



Using the Supplied Output Cables 

Red and black output cables with banana plugs are sup- 
plied with the scanner for convenient connections to the 
rear panel input jacks. Prepare and connect these cables 
as follows: 

1. Strip the ends of the cables =5/16", then twist the 
strands together. 

2. Connect the red cables to OUT A HI and OUT B HI. 
Tighten screws securely. 

3. Connect the black cables to OUT A LO and OUT B LO. 
Tighten screws securely. 

4. For 2-pole connections, plug the two red cables and two 
black cables together, and then plug them into the rear 



panel VOLTS OHMS HI (red) and LO (black) jacks 
(Figure 2-IlA). 

5. For 4-pole connections, plug the cables in as shown in 
Figure 2-llB. 



2-pole Connections 

Two-pole connections are used for volts and 2-wire 
resistance measurements. In order to use the 2-pole mode, 
the OUT A and OUT B terminals must be connected 
together (H to H, L to L) and to the DMM. In the 2-pole 
mode, if only OUT A is connected to the DMM input, on- 
ly channels 1-4 will be routed through the relays. Similar- 
ly, channels 5-8 will be available if only OUT B is 
connected. 



For volts and 2-wire resistance measurements, connect the 
outputs to the VOLTS OHMS terminals (H to HI, L to LO). 
The rear panel input jacks are most convenient for this 
configuration. 



NOTE 

Make sure the INPUT switch is set for the rear in- 
put terminals. 

Figure 2-12 shows typical input connections for voltage 
measurements. Input connections for 2-wire ohms 
measurements are shown in Figure and 2-13. 

4-polc Connections 

Four-pole connections are used exclusively for 4-wire ohms 
measurements. With this configuration, the paired chan- 
nels (1 and 5, 2 and 6, 3 and 7, 4 and 8) must be connected 
to the resistances.under test, as shown in the typical con- 
nections of Figure 2-14. The two outputs are separately con- 
nected to VOLTS OHMS and OHMS SENSE terminals us- 
ing the supplied output cables. Note that the two outputs 
must not be conrvected together in the 4-pole mode. 
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Figure 2*11. Output Cable Connections 
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Supplied Output 
Cables 



Figure 2-14. 4-Pole Resistor Test Connections 
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2.11.2 Scanner Display Format 

The front panel display format is similar to normal display 
format with one important exception: The channel number 
appears in the right most digit of the display while the 
scarmer is operating. The selected measuring function will 
also appear on the display except when on channels 2 
through 8 while in the ratio mode. The ratio mode is 
discussed in detail in paragraph 2.11.5. 



2.11.3 Pole Mode Programming 

As discussed in paragraph 2.11,1, the 2-pole mode is in- 
tended for use with volts, and 2-wire ohms measurements, 
while the 4-pole mode is designed for use with 4-wire 
resistance measurements. For proper operation, the pro- 
grammed pole mode must agree with the pole configura- 
tion discussed in paragraph 2.11.1. 

The pole mode can be programmed by using the SCAN 
SETUP key as outlined below. 

1. Press SHIFT SCAN SETUP to display the pole mode. 
For the 2-pole mode, the display will appear as follows: 

2 POLE 



2. For the 4-pole mode, the display shows: 

4 POLE 



3. Use uprange or downrange as necessary to toggle the 
pole mode to the desired status. 

4. Once the desired pole mode is selected, press NEXT 
once to advance to the next menu selection (ratio), or 
press NEXT three times to return to normal display. 



NOTE 

A "CHAN 4 MAX" error will occur if you attempt 
to select the 4-pole mode with a channel limit 
greater than four. 



2.11.4 Ratio Mode 

The ratio mode divides the channel 2 through 8 readings 
by the channel 1 reading as follows: 

CHn 

R = 

CHI 



Where: R = ratio 

CHn = channel 2 through 8 
CHI = CH 1 



The ratio mode is available for all three scan modes 
(discussed below). While in ratio, the instrument displays 
the selected function for channel 1, and the actual ratios 
without units for channels 2 through 8. 



Ratio can be enabled or disabled by using the SCAN 
SETUP key as follows: 

1. Press SHIFT SCAN SETUP and then NEXT twice to 
display the current ratio status. With ratio disabled, the 
display is: 

RATIO OFF 



2. For ratio enabled, the display shows: 

RATIO ON 

3. To change the ratio status, press uprange or downrange. 

4. Once the desired ratio status is displayed, press NEXT 
once to advance to the next selection, or press NEXT 
twice to return to normal display. 



NOTES; 

1. In the MANUAL mode, you must manually access 
channel 1 first before attempting to display the ratio on 
channels 2 through 8. 

2. The ratio is automatically scaled if the range is chang- 
ed after the channel 1 reading is taken in order to main- 
tain a constant ratio reference value across ranges. For 
example, if you take a lOV channel 1 reading on the 30V 
reading, the ratio reference will remain lOV on the 300V 
range. 

3. Setting the range lower than the channel I ratio 
reference reading will cause an overflow. 

4. The minimum ratio display value is equal to the display 
resolution. The maximum ratio is 9.99999. Exceeding 
this value will cause an overflow error. 



2.11.5 Reading Interval 

The reading interval parameter determines the time period 
between channels for the STEP mode, or the time between 
channel sets in the SCAN mode when the unit is in the 
continuous trigger mode. (In one shot, the trigger period 
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determines the interval). Use the procedure below to pro- 
gram the scan interval. 

1. Press SHIFT TRIG SETUP and then NEXT as necessary 
so that the "SELECT” message is displayed, then use 
uprange or downrange to select the desired interval 
mode and press NEXT. Keep in mind that a 175msec in- 
terval is automatically selected in the "SELECT OFF". 

2. For the select interval, key in the desired scan interval 
in the range of 25msec to 999.99sec. 

3. Press NEXT to complete interval programming once the 
desired interval is keyed in. 

NOTES: 

1. The prograrmned interval also affects the display update 
rate as well as the data store interval while in the con- 
tinuous trigger mode. 

2. Programming an interval that is too short for the pre- 
sent instrument configuration will result in the 'INTER- 
VAL OVERRUN" error. Under these conditions, the in- 
strument will continue to scan as fast as it can, but it 
will not scan at the programmed interval. 

3. Although the minimum programmable interval is 
I5msec, the minimum usable interval with the scanner 
is 25msec. 

4. Scanning rate is affected by selected resolution, delay, 
multiplexer (on/off), filter (on/off), function, and range. 



2.11.7 Manual Channel Mode 

In the MANUAL channel mode, individual channels can 
be accessed by pressing the SCANNER key followed by 
the number of the channel to close. The basic procedure 
is outlined below. 



L Select the function and range required for the measure- 
ment. 

2. Using TRIG SETUP, program the trigger mode and 
delay as required. 

3. Press SHIFT SCAN SETUP and program 2-pole or 
4-pole operation as necessary. 

4. Press NEXT and note the displayed scan mode. If 
necessary, use uprange or downrange to select the 
following: 

MANUAL 



5. Press NEXT and disable or enable the ratio mode as 
required. 

6. Press NEXT to complete scanner setup programming. 

7. To close a specific channel, press SCANNER. The unit 
will prompt you for the channel to close; 

CHANNEL? 



2.11.6 Scan Limit 



For the STEP and SCAN modes, the channel limit must 
be programmed as the last step in the scanner setup pro- 
cess. Note that the pole configuration affects the maximum 
number of channels that can be scanned, and thus the 
charmel limit. For the 2-pole configuratioir, the maximum 
limit is eight, while the 4-pole mode is limited to four (for 
both modes, the minimum limit is one). If you attempt to 
program an improper channel limit, the unit will briefly 
display the following; 



or. 



CHAN 4 MAX 
CHAN 8 MAX 



More information on channel limit programming can be 
found in paragraphs 2.11.8 and 2.11,9. 



8. Press the desired numeric key to dose that channel. 
For example to close channel 3, press 3. 

9. The unit will dose the selected channel and display the 
channel number in the right most digit. 

10. If you have selected the one-shot trigger mode, press 
TIUGGER to trigger a reading. 

11. To select a different channel, press SCANNER followed 
by the new channel number. The unit will open the 
presently selected channel and then dose the new 
channel (break before make). 

12. To open all channels and return to normal operation, 
select channel 0 (press SCANNER 0). 



NOTES: 

1. When using the ratio mode, you must first access chan- 
nel 1 to obtain a ratio reference reading before access- 
ing other channels. 

2 ’ In the 4-pole mode, the maximum channel number is 
charmel 4. Selecting channels 5 through 8 will generate 
a "CHAN 4 MAX" error. 
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2.11.8 Step Mode Operation 

In the STEP mode, the instrument will scan one channel 
per reading interval (continuous trigger mode) or one 
channel per trigger (one-shot trigger mode). The pro- 
cedures for setting up and using the unit are covered 
below. 



Reading Interval Scanning 

1. Select the function and range for the expected measure- 
ment. 

2. Press SHIFT TRIG SETUP and select the continuous 
trigger mode using uprange or downrange. 

3. Press NEXT twice to display the programmed interval 
mode. Use uprange or downrange to select the desired 
interval operation, then press NEXT. 

4. For the select interval, key in the desired scan interval 
in the range of 25msec and 999.999sec, and press NEXT 
to complete programming. 

5. Press SHIFT SCAN SETUP and program the pole con- 
figuration by pressing uprange or downrange. 

6. Press NEXT and then uprange or downrange until the 
step mode is selected, as indicated by the following 
message. 

STEP 



7. Press NEXT and then select the desired ratio mode by 
using uprange or downrange. 

8. Press NEXT to complete scanner setup programming. 

9. Press SCANNER. The unit will prompt you for the last 
channel in the scan sequence as follows: 

LIMIT? 



10. Press the number key corresponding to the last chan- 
nel in the sequence (remember that the last channel 
is channel 4 for the 4-pole mode). 

11. After the channel limit has been selected, the instru- 
ment will return to normal display and begin the scan 
sequence with channel 1. As each channel is scanned, 
the unit will take a reading on that charuiel and display 
the results along with the selected channel number. The 
sequence repeats imtil the last channel, as determined 
by the programmed limit, is scanned. After the last 
channel, the sequence starts over again with channel 1. 

12. To stop scanning and return to normal display select 
a limit of 0 (press SCANNER 0). 



NOTES: 

1. If an intervcd too short for the present configuration is 
selected, the instrument will display the "INTERVAL 
OVERRUN" message. The instrument will continue to 
step through channels, but it will not be able to scan 
the channels at the programmed intervals. The filter 
status, resolution, and selected function affects the 
overall reading rate, and thus the minimum interval that 
can be used. 

2. The "CHAN 4 MAX" message will be displayed if you 
attempt to program a channel limit greater than four in 
the 4-pole mode. 



One-shol Triggering 

Use the general procedure below to use one-shot trigger- 
ing to scan channels in the step mode. 

1. Select the function and range as required for the ex- 
pected measurement. 

2. Press SHIFT TRIG SETUP, and select the one-shot trig- 
ger mode,. 

3. If a circuit settling time for each channel is required, 
program a trigger delay under the TRIG SETUP menu. 

4. Return to normal display by pressing NEXT as 
necessary. 

5. Press SHIFT SCAN SETUP, and program the pole 
configuration. 

6. Press NEXT, and select the step mode with uprange 
or downrange. 

7. Press NEXT, and program the ratio mode as required. 

8. Press NEXT to return to normal display. 

9. Press SCANNER, and program the channel limit at the 
prompt. Keep in mind that the maximum channel limit 
is 4 in the ^pole mode. 

10. Press TRIGGER (or apply an external trigger pulse) to 
close channel 1 and t^e a reading on that channel. 
The reading and channel number will appear on the 
display. 

11. Trigger the unit to advance to the next channel and take 
the subsequent reading. One trigger per channel will 
be required; after all channels up to the programmed 
limit have been scanned, the unit will be^ again with 
channel 1. 

12. Program a channel limit of 0 to cancel the scan mode 
and return to normal display. To do so, press SCAN- 
NER 0. 
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NOTES; 

1. The unit will display a "TRIGGER OVERRUN" message 
if it is triggered while processing a reading from a 
previous trigger. The error trigger will be ignored. 

2. The Model 199 will display the "CHAN 4 MAX" 
message if you attempt to program a channel limit 
greater than 4 in the ipole mode. 

3- In the ratio mode, channel 1 data will be displayed as 
the selected function, while channels 2 through 8 will 
be displayed as the ratio. 



2.11.9 Scan Mode Operation 

In the SCAN mode, the unit will scan one set of channels 
per programmed reading interval (continuous trigger 
mode), or one set of channels per trigger (one-shot trig- 
ger mode). The number of channels per sequence is deter- 
mined by the program channel limit. The following 
paragraphs outline the general procedures for using scan. 

Reading Interval Operation 

1. Select the range and function as required. 

2 . Press SHIFT TRIG SETUP, and select the continous. 
trigger mode with uprange or downrange. 

3. Press NEXT twice to advance to the interval display, 
then use uprange or downrange to select interval. 

4. For select interval, use the data entry keys to program 
the desired interval in the range of 25msec to 
999.999sec, Keep in mind that the interval is the time 
period between channel sets— not individual channels 
as is the case with the STEP mode. 

5. Press NEXT to return to normal display once the 
desired interval has been programmed. 

6. Press SHIFT SCAN SETUP, and program the pole and 
mode as desired. 

7. Advance to the scan mode display by pressing NEXT, 
then select the scan mode with the following display: 

SCAN 



8. Press NEXT to program the ratio and return to normal 
display. 

9. Press SCANNER, and program the channel limit at the 
following prompt; 

LIMIT? 



10. Key in the desired limit (1-8, 2-pole; 1-4, 4-poIe) with 
the data entry keys. 

11. The unit will then begin scanning one set of channels 
per programmed interval, displaying the channels 
numbers as they are sequenced. 

12. lb stop scanning and return to normal display, program 
a channel limit of 0. To do so, press SCANNER 0. 



NOTES; . 

1. Because of the relatively rapid scanning rate, it may be 
difficult to read data from the display while the unit is 
scanning. For that reason, it is recommended that the 
SCAN mode be used with data store, as discussed in 
paragraph 2.11.11. 

2. The 'INTERVAL OVERRUN" message will be displayed 
if the unit cannot scan channel sets at the programmed 
interval. 

3. The filter status, resolution, and function affects the 
overall reading rate, and thus the maximum scanning 
rate. For the fastest scan rate for a given function, turn 
off the filter, select 4V2 digit resolution, and turn off the 
multiplexer. 



Triggered Scanning 

Each scan sequence can be triggered from the front panel 
or with an external trigger pulse by setting up the unit as 
follows. 

L Select the range and function as required. 

2. Press SHIFT TRIG SETUP, and program the unit for 
the one-shot trigger mode. 

3. Press NEXT, and program the desired trigger delay. 

4. Press NEXT twice to return to normal display. 

5. Press SHIFT SCAN SETUP, and program the pole 
mode as required, 

6. Press NEXT to advance to the scan mode menu, then 
use uprange or downrange to select the SCAN mode. 

7. Press NEXT to program the ratio and to return to nor- 
mal display. 

8. Press SCANNER, and program the channel limit as 
desired. 

9. Press TRIGGER (or apply an external trigger pulse) to 
initiate the first scan SEQUENCE. The unit will scan 
all channels in the set and then stop. One trigger per 
SCAN SEQUENCE will be required. 

ID. To cancel the scan mode, program a channel limit of 
0. To do so, press SCANNER 0. 
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NOTES: - - 

1. Because of the rapid scan sequence in the scan mode, 
it is recommended that this mode be used with data 
store, as discussed in paragraph 2.11.11. 

2. The unit will display the 'TRIGGER OVERRUN" 
message if it is stiU processing a reading from a previous 
trigger. 



2.11.10 Using Data Store with the Scanner 

The data store feature of the Model 199 can be used with 
the scanner to store data for later recall. For short inter- 
vals in the STEP mode, and for the SCAN mode, using 
data store is the recommended method of operation 
because of the rapid scanning rates possible with the 
Model 199. 



Scanning at Programmed Intervals 

1. Select the range and function as required . 

2. Press SHIFT TRIG SETUP, and program the con- 
tinuous trigger mode. 

3. Press NEXT twice to advance to the interval selection 
menu. Use uprange or downrange as necessary to 
select interval, then press NEXT. 

4. With select interval, use the data entry keys to program 
the storage interval in the range of 25msec to 
999.999sec. Keep in mind that the unit will store one 
channel per interval in the STEP mode, and one set 
of channels per interval in the SCAN mode. 

5. Press NEXT to return to normal display after selecting 
the interval. 

6. Press SHIFT SCAN SETUP, and program the pole 
mode as required. 

7. Press NEXT to advance to the scan mode display. Use 
uprange or downrange to select the STEP (one chan- 
nel per interval) or SCAN (one set of channels per in- 
terval) mode. 

8. Press NEXT to program ratio and to return to normal 
display. 

9. Press SCANNER, and program the desired channel 
limit. Scanning will begin at this point. 

10. When the unit returns to normal display, press SHIFT 
STORE. Key in the desired number of readings to store. 
When storing data, the number of readings is equal 
to the number of channels per scan times the number 
of scan sequences desired. For example, if you desire 
to scan all eight channels with a total of 10 scan se- 
quences, the data store size would be 80. 

11. Press NEXT once the desired data store size has been 
selected. The STO indicator will flash on to show the 
unit is waiting for trigger. Scanning will also cease at 
this point. 



12. Press TRIGGER (or apply an external trigger pulse) to 
initiate scanning at cahnnel 1 and storage. For the STEP 
mode, one channel , per interval will be scanned and 
stored, while in the SCAN mode, one set of channels 
per trigger will be scanned and stored. 

13. Press any function button to cancel data store. Scan- 
ning can be cancelled by programming a channel limit 
of 0. 

14. Data can be recalled during or after storage as dis- 
cussed below. RCL will flash when all locations are full 
(except, in wrap-around mode). 

One-Shot Trigger Data Store Scanning 

Use the procedure below to trigger scanned data into data 

store. In the STEP mode, one channel per trigger will be 

scanned and stored, while in the SCAN mode, one set of 

channels per trigger will be scanned and stored, 

1. Select the range and function as required. 

2. Use TRIG SETUP to program the one-shot trigger mode. 

3. Using SCAN SETUP, program the pole mode as re- 
quired. Also select the STEP or SCAN modes under the 
SCAN SETUP menu. Return to normal display once all 
scanner setup programming has been completed. 

4. Using the SCANNER button, program the desired 
channel limit. 

5. Press SHIFT store, and then program the desired data 
store size in readings. The number of readings equals 
the number channels per scan sequence times the 
number of scan sequences. For example, if the channel 
limit is 4, the data store size would be 32 with eight scan 
sequences. 

6. Press NEXT to exit the data store programming mode. 
The STO indicator will flash on to indicate the unit is 
waiting for a trigger. 

7. Press TRIGGER to initiate the scan/storage sequence. 
One trigger per channel (STEP) or set of channels 
(SCAN) will be required to complete the sequence. 
When all readings have been taken, the RCL indicator 
wdi start flashing. 

8. Program a limit of 0 to exit the scan sequence. The data 
can be recalled as outlined below. 



Recalling Scanned Data 

To recall scanner data from data store, simply press SHIFT 
RECALL to enter the recall mode. Press NE^ to view the 
last location, or key in the desired location number and 
then press the NEXT key to display the data, which will 
also include the channel number in addition to the func- 
tion (except for ratio on channels 2 through 8 which 
displays ratio not function). Use uprange or downrange 
to scroll through locations, as required. You can exit the 
recall mode by pressing NEXT while scanned data is 
displayed. 
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Although the Model 199 does not display the scan se- 
quence number, you can easily determine which sequence 
is being displayed by noting the data store location number 
(location number can be displayed by pressing RECALL 
while in the recall mode). For example, if eight channels 
were scanned, locations 1 through 8 would store channels 
1 through 8 data for the first sequence, locations 9 through 
16 would store channels 1 through 8 data from the second 
sequence, and so on. ' 



2.11.11 A Practical Scanner Application: 
Amplifier Testing 

The Model 199 equipped with the Model 1992 can perform 
tests on amplifiers with minimal external equipment. The 
following paragraphs discuss two such amplifier tests-gain 
and bandwidth testing. 



Amplifier Gain 

The ratio mode used in conjunction with the scanner can 
be used to determine the gain of seven different amplifier, 
using the test configuration shown in Figure 2-15. A signal 
generator is also necessary to supply the test signal to the 
inputs of the amplifiers, which are also connected to the 
channel 1 input of the scanner. Note that the outputs of 
the amplifiers are connected to the channels 2 through 8 
inputs of the scanner. Because the maximum ratio the 
Model 199 can display is 10, amplifier gains are limited to 
that value. For higher gains, the values must be computed 
manually. 





Figure 2-15. Amplifier Gain Test Configuration 
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In order to perform the gain tests, the following general 

procedure should be followed. 

1. Connect the equipment together, as shown in Figure 
2-15. 

2. Assuming that AC gain is to be tested, place the Model 
199 in the ACV function, and select a range high 
enough to measure the expected output voltages. 

3. Press SHIFT TRIG SETUP, and select the one-shot trig- 
ger mode, then program a one-second delay. Return 
to normal display after programming the trigger mode 
and delay. 

4. Press SHIFT SCAN SETUP and program the 2-pole 
mode. 

5. Press NEXT, and select the STEP scan mode with 
uprange or downrange. 

6. Press NEXT, and turn on the ratio mode by using 

uprange or downrange. - 

7. Press NEXT to exit the scanner setup mode. 

8. Press SCANNER, and select a channel limit of 8. 

9. If you wish to store the amplifier gain data, press 
SHIFT STORE and select a reading size of 8. Press 
NEXT to return to normal display. 

10. Set the signal generator to the desired output frequency 
( <300kHz) and amplitude for the gain test. 

11. Press TRIGGER to initiate the scan. With the first trig- 
ger, the instrument will take amplifier input voltage 
reading on channel 1 and then store that reading as 
the ratio reference value. 

12. Press TRIGGER to advance to channel 2. At this point, 
the instrument will display the ratio of channel 2 to 
channel 1, in other words, the gain of amplifier Al. To 
display the gains of the remaining amplifiers, press 
TRIGGER and note the displayed ratio for each 
channel. 

13. If data store was enabled in step 9, press SHIFT 
RECALL to review the gain data. Select a location of 
1, then press NEXT to view the data, which will be the 
absolute input voltage value. Press uprange to review 
channel 2 through 8 data, which will show the gain 
values of the respective amplifiers. 



To determine bandwidth, we can use the commonly-used 
-3dB points in frequency response. The dB. function of the 
Model 199 simplifies this task a great deal. 




Amplifier Frequency Response 

The test configuration discussed above can be modified 
somewhat to determine the bandwidth of eight amplifiers 
connected to the channel inputs. The equipment con- 
figuration for this test is shown in Figure 2-16. This test 
setup is similar to that shown in Figure 2-15. 



Figure 2-16. Amplifier Frequency Response Test 
Configuration 
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The basic test procedure is as follows. 

1. Press SHIFT TRIG SETUP, and program the unit for 

the one-shot trigger mode. 

2. Using SCAN SETUP, select the 2-pole, STEP scan, and 
ratio off modes. 

3. Select the ACV function, then select a range large 
enough for the expected amplifier output voltages. 

4. Program a channel limit of 8 with the SCANNER key, 

5. Press SHUT dB to select the dB function. 

6. Set the signal generator to the desired amplitude and 
mid-band frequency (for example, IkHz). 

7. Press ZERO and then TPIGGER to store the OdB 
reference value. The display should now show O.OOdB 
on channel 1. 

8. Lower the generator frequency until the Model 199 
displays ~3.0dB. The present generator frequency is 
the lower half-power, or -3dB response point. 

9. Raise the generator frequency above the mid-band 
point until 3\e display again reads -3dB. The generator 
frequency now represents the upper half-power, or 
-3dB response point of the amplifier. 

10. Press TRIGGER to advance the channel. 

11. Repeat steps 7 through 10 for the remaining channels. 

2.11.12 Low^levei Measurement Considerations 

The relay contacts of the Model 1992 Scanner Card have 
low-thermal characteristics ( <lftV offset), allowing the card 
to be used for low-levei measurements. The following 
paragraphs discuss methods to minimize the effedte of 
potential error sources. 

Thermoelectric Potentials 

Thermoelectric potentials (thermal EMFs) are small elec- 
tric potentials generated by differences in temperature at 
the junctions of dissimilar metals. Such thermoelectric 
potentials can seriously degrade low-level measurement 
accuracy. For example, a copper-to -copper oxide junction 
may generate up to 1000;tV/°C, while a clean copper-to- 
copper junction wiU t 5 rpically generate only 0.2/tV/°C or 
less. 



Ways to minimize the generation of thermoelectric poten- 
tials include: 

1_ Use only copper wires for all input and output connec- 
tions. If lugs are used, they should be crimped on (not 
soldered), and they should also be made of copper. 

2. Ifeep all connecting surfaces clean and free of oxides. 
Wires and lugs should be carefully cleaned before be- 
ing mated together. 

3. Keep connecting points and junctions at the same 
temperature. 

4. Protect all circuits and connecting points from drafts. 
Shielding 

Shielding is important to keep noise out of low-level signal 
paths. To minimize problems in these areas, all input and 
output connections to the scanner card should be made 
using shielded cable when measuring low-Ievel signals. 
The shields should be connected to signal LO (not earth 
ground) at the scanner card end for scanner input con- 
nections, and at the DMM end for scanner card output 
connections. Note that only one end of the shields should 
be connected to avoid possible ground loop problems; the 
other ends of the shields shoid be left floating. 

2.11.13 Using the Scanner with Other 
Instrumentation 

Although the scanner card is intended for use primarily 
with the Model 199 DMM, it can also be used with other 
instrumentation. For example, assume that the Model 1992 
is to be used with a Keithley Model 181 Nanovoltmeter to 
make ^tV measurements requiring a higher input resistance 
than is available with the Model 199. 



Typical connections for this arrangement are shown in 
Figure 2-17. Here, the scanner card outputs are connected 
to the Model 181 mV input using low-thermal cables. 
Likewise, all scanner inputs must be made with low- 
thermal cables. Use copper wire and keep all connections 
clean and free of oxidation. Also, all signal paths should 
be shielded as discussed above. 
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2.11.4 Scanner Delay 

A channel settling time can be incorporated by program- 
ming the scanner delay with the TRIG SETUP key. When 
a scanner delay is used, the instrument wUI wait the pro- 
grammed delay period after closing a channel before tak- 
ing a reading. Thus, the delay period is essentially a chan- 
nel settling time to allow signals to settle before each 
measurement. 



The scanner delay (settling time) in the range of 0msec to 
999.999sec can be programmed using TRIG SETUP as 
follows: 

1. Press TRIG SETUP and then NEXT, and note that the 
instrument displays the following; 

DELAY= 

Followed by: 

000.000 S 



2. Key in the desired delay period in the range of 0 to 
999.99sec. 

3, Press NEXT once to advance to the interval selection . 
menu, or press NEXT twice to return to normal display. 



The instrument will advise you if you have exceeded the 
maximum scan rates. In the continuous trigger mode, the 
'INTERVAL OVERRUN" message will be displayed if the 
programmed interval is too short for the present instru- 
ment configuration. In teh one-shot trigger mode, the unit 
will display the 'TRIGGER OVERRUN" message if it is 
still processing a reading when triggered- 



2.11.16 Minimum Scan Interval Times 

As discussed previously, the minimum usable interval 
depends on the function, range, resolution, as well as the 
multiplexer and filter states. Table 2-7 summarizes typical 
minimum interval times for various ranges and functions. 
Programming the instrument for shorter times will result 
in the "INTERVAL OVERRUN" message, in which case the 
unit will scan slower than the programmed interval. 



Times for both the STEP and SG\N modes are given at 
both 4% digit and 5V2 digit resolution (where appHcable), 
and all times are with internal filter on (FUR off) and MUX 
ON. For DC and ohms functions, turning the internal filter 
off (using POX over the bus) and mutiplexer off will shorten 
the times somewhat; times will typically be about 10-30% 
shorter with the multiplexer and filter off. Conversely, 
operating the instrument with the front panel filter on 
(FUR on) will increase the minimum interval times. 



NOTES: - . 

1. A scanner delay of at least one second should be used 
when measuring AC signals. This recommendation is 
based on allowing the measurement to settle to within 

0.1% of the final value. 

2. The programmed interval must be longer than the delay 
to avoid the "INTERVAL OVERRUN" error. 



2.11.5 Using Filtering with the Scanner 

The Model 199 uses the running average type of filtering. 
When the front panel filter is on (FLTR on), additional 
averaging is used, as discussed in paragraph 2.6.3. For that 
reason, the reading rales are slower when the front panel 
filter is enabled. 



For normal (non-scanner) operation, the display still up- 
dates while the filtering process is still going on. Under 
these conditions, the FUR light blinks until the final, 
filtered reading is being displayed. With scanner opera- 
tion, however, the unit will not advance to the n©ct chan- 
nel until the final, filtered reading has been taken. Thus, 
the maximum scan rates available will be slower with the 
filter on than with it turned off. 



Table 2-7. Typical Minimum Usable Scan Intervals 



Range 

and 

Function 


STEP Mode 


SCAN 


Mode 


4Vi Digit 


5V2 Digit 


4V2 Digit 


SVi Digit 


30V DC 


20msec 


680msec 


150msec 


2.1sec 


3V AC 


20msec 


35msec 


150msec 


270msec 


300Q 


60msec 


590msec 


4^msec 


2sec 


300kfl 


— 


700msec 


— 


4.9sec 


3Mfi 


— 


l.Ssec 


— 


6.2sec 


30MO 


— 


S.lsec 


— 


32sec 


300M£1 


— 


7sec 


— 


65sec 


30mA DC 


20msec 


380msec 


150msec 


2.1sec 


3A AC 


20msec 


35msec 


150msec 


270msec 


ACV dB 


46msec 


— 


360msec 


— 


ACA dB 


37msec 


— 


360msec 


— 



NOTES: 

1. All times are typical. 

2. Times shown are with FLTR off, MUX ON. 

3. Scan mode times are with eight-channel limit. 
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SECTION 3 
IEEE-488 Programming 



3.1 INTRODUCTION 

This section contains information on programming the 
Model 199 over the IEEE-488 bus. Detailed instructions for 
all programmable functions are included; however, infor- 
mation concerning operating modes presented elsewhere 
is not repeated here. 

Additional IEEE-488 information is provided in the 
appendix. 



3.1D Using the Translator Mode; Describes an alternate 
programming method of using easily recognized 
user-defined words in place of device-dependent 
commands. 

3.U Bus Data Transmission Times: Lists typical times 
when accessing instrument data over the bus. 

3,12 Scarmer Programming: Discusses programming 
commands used with the optional Model 1992 
Scanner. 



Section 3 contains the following information: 3.2 A SHORT-CUT TO IEEE-488 OPERATION 

3.2 A Short-cut to IEEE-488 Operation: Gives a The paragraphs below will take you through a step-by-step 

simple step-by-step procedure for getting on the procedure to get your Model 199 on the bus as quickly as 
bus as quickly as possible. possible and program basic operating modes. Refer to the 

remainder of Section 3 for detailed information on 

3.3 Bus Connections: Shows typical methods for con- IEEE-488 operation and programming, 
necting the instrument to the bus. 



3.4 Interface Function Codes: Defines IEEE standard 
codes that apply to the instrument. 

3.5 Primary Address Selection: Tells how to program 
the instrument for the correct primary address. 

3.6 Controller Programming; Demonstrates simple 
programming techniques for a typical TEEE488 
controller. 

3.7 Front Panel Aspects of IEEE-488 Operation: 
Describes the operation of the bus status indicators, 
and summarizes front panel messages that may oc- 
cur during bus operation. 

3.8 General Bus Command Programming: Outlines 
methods for sending general bus commands to the 
instrument. 

3.9 Device-Dependeid Commands; Contains descrip- 
tions of most of the programming commands used 
to control the instrument over the bus. 



Step 1: Connect Your Model 199 to the Controller 

With power off, connect the Model 199 to the IEEE-488 in- 
terface of the controller using a standard interface cable. 
Some controllers include an integral cable, while others 
require a separate cable. Paragraph 3.3 discusses bus con- 
nections in more detail. 



Step 2: Select the Primary Address 

Much like your home address, the primary address is a 
way for the controller to refer to each device on the bus 
individually. Consequently, the primary address of your 
Model 199 (and any other devices on the bus, for that mat- 
ter), must be the same as the primary address specified 
in the controller's programming language, or you will not 
be able to program instrument operating modes and ob- 
tain data over the bus. Keep in mind that each device on 
the bus must have a different primary address. 
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The primary address of your Model 199 is set to 26 at the 
factory, but you can program other values between 0 and 
30 by pressing 199 SETUP. 

More detailed information on primary address selection 
is located in paragraph 3.5. 

Step 3: Write Yotw Program 

Even the most basic operations will require that you write 
a simple program to send commands and read back data 
from the instrument. Figure 3-1 shows a basic flow chart 
that a typical simple program will follow. The prograni- 
ming example below follows this general sequervce. This 
program will allow you to type in command strings to pro- 
gram the instrument and cfisplav data on the computer 
CRT. 



HP BASIC 4.0 Programming Example — Use the simple 
program below to send programming commands to the 
Model 199 and display the data string on the computer 
CRT. 

PROGRAM COMMENTS 

10 REIIOTE 726- Send remote enable.. . 

20 F-RINT ‘ ‘ COMMAND' ' j Prompt for command 

string. 

30 INPUT C$ Input the command 

string. 

40 OUTPUT 726.: Cf Send command string to 

199 

50 ENTER 726.; A$ Get a reading from the 

instrument. 

60 PRINT Af Display the reading. 

70 GOTO 20 Repeat. 

00 END 




Figure 3-1. typical Program Flow Chart 
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Step 4: Program Model 199 Operating Modes 

You can program instrument operating modes by sending 
the appropriate command, which is made up of an ASCII 
letter representing the command, followed by a numeric 
parameter for the command option. Table 3-1 summarizes 
the commands used to select function and range. 



A number of commands can be grouped together in one 
string,”if desired." Also, you must terminate the command . 
or comnaand string with the X character in order for the 
instrument to execute the commands in question. 

If you are using the programming example from Step_3__ 
above, simply type in the command string when prompted 
to do so. Some example strings are given below. 

F3X select DCA function. 

F0R2X select DCV function, 3V range. 



Step 5: Get Readings from the Model 199 

Usually, you will want to obtain one or more readings from 
the Model 199. In the example program above, a single 
reading is requested and displayed iter each command. 
In other cases, you may wish to program the instrument 
coirfiguration at the beginning of your program, and then 
obtain a whole series of measurements. 



The basic reading string that the Model 199 sends over the 
bus is in ASCII characters of the form: 

NDCV-1.23456E+0 



where: N indicates a normal reading (O would indicate an 
overflow), 

DCV shows the function in effect (in this case, DC 
volts) 

-1.23456 is the mantissa of the reading data, 
E+0 represents the exponent. 



Table 3-1. IEEE-488 Commands Used to Select Function and Range 



Mode 


Command 


Description 


Execute 


X 


Execute other device-dependent commands. 


Function 


FO 


DC volts 














n 


AC volts 














F2 


Ohms 














F3 


DC current 














F4 


AC current 














F5 


ACV dB 














F6 


ACA dB 












Range 




DCV ACV 


DCA 


ACA 


Ohms 


ACV dB 


ACA dB 




RO 


Auto Auto 


Auto 


Auto 


Auto 


Auto 


Auto 




R1 


300mV 300mV 


30mA 


30mA 


300 U 


Auto 


Auto 




R2 


3 V 3 V 


3 A 


3 A 


3kfl 


Auto 


Auto 




R3 


30 V 30 V 


3 A 


3 A 


30 kn 


Auto 


Auto 




R4 


300 V 300 V 


3 A 


3 A 


300 kfl 


Auto 


Auto 




R5 


300 V 300 V 


3 A 


3 A 


3MQ 


Auto 


Auto 




R6 


300 V 300 V 


3 A 


3 A 


30MI1 


Auto 


Auto 




R7 


300 V 300 V 


3 A 


3 A 


300MI2 


Auto 


Auto 
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3.3 BUS CONNECTIONS 

The Model 199 is intended to be connected to the IE^-488 
bus through a cable equipped with standard IEEE-488 con- 
nectors, an example of which is shown in Figure 3-2. The 
connector is designed to be stacked to allow a number of 
parallel connections at one instrument. Two screws are 
located on each connector to ensure that connections re- 
main secure. Current standards call for metric threads, 
which are identified with dark colored screws. Earlier ver- 
sions had different screws, which were silver colored. Do 
not attempt to use these type of connectors on the Model 
199, which is designed for metric threads. 




Figure 3-2. IEEE-488 Connector 



A typical connecting scheme for a multiple-instrument test 
set up is shown in Figure 3-3. Although any number of 
connectors can be stacked on one instrument, it is recom- 
mended that you stack no more than three connectors on 
any one unit to avoid possible mechanical damage. 




Figure 3-3, IEEE-488 Connections 



Connect the Model 199 to the IEEE-488 bus as follows: 

1. Line up the cable connector with the connector located 
on the rear panel of the instrument. The connector is 
designed so that it will fit only one way. Figure 3-4 shows 
the location of the IEEE-488 connector on the 
instrument. 

2. Tighten the screws securely, but do not overtighten 
them. 

3. Add additional connectors from other instruments, as 
required. 

4- Make certain that the other end of the cable is properly 
connected to the controller. Most controllers are 
equipped with an IEEE-488 style connector, but a few 
may require a different type of connecting cable. Con- 
sult the instruction manual for your controller for the 
proper connecting method. 
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Figure 3-4. IEEE-488 Connector Location 



NOTE 

The IEEE-488 bus is limited to a maximum of 15 
devices, including the controller. The maximum 
cable length is 20 meters, or 2 meters times the 
number of devices, which ever is less. Fa£ure to 
observe these limits may result in erratic bus 
operation. 

Custom cables may be constructed by using the informa- 
tion in Table 3-2 and Figure 3-5. Table 3-2 lists the contact 
assignments for the bus, and Figure 3-5 shows the contact 
configuration. 

CAUTION 

IEEE-488 common is connected to digital com- 
mon. Maximum voltage between digital com- 
mon and earth ground is 30V. 



Table 3-2. IEEE Contact Designations 



Contact 

Number 


IEEE-488 

Designation 


Type 


1 


DIOl 


Data 


2 


DI02 


Data 


3 


DIOS 


Data 


4 


DI04 


Data 


5 


EOI (24)* 


Management 


6 


DAV 


Handshake 


7 


NRFD 


Handshake 


8 


NDAC 


Handshake 


9 


EFC 


Management 


10 


SRQ 


Management 


11 


AIN 


Management 


12 


SHIELD 


Ground 


13 


DIOS 


Data 


14 


DI06 


Data 


15 


DI07 


Data 


16 


DIOS 


Data 


17 


REN (24)* 


Management 


18 


Gnd, (6)* 


Groimd 


19 


Gnd, (7)* 


Ground 


20 


Gnd, (8)* 


Ground 


21 


Gnd, (9)* 


Ground 


22 


Gnd, (10)* 


Ground 


23 


Gnd, (11)* 


Ground 


24 


Gnd, LOGIC 


Ground 



*Numbers in parentheses refer tcrsignal groxmd return of 
referenced contact number. EOI and REN signal lines 
return on contact 24. 



3.4 INTERFACE FUNCTION CODES 




Figui^ 3-5. Contact Assignments 



The interface function codes, which are part of the 
IEEE-488 standards, define an instrument's ability to sup- 
port various interface functions, and they should not be 
confused with programming commands foimd elsewhere 
in this manual. Interface function codes for the Model 199 
are listed in Table 3-3 and are listed for convenience on the 
rear panel adjacent to the IEEE-488 connector. The codes 
define Model 199 capabilities as follows: 

SH (Source Handshalce)~SHl defines the ability of the 
Model 199 to properly handshake data or command tytes 
when the unit is acting as a source. 

AH (Acceptor Handshake)— AHl defines the ability of the 
Model 199 to properly handshake the bus when it is ac- 
ting as an acceptor of data or commands. 
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T (Talker)— The ability of the Mode] 199 to send data over 
the bus to other devices is defined by the T function. Model 
199 talker capabilities exist only after the instrument has 
been addressed to talk. 

L (Listener)— The L function defines the ability of the 
Model 199 to receive device-dependent data over the bus. 
Listener capabilities exist only after the instrument has 
been addressed to listen. 

SR (Service Request)— The SR function defines the ability 
of the Model 199 to request service from the controller. 

RL (Remote-Local)— The RL function defines the capabili- 
ty of the Model 199 to be placed in the remote or local 
modes. 

PP (Parallel Poll)— The Model 199 does not have parallel 
polling capabilities. 

DC (Device Clear)— The DC function defines the ability of 
the Model 199 to be cleared (initialized). 

DT (Device Trigger)— The ability for the Model 199 to have 
its readings triggered is defined by the DT function. 

C (Controller)— The Model 199 does not have controller 
capabilities. 

TE (Extended Talker)— The Model 199 does not have ex- 
tended talker capabilities. 

LE (Extended Listener)— The Model 199 does not have ex- 
tended listener capabilities. 

E (Bus Driver Type)— The Model 199 has open-collector bus 
drivers. 



Table 3-3. Model 199 Interface Function Codes 



Code 


Interface Function 


SHI 


Source Handshake capability 


AHl 


Acceptor Handshake capability 


T6 


Talker (Basic talker. Serial poll, Unaddressed 




to talk on LAG) 


U 


listener (Basic listener, Unaddressed to listen 




on TAG) 


SRI 


Service Request capability 


RLl 


Remote/Local capability 


PPO 


No Parallel Poll capability 


DO 


Device Clear capability 


DTI 


Device Trigger capability 


CO 


No Controller capability 


El 


Open Collector Bus Drivers 


TEO 


No Extended Talker capabilities 


LEO 


No Extended Listener capabilities 



3.5 PRIMARY ADDRESS SELECTION 

The Model 199 must receive a listen command before it 
will respond to addressed commands over the bus. 
Similarly, the instrument must receive a talk command 
before it will transmit its data. These listen and talk com- 
mands are derived from the primary address of the instru- 
ment, which is set to 26 at the factory. Until you become 
more familiar with your instrument, it is recommended 
that you leave the address at this value because the pro- 
gramming examples in this manual assume the instrument 
is programmed for that address. 



The primary address can be programmed for any value 
between 0 and 30. However, each device on the bus must 
have a unique primary address— a factor that should be 
kept in mind when setting the primary address of the 
Model 199. Most controllers also use a primary address; 
consult the controller instruction manual for details. 
Whatever address is used, it must be the same as the value 
specified as part of the controller's programming language. 

To check the presently programmed primary address, ot 
to change to a new one, proceed as follows: 

1. Press SHIFT DMM SETUP then NEXT. The current 
primary address will be displayed. For example, if the 
current address is 26, the following message will be 
displayed: 

26 IEEE 



2. To modify the address, key in a new value (0-30) with 
the numeric data buttons. 

3. To return to normal operation without permanently 
changing the address, press NEXT six times in 
succession. 

4. To store the address as the power up address, first press 
NEXT twice, then use uprange to display "SAVE YES." 
Press NEXT three times to return to normal operation. 



3.6 CONTROLLER PROGRAMMING 

A number of IEEE488 controllers are available, each of 
which has its own programming language. In this section, 
we will discuss the programming language for the Hewlett- 
Packard Series 200 and 300 (BASIC 4.0). 



3-6 







IEEE-488 PROGRAMMING 



3.6.1 Controller Handler Software 

Before a specific controller can be used over the IEEE-488 
bus, it must have IEEE-488 handler software installed. With 
some controllers, the software is located in an optional I/O 
ROM, and no software installation is necessary on the part 
of the user. In other cases, software must be loaded from 
a diskette and initialized. 



Other small computers that can be used as IEEE-488 con- 
trollers may not support all IEEE-488 functions. Wth some, 
interface programming may depend on the particular in- 
terface being used. Many times, little "tricks" are necessary 
to obtain the desired results. 



From the preceding discussion, the message is dear: make 
sure the proper software is being used with the interface. 
Often the user may incorrectly suspect that the hardware 
is causing a problem, when it was the software all along. 



3.6.2 BASIC interface Programming 
Statements 

The programming instructions covered in this section in- 
dude examples written in Hewlett-Packard BASIC 4.0. This 
computer language was chosen for the examples because 
of its versatility in controlling the IEEE-488 bus. A partial 
list of statements for BASIC 4.0 is shown in Table 3-4. 



Statements have a one or three digit argument that must 
be specified as part of the statement. The first digit is the 
interface select code, which is set to 7 at the factory. The 
last two digits of those statements requiring a 3-digit argu- 
ment specify the primary address. In the examples shown, 
the default Model 199 address (26) is shown. For a different 
address, you would of course change the corresponding 
digits in the programming statement. 

Some of the statements have two forms, with the exact con- 
figuration depending on the command to be sent over the 
bus. For example, CLEAR 7 sends a DCL command over 
the bus, while CLEAR 726 sends the SDC command to 
a device with a primary address of 26. 



Table 3-4. BASIC Statements Necessary to Send 
Bus Commands 



Action 


HP-85 Statement 


Transmit string to device 26. 


OUTPUT 726; 


Obtain string from device 26. 


ENTER 726 ,i 


Send GTL to device 26. 


LOCAL 726 


Send SDC to device 26. 


CLEAR 726 


Send DCL to all devices. 


CLEAR 7 


Send remote enable. 


REMOTE 7 . 


Cancel remote enable. 


LOCAL 7 


Serial poll device 26. 


:3P0LL <726 > 


Send Local Lockout. 


LOCAL. LOCKOUT 7 


Send GET to device. 


TRIGGER 726 


Send IFC. 


ABORT 7 



3.7 FRONT PANEL ASPECTS OF IEEE-488 
OPERATION 

The following paragraphs discuss aspects of the front panel 
that are part of IEEE-488 operation, including front panel 
error messages, IEEE-488 status indicators, and the LOCAL 
key. 



3.7.1 Front Panel Error Messages 

The Model 199 has a number of front panel error messages 
associated with IEEE-488 programming. These messages 
are intended to inform you of certain conditions that may 
ocair when sending device-dependent commands to the 
instrument, as summarized in Table 3-5. 



The following paragraphs discuss each of these messages 
in detail. Note that the instrument may be programmed 
to generate an SRQ (paragraph 3.9.13), and the U1 error 
word can be checked for specific error conditions 
(paragraph 3.9.16) if any of these errors occur. 
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Table 3-5. Front Panel IEEE-488 Messages 



*Scanner error messages. See paragraph 3.12. 

NOTE; Error messages associated with translator software 
are located in paragraph 3.10. 



No Remote Error 



A no remote error will occur if the instrument receives a 
device-dependent cpmm^d and the REN (Remote Enable) 
line is false. In this instance, the following error message 
wUl be displayed on the front panel: 

NO REMOTE 



The error condition can be corrected by placing the REN 
line true before attempting to program the instrument. 



Programming Example— To demonstrate the NO REMOTE 
error message, type in the following lines: 

LOCAL 7 
OUTPUT 726.: 



Note that the NO REMOTE error message is briefly 
displayed when the second statement above is executed. 

ED DC (Illegal Device-Dependent Command) Error 



An IDDC error occurs when the unit receives an invalid 
command over the bus. For example, the command string 
EIX includes an Ulegal command because the letter E is 
not part of the instrument's programming language. When 
an illegal command is received, the instrument will brief- 
ly display the following error message; 

IDDC 



To avoid this error condition, send only valid commands. 
Refer to paragraph 3.9 for device-dependent command pro- 
gramming details. 



Programming Example— To demonstrate an IDDC error, 
use the following statements: 

REM0TE726 
OUTPUT 726.: 



Note that the IDDC error message is briefly displayed 
when the second statement above is executed. 



IDDCO (Illegal Device-Dependent Command Option) 
Error 



Sending the instrument a legal command with an illegal 
option will result in the following front panel error 
message: 

IDDCO 



For example, the command Y9X has an illegal option (9) 
that is not part of the instrument's programming language. 
Thus, although the command (Y) itself is valid, the op- 
tion (9) is not, and the IDDCO error will result. 



To avoid this error condition, use only valid command op- 
tions, as discussed in paragraph 3.9. 

Programming Example— Demonstrate an IDDCO error 
with the following statements: 

REMOTE 726 
OUTPUT 726; “Y9K” 



Message 


Description 


NO REMOTE 


Instrument programmed 
with REN fise. 


IDDC 


Illegal Device-dependent 
Command 


IDDCO 


Illegal Device-dependent 
Command Option 


TRIGGER OVERRUN 


Instrument triggered while 
it is stiU processing a 
previous trigger. 


INTERVAL OVERRUN 


Instrument cannot store 
readings at programmed in- 
terval. Readings will be 
stored as fast as the instru- 
ment can run. 


BIG STRING 


Programmed display 
message exceeds 10 
characters. 


CAL LOCKED 


Calibration command sent 
with calibration switch in 
the disable position. 


CHAN 4 MAX* 


Channel limit is 4 in 4-pole 
mode 


CHAN 8 MAX* 


Channel limit is 8 in 2-pole 
mode 
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Note that the IDDCO error iriessage is briefly displayed 
when the second statement above is executed. 



Trigger Overrun Error 

A trigger overrun error occurs when the instrument 
receives a trigger while still processing a reading from a 
previous trigger. Note that any overrun triggers are ig- 
nored. These overrun triffiers will not affect the instru- 
ment except to generate the message below. When a trig- 
er overrun occurs, the following front panel message will 
e displayed for approximately one second: 

TRIGGER OVERRUN 



Programming Example— To demonstrate a trigger 
overrun error, enter the following statements into the com- 
puter keyboard: 

RE NOTE 726 
OUTPUT 726; ' ‘ 

OUTPUT 726; ‘ ’ 

Note that the trigger overrun message is displayed after 
the third statement is executed. 



Big String Error 

A big string^error occurs when trying to display a message 
(using the D command) that exceeds 10 characters. Blank 
display digits used in the message count as characters. The 
invalid message is ignored and the following message is 
displayed briefly when a big string error occurs: 

BIG STRING 



programming Example— Enter the following statements in- 
to the computer to demonstrate a big stnng error: 

REMOTE 726 

OUTPUT 726.; * ‘ DH01J2ARE'5VOU?M’ ’ . 

The big string error will occur because the message is made 
up of 12 characters. 

Cal Locked Error 

A cal locked error occurs when trying to calibrate the in- 
strument over the bus with the front panel calibration 
switch in the disable position. Calibration commands will 
be ignored and the following message will be displayed 
briefly: 



CAL LOCKED 



Interval Overrun Error 

A interval overrun error occurs when the instrument can- 
not store readings in the data store or scan at the pro- 
grammed intervd (Q command). However, the instrument 
will continue to store readings as fast as it can run. The 
following message is displayed briefly when a short time 
error occurs: 

INTERVAL OVERRUN 



Programming Example— To demonstrate an interval over- 
run error, enter the following statements into the 
computer: 

REMOTE-7-26 

OUTPUT 726 ; ‘ ‘ Q 15 1 1 ©OS i T2K ’ V _ 
TRIGGER 726 

The instrument will start storing readings in the buffer. 
However, since the instrument cannot make measurements 
at the selected interval (15msec), interval overrun errors 
will occur. 



3.7.2 IEEE-488 REMOTE Indicator and LOCAL 
Key 

REMOTE— The REM indicator shows when the instrument 
is in the remote mode. Note that REM does not necessarily 
indicate the state of the REN line, as the instrument must 
be addressed to listen, with REN true before the REM in- 
dicator will turn on. When the instrument is in remote, 
all front panel keys except for the LOCAL key will be lock- 
ed out. When REM is turned off, the instrument is in the 
local mode. 

LOCAL— The LOCAL key cancels the remote mode and 
restores local operation of the instrument. 

Since all front panel keys except LOCAL are locked out 
when the instrument is in remote, this key provides a con- 
venient method of restoring front panel operation. Press- 
ing LOCAL will also turn off the REM indicator and return 
the display to the normal mode if user messages were 
previously displayed with the D command. 

Note that the LOCAL key wUI also be inoperative if the 
LLO (Local Lockout) command is in effect. 
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3.8 GENERAL BUS COMMAND 
PROGRAMMING 

General bus commands are those commands such as DCL 
that have the same general purpose regardless of the in- 
strument. Commands supported by the Model 199 are 
summarized in Table 3-6, which lists BASIC 4.0 statements 
necessary to send each command. Note that commands 
requiring a primary address assume that the Model 199 
primary address is set to 26 (its factory default address). 



3.8.1 REN (Remote Enable) 

REN is a uniline command that must be asserted by the 
controller to place the Model 199 in remote. Simply set- 
ting REN true will not actually place the instrument in 
remote; instead, the unit must be addressed to listen after 
REN is set true. 



Generally, remote enable should be asserted before at- 
tempting to program the instrument over the bus. Once 
the instrument is in remote, all front panel controls except 
LOCAL will be inoperative. Normal front panel operation 
can be restored by pressing the LOCAL key. 

To place the Model 199 in remote, the controller must per- 
form the following sequence; . _ 

1. Set the REN line true. 

2. Address the Model 199 to listen. 



Programming Example — Place the Model 199 in remote 
with the following statement: 

REMOTE 726 



The Model 199 should be in remote, as indicated by the 
annunciator light. If not, check to see that proper bus con- 
nections are made, and that the instrument is programm- 
ed for the correct primary address (26). 



Note that all front panel controls except LOCAL (and, of 
course, POWER) are inoperative while the instrument is 
in remote. You can restore normal front panel operation 
by pressing the LOCAL button. 



3.8.2 IFC (Interface Clear) 

The IFC command is sent by the controller to place the 
Model 199 in the talker and listener idle states. The unit 
will respond to the IFC command by cancelling TALK or 
LISTEN, if the instrument was previously placed in one 
of those modes. 



To send the IFC command, the controller need only set 
the IFC line true for a minimum of lOO^tsec. 



Table 3-6. General Bus Commands and Associated BASIC Statements 



Command 


BASIC 4.0 
Statement 


Affect on Model 199 


REN 


REMOTE 7 


Goes into remote when next addressed. 


IFC 


ABORT 7 


Goes into talker and listener idle states. 


LLO 


LOCAL LOCKOUT 7 


Front LOCAL key locked out. 


GTL 


LOCAL 726 - - 


Cancel remote. 


DCL 


CLEAR 7 


Returns to default conditions. 


SDC 


CLEAR 726 


Returns to default conditions. 


GET 


TRIGGER 726 


Triggers reading in T2 and T3 modes. 
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3.8.3 LLO (Local Lockout) 

The LLO command is used to lock out operation of the 
LOCAL key, thereby completely locking out front panel 
operation of the instrument (recall that the remaining con- 
trols are locked out when the instrument is placed in 
remote). 



Programming Example — Place the instrument in the 
remote mode with the following statement; 

REMOTE 726 

Verify that the instrument is in remote. 



To send the LLO command, the controller must perform 
the following steps; 

1. Set ATN true. , 

2. Place the LLO command byte on the data bus. 

To cancel local lockout and return control to the front 
panel, REN must be set false by sending the LOCAL 7 
command to the instrument. 



Send GTL as follows; 

LOCAL 726 

Note that the instrument goes into the local mode, and 
that operation of the front panel keys has now been 
restored. 

3.8.5 DCL (Device Clear) 



Programming Example— To verify LLO operation, enter the 
following statements: 

REMOTE 726 
LOCAL LOCKOUT 7 

After the second statement is executed, the LOCAL key 
will be locked out. 



To cancel LLO, type in the follow'ing statement: 
LOCAL 7 



When END LINE is pressed, control to the front panel will 
be restored. 



3.8.4 GTL (Go To Local) 

The GTL command is used to take the instrument out of 
the remote mode and restore operation of the front panel 
keys. 

To send GTL, the controller must perform the following 
sequence: 

1. Set ATN true. 

2. Address the Model 199 to listen. 

3. Place the GTL command byte on the data lines. 

The GTL command will not cancel LLO (local lockout) 
since it does not set REN false. 



The DCL command may be used to clear the Model 199 
and return it to its default conditions. Note that the DCL 
command is not an addressed command, so all in- 
struments equipped to implement DCL will do so 
simultaneously. When the Model 199 receives a DCL com- 
mand, it will return to default conditions (see paragraph 
3.9.11). Table 3-7 lists factory default conditions. 



Table 3-7. Factory Default Conditions 



Mode 


Command 


Status 


Multiplex* 


A1 


Enabled 


Reading 


BO 


A/D converter 


Function* 


FO 


DC volts 


Data Format 


GO 


Send prefix with 
reading 


Self-Test 


JO 


Qear 


EOI 


KB 


Enable EOI and bus 
hold-off on X 


SRQ 


MO 


Disabled 


Filter* 


PI 


Internal enabled 


Interval* 


QO 


175msec (SELECT 
OFF) 


Data Store Size* 


10 


Continuous 


Range* 


R4 


300V 


Rate* 


SI 


5V2d, line cycle 
integration 


Trigger 


T6 


Continuous on ex- 
ternal trigger 


Delay* 


WO 


No delay 


Terminator 


\D 


CRLF 


Zero 


ZO 


Disabled 



*These defaults can be changed. See paragraph 3.9.11. 
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To send the DCL command, the controller must perform 
the following steps: 

1. Set ATN true. 

2. Place the DCL command byte on the data bus. 
Notes: 

1. DCL will return the instrument to the default line fre- 
quency setting. 

2. DCL will not have any effect on the current IEEE 

address 



Programming Example — Place the unit in an operating 
mode that is not a default condition. Now enter the follow- 
ing statement into the keyboard: 

CLEAR 7 



Note that the instrument returns to the default conditions. 



3.8.6 SDC (Selective Device Clear) 

The SDC command is an addressed command that per- 
forms essentially the same function as the DCL command. 
However, since each device must be individuaEy address- 
ed, the SDC command provides a method to clear only 
a single, selected instrument instead of clearing all in- 
struments simultaneously, as is the case with DCL.- When 
the Model 199 receives the SDC command, it will return 
to the default conditions (see paragraph 3.9.11). Table 3-7 
lists factory default conditions. 

To transmit the SDC command, the controller must per- 
form the following steps: 

1. Set ATN true. 

2. Address the Model 199 to listen. 

3. Place the SDC command byte on the data bus. 

Notes: 

1. SDC will return the instrument to the default line fre- 
quency setting. 



2. SDC will not have any effect on the current IEEE 
address. 



Programming Example — Using several front panel con- 
trols, alter instrument states from the default configura- 
tion. Send SDC with the following statement: 

CLEAR 726 



When the above statement is executed, the instrument 
retuiTis to the default configuration. 



3.8.7 GET (Group Execute Trigger) 

GET may be used to initiate a Model 199 measurement se- 
quence if the instrument is placed in the appropriate trig- 
ger mode (see paragraph 3.9). Once triggered, the instru- 
ment w31 take a single reading or series of readings. 

To send GET, the controller must perform the following 
sequence; 

1. Set ATN low. 

2. Address the Model 199 to listei\. 

3. Place the GET command byte on the data bus. 

Programming Example— Type in the following statements 
to place the instrument in the correct trigger mode for pur- 
poses of this demonstration: 

REMOTE 726 
OUTPUT 726.; 

Now trigger the reading by sending GET with the follow- 
ing statement: 

TRIGGER 726 



The reading will be triggered when the statement is 
executed. 
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3.8.8 Serial Polling (SPE,SPD) 

The serial polling sequence is used to obtain the Model 
199 serial poll byte. The serial poll byte contains impor- 
tant information about internal functions, as described in 
paragraph 3.9,13. Hie serial polling sequence can also be 
used by the controller to determine which instrument on 
the bus has asserted SRQ (Service Request). 

The serial polling sequence is generally conducted as 
follows: 

1. The controller sets ATN true. 

2. The controller then places the SPE (Serial Poll Enable) 
command byte on the data bus. At this point, all active 
devices are in the serial poll enabled mode and waiting 
to be addressed. 

3. The Model 199 is then addressed to talk. 

4. The controller sets ATN false. 

5. The instrument places its serial poll byte on the data 
bus to be read by the controOer. 

6. The controller then sets ATN true and places the SPD 
(Serial Poll Disable) command byte on the data bus to 
end the serial polling sequence. 

Once instruments are in the serial poll mode, steps 3 
through 5 above can be repeated by sending the correct 
talk address for each instrument. 



Programming Example— The SPOLL statement 
automatically performs the sequence just described. To 
demonstrate serial polling, type in the following program 
lines: 

10RENOTE726 
20 S= SPOLL <?2S> 

30 PRINT S 
40 END 



When the above program is executed, the Model 199 is 
serial polled, and the decimal value of the serial poll byte 
is displayed on the computer CRT. 

3.9 DEVICE-DEPENDENT COMMAND 
PROGRAMMING 

IEEE-488 device-dej>endent commands are used with the 
Model 199 to control various operating modes such as 
function, range, trigger mode and data format. Each com- 
mand is made up of a single ASCII letter followed by a 
number representing an option of that command. For ex- 



ample, a command to control the measuring function is 
programmed by sending an ASCII 'T" foDowed by a 
number representing the function option. 



A number of commands may be grouped together in one 
string. A command string is usuaUy terminated with an 
ASCII "X" character, which tells the instrument to execute 
the command string. Conunands sent without the execute 
character will not be executed at that time, but they will 
be retained within an internal command buffer for execu- 
tion at the time the X character is received. If any errors 
occur, the instrument wiU display appropriate front panel 
error messages and generate an SRQ if programmed to do 
so. 



Commands that affect instrument operation will trigger a 
reading when the command is executed. These bus com- 
mands affect the Model 199 much like the front panel con- 
trols. Note that commands are not necessarily executed in 
the order received; instead, they will be executed in 
alphabetical order. Thus to force a particular command se- 
quence, you would follow each command with the execute 
diaracter (X), as in the example string, LQXFZX, which will 
reset the instrument to factory default conditions and then 
select the ohms function. 

Device-dependent commands can be sent either one at a 
time, or in groups of several commands within a single 
string. Some examples of valid command strings include: 

FOX— Single command string. 

FOKIPORQX — Multiple command string. 

T6 X— Spaces are ignored. 

Typical invalid command strings include: 

EIX— Invalid command, as E is not one of the instrument 
commands. 

F15X— Invalid command option because 15 is not an option 
of the F command. 



If"an illegal command (IDDC), illegal command option 
(IDDCO), is sent, or if a command string is sent with REN 
false, the string will not be executed. 



Device-dependent commands that control the Model 199 
itself are listed in Table 3-8 (Scanner programming is 
covered separately in paragraph 3.12). lltese commands 
are covered in detail in the following paragraphs. The 
associated programming examples show how to send the 
commands from BASIC 4.0. 
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Notes: 

1. Programming examples assume that the Model 199 is 
at its factory default value of 26. 

2. Device dependent commands sent over the bus while 
the unit is in a front panel menu will be ignored. Before 
programming over the bus, press NEXT as many times 
as necessary to exit the menu. 



In order to send a device-dependent command, the con- 
troller must perform the following steps: 

1. Set ATN true. 

2. Address the Model 199 to listen. 

3. Set ATN false. 

4. Send the command string over the bus one byte at a 
time. 



Table 3>8. Device-Dependent Command Summary 



Mode 


Command 


Description 


Paragraph 


Execute 


X 


Execute other device-dependent commands. 


3.9.1 


Function 


FO 


DC volts 


3.9.2 




FI 


AC volts 






F2 


Ohms 






F3 


DC current 






F4 


AC current 






F5 


ACV dB 






F6 


ACA dB 




Range 






3.9.3 






DCV ACV DCA ACA Ohms ACV dB ACA dB 






RO 


Auto Auto Auto Auto Auto Auto Auto 






R1 


300mV 300mV 30mA 30mA 300 Q Auto Auto 






R2 


3 V 3 V 3 A 3 A 3 kfi Auto Auto 






R3 


30V30V 3A 3A30kfi Auto Auto 






R4 


300 V 300 V 3 A 3 A 300 kll Auto Auto 






R5 


300 V 300 V 3 A 3 A 3MO Auto Auto 






R6 


300 V 300 V 3. A 3 A 30MO Auto Auto 






R7 


300 V 300 V 3 A 3 A 300MQ Auto Auto 




Zero 


ZO 


Zero disabled 


3.9.4 




Z1 


Zero enabled 






Z2 


Zero enabled using a zero value (V) 




Filter 


PO 


Internal and front panel filter disabled 


3.9.5 




PI 


Internal filter enabled 






P2 


Front panel filter enabled 




Rate 


SO 


4^2 digit resolution, 2.59msec integration period 


3.9.6 




SI 


SVz di^t resolution, line cycle integration (16.67msec, 








60Flz; 20msec, 50Hz) 




Trigger Mode 


TO 


Continuous on Talk 


3.9.7 




T1 


One-shot on Talk 






T2 


Continuous on GET 






T3 


One-shot on GET 






T4 


Continuous on X 






T5 


One-shot on X 






T6 


Continuous on External Trigger 






T7 


One-shot on External Trigger 




Reading Mode 


BO 


Readings from A/D converter 


3.9.8 




B1 


Individual readings from data store 






B2 


All readings from data store (buffer dump) 




Data Store Size 


10 


Wrap around data store mode 


3.9.9 




In 


Data store of n (n=l to 500) 
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Table 3-8. Device-Dependent Command Summary (Cont.) 



Mode 



Interval 



Calibration 



Default Conditions 



Command I Description 



QO 

Qn 



V±nn.nnnn or 
V± n .nnnnnnE+ n 



CO 

Cl 

C2 



Self-test 



Hit Button 



Display 



Default interval, TTSmsec (SELECT OFF) 
n=interval in milliseconds (15msec to 999999msec) 



Calibration value, zero value 



Calibrate first point using value (V) 

Calibrate second point using value (V) 

Calibrate third point using value (V) 



Restore factory default conditions and save (LI) 
Save present machine states as default conditions 



Reading with prefix. 

Reading without prefix. 

Reading and buffer location with prefix. 

Reading and buffer location without prefix. 

Reading and channel with prefix. 

Reading and channel without prefix. 

Reading, buffer location, and channel with prefix 
Reading, buffer location, and channel without prefix 



Disable 

Reading overflow 
Data store full 
Data store half full 
Reading done 
Ready 
Error 



Enable EOl and bus holdnaff on X 
Disable EOI, enable bus hold-off on X 
Enable EOI, disable bus hold-off on X 
Disable both EOI and bus hold-off on X 



CR LF 
LF CR 
CR 
LF 



Send machine status word 
Send error conditions 
Send Translator word list 
Send buffer size 
Send ciurent value of "V" 

Send input switch status (front/rear) 



Auto/Cal multiplex disabled 
Auto/Cal multiplex enabled 



n= delay period in milliseconds, (0msec to 999999msec) 



Test, ROM, RAM, ETROM 



Hit front panel button number n 



Display up to 10 character message. a=character 
Cancel display mode 









3.9.18 



3.9.19 



3.9.20 



3.9.21 
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NOTES: 

1. REN must be true when sending device-dependent com- 
irumds to the instrument, or it will ignore the command 
and display a bus error message. 

2. Scarmer programming commands are covered in 
paragraph 3.12. 



General Programming Example — Device-dependent com- 
mands may be sent from the computer with the follow- 
ing statement: 

OUTPUT 726 



A$ in this case contains the ASCII characters representing 
the command string. 



3.9.1 Execute (X) 

The execute command is implemented by sending an 
ASCn "X" over the bus. Its purpose is to direct the Model 
199 to execute other device-dependent commands such as 
F (function) or R (range). Usually, the execute character 
is the last byte in the command string (a number of com- 
mands m^ be grouped together into one string); however, 
there may be certain circumstances where it is desirable 
to send a command string at one time, and then send the 
execute character later on. Command strings sent without 
the execute character will be stored within an internal com- 
mand buffer for later execution. When the X character is 
finally transmitted, the stored commands will be executed, 
assuming that all commands in the previous string were 
valid. 



Programming Example — Enter the following statements in- 
to the keyboard: 

REMOTE 726 
OUTPUT 726.: ’ ’X’ ’ 



The X character will be transmitted to the instrument. No 
mode changes will occur with this example because no 
other commands were sent. Note that the instrument re- 
mains in the listener active state after the command is 
transmitted. 



3.9.2 Function (F) 

The function command allows the user to select the type 
of measurement made the Model 199. When the instru- 



ment responds to a function command, it will be ready 
to take a reading once the front end is set up. The func- 
tion may be programmed by sending one of the following 
commands: 

FO = DC Volts 
n = AC Volts 
F2 = Ohms 
F3 - DC Current 
F4 = AC Current 
F5 = ACV dB 
F6 - ACA dB 



Upon power up, or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 



Programming Example — Place the instrument in the ohms 
function by pressing the OHMS button and enter the 
following statements into the computer keyboard: 

REMOTE 726 
OUTPUT 726 J ” F0:«P’ 

When FOX is executed, the instrument changes to DC volts. 



3.9.3 Range (R) 

The range command gives the user control over the sen- 
sitivity of the instrument. This command, and its options, 
perform essentially the same functions as the front panel 
Range buttons. Range command parameters and the 
respective ranges for each measuring function are sum- 
marized in Table 3-9. The instrument will be ready to take 
a reading after the range is set up when responding to a 
range command. 

Up_on power up, or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 



Programming Example — ^Make sure the instrument is in 
the autorange mode and then enter the following 
statements into the computer: 

REMOTE 726 
OUTPUT 726 ; 
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Table 3-9. Range Command Summary 





Range 


Command 


DCV 


ACV 


DCA 


ACA 


Ohms 


ACV dB 


ACA dB 


RO 


Auto 


Auto 


Auto 


Auto 


Auto 


Auto 


Auto 


R1 


300mV 


300mV 


30mA 


30mA 


300 Q 


Auto 


Auto 


R2 


3 V 


3 V 


3 A 


3 A 


3 kQ 


Auto 


Auto 


R3 


30 V 


30 V 


3 A 


3 A 


30 kQ 


Auto 


Auto 


R4 


300 V 


300 V 


3 A 


3 A 


300 kQ 


Auto 


Auto 


R5 


300 V 


300 V 


3 A 


3 A 


3M0 


Auto 


Auto 


R6 


300 V 


300 V 


3 A 


3 A 


30Mfi 


Auto 


Auto 


R7 


300 V 


300 V 


3 A 


3 A 


300Mfi 


Auto 


Auto 



The instrument cancels the autorange mode, and enters 
the R3 range instead. 



3.9.4 Zero (Z) 

Over the bus, the zero modifier can be controlled in the 
same way that it is controlled from the fi’ont panel. Refer 
to paragraph 2.6.2 for a complete description of the zero 
modifier. The zero modifier is controlled by sending one 
of the following zero commands over the bus: 

ZO = Zero disabled. 

Z1 = Zero enabled. 

Z2 = Zero enabled using a zero value (V). 

Sending Z1 has the same effect as pressing the ZERO but- 
ton. Zero will enable, and the display will zero with the 
input signal becoming the zero baseline level. 

The Z2 command is used when a zero value, using the 
V command, has already been established. When the Z2 
command is sent, subsequent readings represent the dif- 
ference between the input signal and the value of V. For 
example, with 0.5V on the input, sending the command 
strings V2XZ2X will result with zero being enabled and 
the instrument reading -13V (0.5 -2.0 = -1.5). If no V 
is value is programmed, a value of 0 is assumed. 



NOTE 

In a one-shot trigger mode, you must trigger the 
unit after sending the Z command to complete 
zero programming. ZERO wiU flash after sending 
Z1 until the unit is triggered. 

Upon power up or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 



Programming Example— Set the instrument to the 3V DC 
range. With the front panel ZERO button disable the zero 
mode, if enabled, and enter the following statements into 
the HP-85 keyboard: 

REMOTE ?26 
OUTPUT 726. i ’ ’ UlR- ’ 

OUTPUT 726.; ’ ’21 

After the third statement, the ZERO indicator will turn on 
with a zero baseline of IVDC. 



3.9.5 Filter (P) 

The filter command controls the amount of filtering ap- 
plied to the input signal. The Model 199 filters the signal 
by taking the average of a number of successive reading 
samples. Since noise is mostly random in nature, it can 
be largely cancelled out with this method. Paragraph 2.6.3 
discusses filtering in more detail. 

PO = No filtering 

PI = Internal filter enabled 

P2 = Front panel filter enabled 

Upon power up or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 



Programming Example— With the front panel FILTER in- 
dicator off, enter the following statements into the 
computer. 

REMOTE- 7 26 

OUTPUT 726.i ’ ’ F-2K’ ’ 
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The filter will him on. 



3.9.6 Rate (S) 

The rate command controls the integration period and the 
usable resolution of the Model 199. Table 3-10 lists the 
usable resolution on each function for the two S modes. 
The integration period is dependent on usable resolution 
as shown in Table 3-10. 



Upon power up or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 



Programming Example — From the front panel, set the 
display of the Model 199 for D-CV at 4V2d resolution. Now 
enter the following statements into the computer: 

REMOTE 726 
OUTPUT 726; ’SIK” 



When END LINE is pressed the second time, the SI rate 
will be selected (5Vz digit resolution). 



Table 3-10. Rate Command Summary 



Command 


Resolution 


Integration 

Period 


SO 


4%id 


2.59msec 


SI 


SVzd 


Line* 



*20msec @ 50Hz, 16.67msec @ 60Hz. 



3.9.7 Trigger Mode (T) 

Triggering provides a stimulus to begin a reading conver- 
sion within the instrument. Triggering may be done in two 
basic ways: in a continuous mode, a single trigger com- 
mand is used to start a continuous series of readings; in 
a one-shot trigger mode, a separate trigger stimulus is re- 



quired to start each conversion. The Model 199 has eight 
trigger commands as follows: 

ID = Continuous on Talk 

H = One-shot on Talk 

T2 = Continuous on GET 

T3 = One-shot on GET 

T4 = Continuous on X 

T5 = One-shot on X 

T6 = Continuous on External Trigger 

T7 = One-shot on External Trigger 

The trigger modes are paired according to the type of 
stimulus that is used to trigger the instrument. In the TO 
and T1 modes, triggering is performed by addressing the 
Model 199 to talk. In the T2 and 13 modes, the IEEE-488 
multiline GET command performs the trigger function. 
The instrument execute (X) character provides the trigger 
stimulus in the T4 and T5 modes. External trigger pulses 
provide the trigger stimulus in the T6 and T7 modes. 



Upon power up or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 



NOTES: " 

1. The front panel TRIGGER button can be used to trig- 
ger readings. See paragraph 2.8 for details. 

2. In T6, the unit provides its own trigger. 

Programming Example — Place the instrument in the one- 
shot on talk mode with the following program: 

10 REMOTE 726 
20 OUTPUT 726. i ’ ’ T IK” 

30 ENTER 726 .;Af 
40 PRINT Af 
59 END 



In this example, the ENTER statement addresses the Model 
- 199 to talk, at which point a single reading is triggered. 
When the reading has been processed, it is sent out over 
the bus to the computer, which then displays the result. 
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3.9.8 Reading Mode (B) 

The reading mode command parameters allow the selec- 
tion of the source of data that is transmitted over the 
IEEE-488 bus. Through this command, the user has a 
choice of data from the A/D converter (normal DMM 
readings) or the buffer (data store). The reading mode com- 
mands are as follows: 

BO = A/D converter readings 
B1 = Single Data Store readings 
B2 = All Data Store readings 

Upon power up or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 



acquire the reading and display it on the CRT. 

3.9.9 Data Store Interval (Q) and Size (I) 

The data store is controlled by the interval corrunand (Q) 
and the size command (I). 

Interval 

With the Q command, the user can select the interval that 
the instrument will store readings. The Q command is in 
the following form: 

Q0=175msec default interval (SELECT OIT) 

Qn=Set interval in millisec (15msec to 999999msec). 



When in BO, normal A/D readings will be sent. In a con- 
tinuous trigger mode, readings will be updated at the con- 
version rate. The B1 command is used to access single 
readings from the buffer. When the B1 command is sent, 
subsequent readings will be taken from consecutive buf- 
fer locations beginning with the first memory location 
(001). Once all readings have been requested, the last loca- 
tion will be continuously sent. 



Note that the programmed interval also affects the inter- 
val between readings, and scan interval. 

To store readings at a selected interval (Qn), the instru- 
ment must be in a continuous trigger mode (TO, T2, T4, 
T6). When the selected trigger occurs, the storage process 
will commence. 



The B2 command allows you to dump the entire data store 
contents to the computer in one operation. Individual 
readings will be separated by commas, and the selected 
data format will apply to each reading. Data fields not ap- 
plicable to the requested operation will be filled with 
zeroes. Also, the programmed terminator and EOI will be 
asserted at the end of the complete dump-not after each 
reading as is the case with the B1 mode. 



NOTE 

In B1 or B2 nothing will be transmitted over the 
bus until data is stored in data store. 



Frogramming Example — Enter the following statements in- 
to the computer to send a reading over the bus and display 
it on the computer CRT. 

10 REMOTE 72c. 

20 OUTPUT 726.: ’ •’ BOX- ’ 

30 ENTER 726.: 

40 PRINT 0$ 

50 END 



The second statement above sets the instrument to the AID 
converter reading mode. The third and fourth statements 



One-Shot Trigger Into Data Store 

To use the data store in the one-shot mode, the instnunent 
must be in a one-shot trigger mode (Tl, T3, T5 or T7). In 
the Tl mode, one reading will be stored each time the in- 
strument is addressed to talk. In the T3 mode, each GET 
command will cause one reading to be stored. In the T5 
mode, each instrument execute character (X) will cause a 
reading to be stored. Finally, in the T7 mode, each exter- 
nal trigger pulse will cause a reading to be stored. 



Size 

The size of the data store can be controlled by one of the 
following I commands. 

I0=Wrap around storage mode. 

In = Set data store size to n (1 to 500). 

In the wrap around data storage mode (10), storage will 
not stop after the buffer is filled (500 readings), but will 
proceed back to the first memory location and start over- 
writing data. With the Innn command, the storage pro- 
cess will stop when the defined number of readings have 
been stored. In this case the buffer is considered to be full. 
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10 REMOTE 726 

20 OUTPUT 726.: ' ’ E0XG1K’ ’ 

SS EHTER 726;.ft-f^ 

40 PRINT 
50 END 

NOTES: 

1. Sending the I command enables data store; however 
the unit must be properly triggered to begin storage once 
data store is enabled. 

2. When the I command is sent, will be displayed 

until the first trigger occurs. 

3. The data store can be disabled by sending the F 
command, 

4. The INTERVAL OVERRUN error message mdicates that 
the instrument cannot store readings at the programm- 
ed interval rfUe. Instead, readings wiU be stored as fast 
as the instrument can run. 

5. Either during or after the storage process, readings may 
be recalled 1^' using the B1 or B2 command as describ- 
ed in the previous paragraph. 

Upon power up or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 

Programming Example— Enter the program below to 
enable data store operation and obtain and display 100 
readings on the computer CRT; 



PROGRAM COMMENTS 



10riIM6$C£5J 
20 REMOTE 726 


Send remote enable. 


39 OUTPUT 726; 


Set trigger mode, and 


‘ T2Q3001 100.’=''’ ’’ 


storage parameters. 


40 TRIGGER 726 


Start storage process. 


50 OUTPUT 726,: 


Set read mode to data 


‘'B1G2:4” 


store. 


60 FOR 1=1. TO 100 


Set counter for IDO 


70 EHTER 726>.:i4$ 


loops. 

Get a reading. 


80 PRINT rtS 


Display reading. 


90 HEKT I 


Loop back for next 


100 END 


reading. 



After entering the program, press the RUN key. The pro- 
gram wiU set the store size to 100 (line 30), enable the data 
store (line 40), turn on the data store output (line 50), and 



then request and display all lOO readings (lines 60-100). 



3.9.10 Value (V) and Calibration (C) 

One advanced feature of the Model 199 is its digital calibra- 
tion capabilities. Instead of the more difficult method of 
adjusting a number of potentiometers, the user need on- 
ly apply an appropriate calibration sigrial and send the 
calibration value over the bus. 

The V command is also used to program a zero value (see 
paragraph 3.9.4). 

The value command may take on either of the following 
forms: 

Vnn.nnnnn 

Vn.nnnnnnE+n 

Thus, the following two commands would be equivalent: 
V30 

V3.0E+1 



In this example, note that only as many significant digits 
as necessary need be sent. In this case, the exact value is 
assumed to be 30.0000 even though only the first two digits 
were actually sent. 



Digital Calibration— When performing digital calibration, 
two (three for DCV) points must be calibrated on each 
range. The first calibration value should be approximately 
full range and the second calibration value should be ap- 
proximate!)' zero. (The third point is at minus full range 
for DCV only). After the second or third calibration value 
is sent over the bus, permanent storage of the two values 
will occur. 



In Older to send calibration values over the bus, the calibra- 
tion command (C) must be sent after the \'alue command 
(V) is sent. The calibration command takes on the follow- 
ing form; 

C0=CaHbrate first point using value (V) 

Cl=Caiibrate second point using value (V) 
C2=CaIibrate third point using value (V) 

The following example first sends a calibration value of 3 
and then a calibration of 0. 

V3XC0X 

VOXCIX 
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If the calibration value is greater than 303000 counts (at 
5%d resolution) an IDDCO error message will be displayed 
on the Model 199. 

CAUTION 

Precision calibration signals must be connected 
to the instrument before attempting calibration, 
otherwise instrument accuracy will be affected. 

See Section 6 for complete details on cali- 
brating the instrument either from the front 
panel or over the bus. 

3.9.11 Default Conditions (L) 

The LO command allows the user to retium the instrument 
to the factory default conditions. Factory default conditions 
are set at the factory and are listed in Tables 3-7 and 2-1. 
The instrument will power up to these default conditions. 
The current IKKH address and line frequency setting of the 
instrument are not affected by the LO command. 

The LI command is used to save the current instrument 
conditions. The instrument will then power up to these 
default conditions. 

Any of the options of the following device-dependent com- 
mands can be saved as the default conditions: 

A (multiplex), F (function), P (Filter), Q and I (reading in- 
terval and size), R (range), S (rate), W (trigger delay), and 
Z (zero). 



The L command options are as follows: 

L0=Restore instrument to factory default conditions and 
save (LI). 

LI = Save present machine states as the default conditions. 

Programming Example— Set the Model 199 to the ohms 
function, and enable zero and filter. Now, enter the follow- 
ing statements into the computer: 

REMOTE 726 
OUTPUT 726.! ” LIK” 

After the second statement, cycle power on the Model 199 
and note that the instrument returns to the conditions in- 
itially set in this example. 



3.9.12 Data Format (G) 

The G command controls the format of the data that the 
instrument sends over the bus. Readings may be sent with 
or without prefixes. Prefixes are the mnemonics preceding 
the reading and the buffer memory location. Figure 3-6 
further daises the general data format. The G commands 
are as follows: 

GO = Reading with prefix only. Example: 
NDCV-1.234567E+0 
G1 = Reading without prefix. Example: 

-1.234567E+0 

G2 = Reading and buffer memory location with prefix. 

Example: NDCV-1.234567E+0,B001 
G3 - Readings and buffer memory without prefix. 

Example: -1.234567E+0,001. 

G4 = Reading and channel with prefix. Example: 
NDC-1.234567E+0,C1 

G5 = Reading and channel without prefix. Example; 
-1.234567E+0,1 

G6 = Reading memory buffer location, and channel with 
prefix. Example: NDCV-1.234567E+0,B001,C1 
G7 = Reading buffer memory location, and channel 
without prefix. Example: 

-1.234567E+0,001,01 

Upon power up or after the instrument receives a DCL 
or SDC command, the Model 199 will return to the default 
condition. 



Notes: 

1. The B command affects the source of the data. In the 
BO mode, the bus data will come ftom the A/D converter. 
In the B1 and B2 modes, the data will come from the 
buffer. 

2. Programmed terminator and EOI sequences appear at 
the end of each reading except in B2 which terminates 
only at the end of the string. 

3. If a buffer location or channel is not available, zero is 
sent. G6 Example: NDCV-^2.000000E-^-l,BOOO,CO. 

4. All 9s appear in the data field for an overflow. 

Programming Example— To place the instrument in the Gl 
mode and obtain a reading, enter the following statements 
into the keyboard: 

18 REMOTE 726 

28 OUTPUT 726.; ‘ ‘EOI-IGIK’ ’ 

38 ENTER 726.: 

48 PRINT 
50 END 
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Prefix 



N = Normal 
O = Overflow 
Z = Zeroed 



Mantissa 6 1/2 Digits 



r 



r 



1 






Buffer Location (G2, G3, G6, G7) 
Channel (G4, G5, G6. G7) 



NDCV ±1.234567 E ± 1,8400, C8 CR LF 



Terminator 
Channel Prefix 



— Buffer Prefix 
I — Exponent 



DCV = DC Volts 
ACV = AC Volts 
OHM = Ohms 
DCI = DC Amps 
ACI = AC Amps 
dBV = AC dB Volts 
dBI = AC dB Amps 
RAT = Ratio 



Notes : 1. Buffer Location = BOOO with Data Store Disabled 
2. Channel = CO with no Scanner or 
Scanner Disabled 



Figure 3-6. General Data Format 



When the second statement is executed, the instrument 
will change to the G1 mode. The last two statements ac- 
quire data from the instrument and display the reading 
string on the CRT. Note that no prefix or suffix appears 
on the data string. 



3.9.13 SRQ Mask (M) and Serial Poll Byte 
Format 

The SRQ command controls which of a number of condi- 
tions within the Model 199 will cause the instrument to 
request service from the controller by asserting an SRQ. 
Once an SRQ is generated, that serial poll b^e can be 
checked to determine if the Model 199 was the instrument 
that asserted the SRQ, and if so, what conditions can be 
checked by using the U1 command, as described in 
paragraph 3.9.13. 



The Model 199 can be programmed to generate an SRQ 
under one or more of the following conditions: 

1. When a reading is completed or an overrange condition 
occurs. 

2. If a bus error occurs. 

3. When the data store is full. 

4. When the data store is Vz full. 

5. If a trigger overrun error occurs. 



Upon power up or after a DCL or SDC command is re- 
ceived, SRQ is disabled. 



SRQ Mask— The Model 199 uses an internal mask to deter- 
mine which conditions will cause an SRQ to be generated, 
figure 3-7 shows the general format of this mask. 

SRQ can be programmed by sending the ASCII letter "M" 
followed by a decimal number to set the appropriate bit 
in the SRQ mask. Decimal values for the various bits are 
sununarized in Table 3-11. Note that the instrument may 
be programmed for more than one set of conditions 
simultaneously. To do so, simply add up the decimal bit 
values for the required SRQ conditions. For example, to 
enable SRQ under reading overflow and buffer full con- 
ditions, send M3X. To disable SRQ, send MQX. This com- 
mand will clear aU bits in the SRQ mask. 



Serial Poll Byte Format— The serial poll byte contains in- 
formation relating to data and error conditions within the 
instrument. The general format of the serial poll l^e 
(which is obtained by using the serial polling sequence, 
as described in paragraph 3.8.8) is shown in Figure 3-7. 
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Bit 

Position 

Value 

Decimal 

Weighting 

1 =RQS 



B7 


B6 


B5 


B4 


B3 


B2 


B1 


BO 


0 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


128 


64 


32 


16 


8 


4 


2 


1 



SRQ BY 199 (Status Byte only) 

1 = Error 

1 = Ready 



I 



1 = Reading Overflow 
1 = Data Store Full 
1 = Data Store Half Full 
1 = Reading Done 



Figure 3-7. SRQ Mask and Serial Poll Byte Format 



Table 3-11. SRQ Command Parameters 



Command 


Condition to Generate SRQ 


MO 


Disable 


Ml 


Reading overflow 


M2 


Data store full 


M4 


Data store half full 


M8 


Reading done 


M16 


Ready 


M32 


Error 



The bits in the serial poU byte have the following meanings: 

Bit 0 (Reading Overflow)— Set when an overrange input 
is applied to the instrument. Cleared when the input is 
on range. 

Bit 1 (Data Store)— Set when the defined data store size 
is full. Cleared by re-enabling data store. 

Bit 2 (Data Store Vx Ftdl)— Set when half the defined data 
store size is full. Cleared by re-enabling data store. 

Bit 3 (Reading Done)— Set when the instrument has com- 
pleted the present reading conversion. Qeared while pro- 
cessing a reading. 

Bit 4 (Ready)— Set when the instrument has processed all 
previously received commands and is ready to accept ad- 
ditional commands over the bus. Cleared while the mstru- 
ment is processing commands. 

Bit 5 (Error)— Set when one of the following errors has 
occurred: 



1. Trigger Overrun 

2. Interval Overrun 

3. Big String 

4. Uncalibrated 

5. Cal Locked 

6. Conflict 

7. No Remote 

8. IDDC 

9. IDDCO _. 

10. Translator 
TL No Scanner 

12. Chan 4 Maximum 

13. Channel 8 Maximum 

The error bit is cleared by reading the U1 word. 

The nature of the error can be determined with the U1 
command as explained in paragraph 3.9.16. An explana- 
tion of each error can also be found in paragraph 3.9.16. 

Bit 6 (RQS)— Provides a means to determine if an SRQ was 
asserted by the Model 199. If this bit is set, service was 
requested by the instrument. 

Bit 7— Not used and always set to zero. 

Note that the status byte should be read to clear the SRQ 
line once the instrument has generated an SRQ. All bits 
in the status byte will be latched when the SRQ is 
generated. Bit 6 (RQS) will be cleared when the status byte 
is read. 
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Programming Example — Enter the following program in- K2 = Send EOI with last byte; do not hold off bus on X. 

to the computer: K3 = Send no EOI with last byte; do not hold off bus on X. 



PROGRAM 



COMMENTS 



10 REMOTE 726 

13 CLEAR ?£if. 

20 OUTPUT 726; ‘ ‘ ’ 

30 OUTPUT 726; ^’K5X’ ’ 

40 :B=SP0LLC726) 



45 IF NOT EIT<S? 5> THEN 40 
30 PRINT ‘ "• B7 B6 B5 B4 B3 
E2 El E0’ ’ 

60 FOR 1=7 TO 0 STEP -1 
70 PRINT EIT (S? K'; 

80 NEXT I 
80 PRINT 
100 END 



Set up for remote 
operation. 

Program for SRQ on 
IDDCO. 

Attempt to program 
illegal option. 

Serial poll the 
instrument. 

Wait for SRQ error. 
Identify the bits. 

Loop eight times. 
Display each bit 
position. 



Once the program is entered and checked for errors, press 
the RUN key. The computer first places the instrument in 
remote (line 10) and then programs the SRQ mode of the 
instrument (line 20). Lin e 30 then attempts to pro- 
gram an illegal command option, at which point the in- 
strument generates an SRQ and sets the bus error bit in 
its status byte. The computer then serial polls the instru- 
ment (Une 40), and then displays the status byte bits in 
proper order on the CRT. In this example, the SRQ (B6) 
and error (B5) bits are set because of the attempt to pro- 
gram an Qlegal command option (K5). Other bits may also 
be set depending on instrument status. 



3.9.14 EOf and Bus Hold-off Modes (K) 

The K command allows control over whether or not the 
instrument sends the EOI command at the end of its data 
string, and whether or not bus activity is held off (through 
the NRFD line) until all commands sent to the instrument 
are internally processed once the instrument receives the 
X character. K command options include: 

KO = Send EOI with last byte; hold off bus until com- 
mands processed on X. 

K1 = Do not send EOI with last byte; hold off bus until 
commands processed on X. 



Upon power up, or after the instrument receives a DCL 
or SDC command, the instrument will return to KD. 



The EOI line on the IEEE-488 bus provides a method to 
positively identify the last byte in a multi-byte transfer se- 
quence. Keep in mind that some controllers rely on EOI 
to terminate their input sequences. In this case, suppress- 
ing EOI with the K command may cause the controller in- 
put sequence to hang unless other terminator sequences 
are used. 



The bus hold off mode allows the instrument to temporari- 
ly hold up bus operation when it receives the X character 
until it processes all commands sent in the command 
string. The purpose of the hold off is to ensure that the 
front end FETs and relays are properly configured before 
taking a reading. Keep in mind that aU bus operation will 
cease— not just activity associated with the Model 199. The 
advantage of this mode is that no bus commands will be 
missed while the instrument is processing commands 
previously received. 



The hold off period depends on the commands being pro- 
cessed. Table 3-12 lists hold off times for a number of dif- 
ferent commands. Since a NRFD hold off is emplcyed, the 
handshake sequence for the X character is complete. 



NOTE 

With KD or K1 asserted, hold-off will also occur on 
an EOI and a terminator. These delays allow for 
proper operation of the Translator software, since 
"X" cannot be used in Translator words. 



Programming Example— To program the instrument for the 
K2 mode, enter the following statements into the 
computer: 



REMOTE 726 “ 

OUTPUT 726; ■“K2X” 



When the second statement is executed, the instrument 
will be placed in the K2 mode. In this mode, EOI will still 
be transmitted at the end of the data string, but the bus 
hold-off mode will be disabled. 
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Table 3-12. Bus Hold-off Times (Typical) remote 726 

OUTPUT 726.: “ Y0>=P ’ 



Command 


Typical 

Hold Off Time 


AO-Al 


176msec 


Fo-n 


105msec 


F5-F6 


160msec 


BO-Bl 


49msec 


GO-Gl 


58msec 


JO-Jl 


1.15msec 


KO-Kl 


57msec 


MO- Ml 


57msec 


NO-Nl 


105msec 


DN99-DX 


55msec 


00-01 


104msec 


Q10-Q20 


106msec 


RO-Rl 


106msec 


R2-R3 


105msec 


SO -SI 


158msec 


TD-Tl 


102msec 


W20-W40 


107msec 


YO-Yl 


58msec 


ZO-Zl 


105msec 


120- 130 


112msec 


LO-Ll 


100msec 


CO- Cl 


8.85sec (DCV) 18sec (20Mfi) 


PO-Pl 


106msec 



Note: Hold-off occurs on X or <CRxLF> when 
enabled. 



3.9.15 Terminator (Y) 

The terminator sequence that marks the end of the instru- 
ment's data string or status word can be programmed by 
sending the Y command followed by an appropriate 
number. The default terminator sequence is the commonly 
used carriage return, line feed (CR LF) sequence (YO). The 
terminator will assume this default v^ue upon power up, 
or after the instrument receives a DCL or SDC command. 
Programmable terminators include: 

YO = CR LF 
Y1 = LF CR 
Y2 = CR 
Y3 = LF 

HP-85 Programining Example— To reserve the default (CR 
LF) terminator sequence, type the following lines into the 
computer. 



When the second statement is executed, the normal ter- 
minator sequence will be reserved; the instrument will ter- 
minate each data string or status word with a (CR LF). 



3.9.16 Status (U) 

The status command allows access to information concern- 
ing various operating modes and conditions of the Model 
199. Status commands include: 

UO = Send machine status word. 

U1 = Send error conditions. 

U2 = List Translator words. 

U3 = Send a value indicating the buffer size. 

U4 = Send the present value (V). 

U5 = Send input switch status (front/rear). 

When the conunand sequence UOX is transmitted, the in- 
strument will transmit the status word instead of its nor- 
mal data string the next time it is addressed to talk. The 
status word will be transmitted only once each time the 
UO command is given. To make sure that correct status is 
transmitted, the status word should be requested as soon 
as possible after the command is transmitted. 



The format of UO status is shown in Figure 3-8. Note that 
the letters correspond to modes programmed by the 
respective device-dependent commands. The default 
values in the status word are also shown in Figure 3-8. Note 
that all returned values correspond to the programmed 
numeric values. For ecample, if the instrument is present- 
ly in the R3 range, the second (R) byte in the status word 
wiH correspond to an ASCII 3. 



The U1 command allows access to Model 199 error condi- 
tions in a similar mEmner. Once the sequence UIX is sent, 
the instrument will transmit the error conditions with the 
format shown in Figure 3-9 the next time it is addressed 
to talk in the normal manner. The error condition word 
will be sent only once each time the U1 command is 
transmitted. Note that the error condition word is actual- 
ly a string of ASCII characters representing binary bit posi- 
tions. An error condition is also flawed in the serial poll 
byte, and the instrument can be programmed to generate 
an SRQ when an error condition occurs. See paragraph 
3.9.13. Note that all bits in the error condition word and 
the serial poll byte error bit will be^cieared when the word 
is read. In addition, SRQ operation will be restored after 
an error condition by reading Ul. 
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FACTORY DEBVULT 
199 1 0 0 


0 


0 


0 


00 


00 


0 


0 


000000 


4 


1 


6 


000000 


0 


0 


0 


0/1 
































CAL 




199 A B F 


G 


J 


K 


MM 


NN 


0 


P 


QQQQQQ 


R 


S 


T 


wwwwww 


Y 


z 


SW 


SCANNER 



MODEL NUMBER PREFIX (199) 

AUTO/CAL MULTlPlfX (A) 

0 = DISABLED 

1= enabled 

READING MODE (B) 

0=A/D CONVERTER 

1 = DATA STORE SINGLE READING 
2=DATA STORE DUMP 

FUNCTION (F) 

0=DC VOLTS 
1= AC VOLTS 
2=0HMS 
3=0C CURRENT 
4=AC CURRENT 
5=ACV dB 
6=ACA dB 

DATA FORMAT (G) 

0=RDG WITH PREFIX 

1 = RDG WITHOUT PREFIX 

2=RDG WITH PREFIXES AND BUFFER LOCATION 

3=R0G WITHOUT PREFIX AND WITH BUFFER LOCATION 

4=RDG WITH PREFIXES AND CHANNEL 

5=R0G WITHOUT PREFIXES AND WITH CHANNEL 

6=ROG WITH PREFIX, BUFFER LOCATION, AND CHANNEL 

7 = RDG WITHOUT PREFIX, WITH BUFFER LOCATION AND CHANNEL 

SELFTEST (J) 

0= INACTIVE 

1=R0M, RAM and E'PROM PASSED 
2=E’PR0M FAILED 

EOl; BUS HOLD-OFF <K) 

0=EOI and HOLD-OFF 
1=N0 EOl AND HOLD-OFF 
2=E01 AND NO HOLD-OFF 
3= NO EOl AND NO HOLO-OFF 

SRQ(M) 

MOO=OISABl^D 

M01 = reading OVERFLOW 

M02=OATA STORE FULL 

M04=DATA STORE HALF FULL 

M08=READING DONE 

M16=READY 

M32 ‘ERROR 

SCANNER (N) 

NQ-CHANNELS OPEN 
N1-N8=CHANNEL CLOSED 
N10=STEP, OPEN 
N11-N18=STEP, LIMIT 
N20=SCAN, OPEN 
N21-N28=SCAN, LIMIT 



FILTER (P) 

0=FILTER DISABLED 

1 = INTERNAL FILTER ENABLED 

2=INTERNAL AND FRONT PANEL FILTER ENABLED 

READING INTERVAL (Q) 

nnnnnn = INTERVAL (1Sm$ee to 999999m$eel 



RANGE (R) 

DCV 



ACV 



DCA 



ACA 



OHMS ACV dB ACA dB 



0 


Auto 


Auto 


Auto 


Auto 


Auto 


Auto .. 


Auto 


1 


300mV 


300mV 


30mA 


30mA 


300 fl 


Auto 


Auto 


2 


3 


V 


3 


V 


3 


A 


3 


A 


3 kO 


Auto 


Auto 


3 


30 


:v 


30 


V 


3 


A 


3 


A 


30 kO 


Auto 


Auto 


4. 


300 


V 


300 


V 


3 


A 


3 


A 


300 kC 


Auto 


Auto 


5 


300 


V 


300 


V 


3 


A 


3 


A 


3M0 


Auto 


Auto 


6 


300 


V 


300 


V 


3 


A 


3 


A 


30MQ 


Auto 


Auto 


7 


300 


V 


300 


V 


3 


A 


3 


A 


300MQ 


Auto 


Auto 



RATE (S) 

0=4 DIGITS 
1 = 5K DIGITS 

Integration Period: 414d = 2.S9msec, 5Vid=Lioe cycle 

TRIGGER (T) 

0 ‘CONTINUOUS ON TALK 
1= ONE-SHOT ON TALK 
2=C0NTINU0US ON GET 
3=ONE-SHOT ON GET 
4=C0NTINU0US ON X 
5 ‘ONE-SHOT ON X 

6=CONTINUOUS ON EXTERNAL TRIGGER 
7 ‘ONE-SHOT ON EXTERNAL TRIGGER 

TRIGGER DELAY (W) 

nnnnnn=Om$ec to 999999msec 

TERMINATOR (Y) 

0=CR L F 
1=LF CR 
2‘CR 
3=LF 

ZERO (Z) 

0‘DISABLED 
1= ENABLED 

CALIBRATION SWITCH 

0= DISABLED 
1 ‘ENABLED 

SCANNER PRESENT 
0‘NOT INSTALLED 
1 ‘INSTALLED 



POLE/RATIO 

0=2-P0LE 
1=4-F0LE 
2 ‘2-POLE RATIO 
3‘4-POLE RATIO 



Figure 3-8. UO Machine Status Word and Default Values 
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r- 1 = TRIGGER OVERRUN 

1 = INTERVAL OVERRUN 



1=TRANSERR23 - 
ALWAYS ZERO -i 



199 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0/1 0 0/1 

1 = BIG STRING I I 



1 = UNCAL-' 

1 = NO SCANNER 

1 = CHAN 4 MAX - 



1=TRANS£RR21 
L 1=TRANSERR20 
- 1=TRANSERR19 



1 = CHAN 8 MAX 

1 = CAL LOCKED -* 

1 = CONFLICT -J 
1 = TRANSERR 9 -* 

1 = NO REMOTE -• 

1 - IDDC -I 
1 = IDDCO - 



1 = TRANSERR18 
L 1=TRANSERR17 
L 1=TRANSERR16 
L 1=TRANSERR1S 
L 1=-mANSERR14 
- ALWAYS ZERO 



Figure 3-9. U1 Error Status Word 



The various bits in the error condition word are des- 
cribed as follows: 

TRIGGER OVERRUN — Set when the instrument receives 
a trigger while it is still processing a reading from a 
previous trigger. 

INTERV\L OVERRUN — Set when the instrument cannot 
run as fast as the selected interval. 

BIG STRING— Set if more than a 10 character message is 
sent using the display (D) command. 

UNCAL— Set when ETROM memory fails the self test. 
Instrument calibration is invalid. 

NO SCANNER— Set if a scanner command is sent with 
no scanner installed. 

CHAN 4 MAX— Set if attempting to program channels 5 
through 8 in the 4-pole mode. 



CHAN 8 MAX— Set if scanner commands N9 or N19 are 
sent. 

CAL LOCKED— Set when trying to calibrate the instru- 
ment with the calibration switch in the disable position. 

CONFLICT— Set when trying to calibrate the instrument 
while it is in an improper state, (i.e. dB function). 

Translator Error (TRANSERR)— Set when any one of ten 
possible Translator errors occur. Table 3-15 in paragraph 
3.10 lists and describes the Translator errors. 

NO REMOTE— Set when a progamming command is 
received when REN is false. 

IDDC— Set when an illegal device-dependent command 
(IDDC), such as EIX is received ("E" is illegal). 

IDDCO— Set when an illegal device-dependent command 
option (IDDCO) such as T9X is received ("9" is illegal). 
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NOTE 

The complete command string will be ignored if 
an IDDC, IDDCO or no remote error occurs. 



The U2 command lists the Translator words that have been 
defined by the operator. The list will be transmitted only 
once each time the command is received. 



The U3 command allows the user to find out the current 
defined size of the buffer. The buffer size is controlled by 
the I command. When this command is transmitted, the 
instrument will transmit the value the next time it is ad- 
dressed to talk. This information will be transmitted only 
once each time the command is received. The U3 value 
will not be cleared when read; thus, the U3 value is always 
current. For example; 

SZ = 010 



The U4 command sends the present value. The value is 
a calibration value or zero value, as programmed by the 
V command. 



The U5 command sends a value that defines the status of 
the input switch. A value of 0 indicates that the front panel 
input terminals are selected, while a value of 1 indicates 
that the rear panel input terminals are selected. For 
example: 

RF = 1 



Progamming Example— Enter the following statements in- 
to the computer to obtain and display the machine status 
word (UO). 



PROGRAM COMMENTS 

10 REMOTE 726 Send remote enable, 

20riIM0fC40] 

30 OUTPUT 726.: ‘ ‘U0X’ ’ Send UO command. 

40 PRI HT * ‘ mdlABFGJKMMH 
NOPQQGQQQRSTUUUUUU 
YZ*" ’ 

50 ENTER 726- .:Af Obtain UO status from 

instrument. 

60 PRINT Af Display UO status word. 

76 ENTER 726; AS Get normal reading, 

80 PRINT A$ Display normal reading. 

80 END 



After entering the program, run it by pressing the RUN 
k^. The machine conditions of the Model 199 will be listed 
’on the CRT display. To show that status is transmitted on- 
ly once, a normal reading is requested and displayed last. 



3.9.17 Auto/Cal Multiplex (A) 

The Model 199 has built-in multiplex routines that 
automatically calibrate and zero the instrument, so as to 
maintain its high accuracy. The multiplex routines can be 
controlled through commands below. See paragraph 2.7.2 
for more information. 

AO = Disable multiplex 
A1 = Enable multiplex 

Upon power up or after a DCL or SDC command, the in- 
strument will return to the default condition. 



Programming Example— Disable multiplex by entering the 
following statements into the computer: 

REMOTE 726 
OUTPUT 726; ’ •’ AON’ •' 



When the second statement is executed, the multiplexer 
routines will be disabled. 



3.9.18 Trigger Delay (W) 

The delay conunand controls the time interval that occurs 
from the point the instrument is triggered until it begins 
integration of the input signal. This feature is useful in 
situations where a specific time period must transpire to 
allow an input sign^ to settle before measurement. Dur- 
ing the delay period, the input multiplexing FETs are 
switched on so the instrument is set to begin integration 
upon conclusion of the programmed delay period. A delay 
period can be programmed using the following command: 

Wn 



Here, n represents the delay value in milliseconds. The 
range of programmable delay values is from 0msec to 
999^9msec. 
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Examples: Programming Example — Enter the following statements in- 

to the computer to perform the Model 199 self-test: 

Bor a delay of 0.002sec send W2X. 

R)r a delay of 30.05sec send W30050X. REMOTE 72E. 

For a delay of 60sec send W60000X. uUTPUT ’ ’ J0:“; ’ ’ 



Upon power up or after receiving a DCL or SDC com- When the END LINE key is pressed the second time, the 

mand, the instrument will return to the default condition. instrument performs the self-test. If successful, the self- 

test byte (J) in the UO status word will be set to 1. 



Programming Example— To program a 250msec delay 
period into the instrument, enter the following statements 
into the computer: 

REMOTE 726 

OUTPUT 726,; ’ ’ IJ250:«7 ’ 



The instrument wiU wait for 250msec after each triggered 
conversion before executing the next conversion period. 

3.9.19 Self-Test (J) 

The J command causes the instrument to perform tests it 
automatically performs upon power up. When the self-test 
command is given, the Model 199 perform^the following 
tests: 

1. ROM Test 

2. RAM Test 

3. EWOM Test 



J command parameters include: 
JO = Perform self-test. 



If the seif-test is successful, the J byte in the UO status word 
will be set to 1. If E^PROM fails, the message "UNCAL" 
will be displayed and the J byte in the U1 status word will 
be set to 2. An ETROM failure is also flagged in the U1 
status word. If ROM and RAM fails, the instrument will 
lock up. 

See paragraph 6.7.2 for more information on these tests 
and recommendations to resolve a failure. 



3.9.20 Hit Button (H) 

The hit button command allows the user to emulate vir- 
tually any front panel control sequence. The H command 
is sent by sending the ASCII letter followed by a number 
representing a front panel control. These control numbers 
are shown below. 



Command Button 



HO 


VOLTS 


HI 


OHMS 


H2 


AMPS 


H3 


AC 


H4 


ZERO 


H5 


AUTO 


H6 


T 


H7 


A 


H8 


SCANNER 


H9 


TRIGGER 


HIO 


SHIFT 



Examples: 

HOX— Selects the VOLTS function. 
H2X— Selects the AMPS function. 



Programming Example — Enter the following statements in- 
to the computer to place the instrument in the ohms 
function: 

REMOTE 726 
OUTPUT 726; ’ ’ HIX’ ’ 



The instrument is placed in the ohms function. 



3-29 




IEEE‘488 PROGRAMMING 



3.9.21 Display (D) remote 726 

OUTPUT 726; ' IieM0IiELi519P ><’7 



The display command controls the ASCII messages that 
can be placed onto the Model 199 display. Messages are 
controlled with the following commands: 

Da = Display character "a", where "a" represents a print- 
able ASCII character. Up to 10 characters may be 
sent. 

D = Restores display back to normal. 



Notes: . - _ 

1. In order to have spaces preceding the beginning of the 
message and between message words, use the @ sym- 
bol to represent each space. Ibr example, to display the 
message "Model 199" starting at the second display 
character (one space), send the following command 
string: 

f ‘ rreM0DELe r59>7 ’ 

2. Spaces in a command string are ignored. 

3. Sending a message that exceeds 10 characters will result 
in the BIG STRING error message being displayed. 



Programming Exampl e — Enter the following statements in- 
to the computer to display the message "MODEL 199": 



The instrument model number will be displayed. Display 
operation may be returned to normal by entering the 
following statement: 

OUTPUT 726; ‘ ‘DX” 



3.10 TRANSLATOR SOFTWARE 

The built in Translator software allows the user to define 
Iris own words in place of Keithley's defined device- 
dependent commands. One word can replace a single 
command or a string of commands. Ibr example, the word 
ACV can be sent in place of FI, and the word SETUPl can 
be sent in place of F3R1T2SOZ1UOM2. Also, Keithley com- 
mands can be translated to emulate functions of other 
units. Ibr example, the word RA, which is used by H-P 
to select autorange, can be sent in place of RO. There are 
certain words and characters that cannot be used as defin- 
ed Translator words. These reserved words and character 
make up the Translator software syntax and are listed in 
Table 3-13. 



Table 3-13. Translator Reserved Words and Character 



Word/Character | 


Description 


ALIAS 

$ 

NEW 

OLD 

SAVE 

LIST 

FORGET 


Used at the beginning of a command string to define Translator words. 
Used to terminate the Translator string (one space must precede it). 
Used to define wild card Translator words. Values sent with a wild card 
Translator word select options of the equivalent DDC. 

Tells the Model 199 to recognize Translator words. 

TeUs the Model 199 to only recognize the Keithley device-dependent 
commands. . 

Saves Translator words as power up default. 

Used to list the Translator words. 

Used to purge Translator words from memory. 
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3.10.1 Translator Format 

The basic format for defining a Translator word is shown 
in the following example command string, which defines 
the word SETUPl as a substitute for FIRDX. 

"ALIAS SETUPl FIROX 

Where: 

ALIAS is a reserved word that precedes the Translator 
word. 

SETUPl is the desired Translator word. 

FIROX is the Keithley command string. 

; is a reserved character necessary to terminate the 
Translator string. 

(spaces) must be used to separate words and the 
character. 

When SETUPl is sent over the IEEE-488 bus, the instru- 
ment will go to the ACV function (FI) and enable autorange 
(RO). 



Translator words that contain conflicting device-dependent 
commands, such as FI and F2, can be defined. When send- 
ing the command word over the bus, the device-dependent 
command that was last entered will prevail. For example, 
sending a Translator word in place of FOFIX will place the 
instrument in the Fl function. 



NOTES: 

1. Trying to define a Translator word that already exists will 
cause an error message to be displayed briefly. That 
Translator word will retain its ori^nal definitiori. 



2. A Translator word cannot exceed 31 characters. 

3. The Translator buffer can hold approximately 100 
IS-character Translator words. 

4. The character X and $ cannot be used in Translator 
words. 

5. The Model 199 will not recognize an undefined 
Translator word sent over the bus. 

6. A valid Translator word sent over the bus while the in- 
strument is in the OLD mode will not be recognized. 

’ However, the instrument will try to execute (on the next 
X) the letters and numbers of the word as if they were 
device-dependent commands. To avoid this problem, 
it is recommended that NEW be sent before trying to 
execute Translator words. See paragraph 3.10.3 for an 
explanation of NEW and OLD. 

7. Translator error messages are listed and described in 
Table 3-14. 

8. Translator error numbers correspond to the Ul error 
word bit positions; see Figure 3-9. 

9. A <CR> <LF> sequence must terminate any 
translator execution string for proper execution. Most 
controllers do add the necessary terminator automati- 
cally, but some may not. 

Programming Example — Enter the following program in- 
to the computer to define a Translator word (SETUPl) to 
emulate the command string FIROX: 

REHDTE 72 e 

OUTPUT 72c.5 ‘ ' ALIA:5 SETUPl FIROK ’ 
OUTPUT 726; ‘SETUPl’ ’ 

The Translator word will be defined to emulate the Keithley 
command string. The instrument will go to the ACV func- 
tion (Fl) and enable autorange (RO). 
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Table 3-14. Translator Error Messages 



Display 

Message 


Explanation 


Example Error String 


TRANSERR 9 


No more memory left for Translator words. 




TRANSERR14 


Use of more than one ALIAS in a definition. 


"ALIAS TEST! FIX ALIAS TEST2 RIX 


TRANSERR15 


Trarrslator word exceeds 31 characters. 


"ALIAS ITHINKTHISISTHIRTYTWOCHARACT 
ERS! FIX ;" 


•mANSERRlb 


Use of an X in a Translator word. 


"ALIAS XRAY FIX 


TRANSERR17 


Trying to define a Translator word that already 
exists. The second string in the example is the 
error string. 


"ALIAS SETUP FIX 
"ALIAS SETUP RIX 


TRANSERR18 


Use of a $ in a Translator word. 


"ALIAS $200 FIX 


TRANSERR19 


Sending the ; character. 


r 


TRANSERR20 


Use of LIST in a Translator definition. 


"ALIAS DOG FIX LIST 


TRANSERR21 


Use of FORGET in a Translator definition. 


"ALIAS DOG FIX FORGET 


TRANSERR23 


Use of SAVE in a Translator definition. 


"ALIAS DOG FIX SAVE 



3.10.2 Wild Card ($) 

An advanced feature of Translator software is its wild card 
capabilities. By using the reserved character "$" the same 
basic Translator word can be used to select all options of 
a command. With this feature, a DDC option number is 
sent with the wild card Translator word. The format for 
using the wild card is shown in the following example, 
which defines the word FUNCTION as a substitute for the 
F conunand: 

"ALIAS FUNCTION F$X 
"FUNCTION r 
'TUNCnON 2" 



The first statement defines FUNCTION as the wild card 
Translator word for the F conunand. The wild card ($) will 
allow any valid option number of the F conunand (0 
through 6) to be sent with the word. The second statement 
which is the substitute for the FI command, will place the 
instrument in the ACV function. The third statement is a 
substitute for the F2 command, and will place the instru- 
ment in the ohms function. 



NOTES: 

1. When sending a wild card Translator word over the bus, 
there must be a space between the Translator word and 
the option number. 

2. If a wild card Translator word is sent without an option 
number, the instrument will default to option 0. 

Programming Example— Enter the following program to 
defce a wild card Translator word to emulate the P (filter) 
command. 

REHOTE 726 

OUTPUT 726.; ‘ ‘ ALIAS FILTER P:$X ; ’ ’ 
OUTPUT 726.; ‘ ‘ FILTER 2’ 



The second statement defines FILTER as the wild card 
Translator word for the P conunand. The third statement 
enables the front panel filter (FLTR on). 
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3.10.3 NEW and OLD 

NEW is a reserved word that tells the instrument that the 
ensuing commands may be defined Translator words. The 
instrument will then respond to the Translator words as 
well as Keithley device-dependent commands. The re- 
served word ALIAS automatically places the instrument 
in the NEW mode. NEW is also used to confine Translator 
words and is explained in paragraph 3.10.4. 



OLD is a reserved word that prevents the instrument from 
responding to the defined Translator words. In this mode, 
only the Keithley device-dependent commands will be 
recognized over the bus. 



Programming Example — Enter the following statements in- 
to the computer to place the instrument in the NEW mode; 

REMOTE 726 
OUTPUT 726.: ”HEU’ ’ 



The instrument will go into the NEW mode. 



3.10.4 Combining Translator Words 

Existing Translator words can be combined resulting in a 
Translator word that contains the commands of the two 
(or more) combined words. For example, existing Translator 
words SETUPl and SETUP2 can be combined and 
named SETUPS. When SETUPS is sent over the bus, the 
commands of both SETUPl and SETUP2 will be executed. 
The format for combining Translator words is shown in 
the following example: 

"ALIAS SETUPS NEW SETUPl NEW SETUP2 

Where: 

SETUPS is the new Translator word. 

SETUPl and SETUP2 are words to be combined. 

NEW is a reserved word that tells the instrument that 
SETUPl and SETUP2 are Translator words and not 
Keithley device-dependent commands. , . 



Even though the two words were combined to form 
SETUPS, SETUPl and SETUP2 still exist as valid Translator 
words. 



Wild card Translator words can also be combined with 
other Translator words. The option number used with the 
new word will apply only to the first wild card word in 
the string. For example, assume that FILTER (emulating 
the P command) and FUNCTION (emulating the F com- 
mand) are wild card Translator words that are to be com- 
bined with the normal Translator word SETUPl. The for- 
mat might look hke this; 

"ALIAS TEST NEW SETUPl NEW FUNCTION 
NEW FILTER;" 



The new Translator word is TEST. Whenever TEST is sent, 
the option value sent with that word will only affect func- 
tion since FUNCTION is the first wild card command in 
the string. For example, TEST might be sent over the bus 
in the following format: 

"TEST 3" 



The "3" in the command string will ony affect the FUNC- 
TION command. In this example the instrument will be 
placed in the DCA function (FS). Since the FILTER com- 
mand does not have an assigned option value (due to its 
position in the string), it will default to 0 (disable). 

Programming Example— The following sequence will 
create two Translator words and then combine them to 
form a third Translator word: 



REMOTE 726 

OUTPUT 726.: ' ' ALIA:3 :5ETUP1 FIX ' 
OUTPUT 726.: ’ ’ALIAS SETUP2 ROX ’ 
OUTPUT 726.: ’ ’ ALIAS SETUPS HEW SETUPl NEW 
SETUP27” 



The second and third program statements define the two 
Translator words. The two words combine to form the new 
word (SETUPS). 
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3.10.5 Combining Translator Words With 
Keithley IEEE-488 Commands 

One or more existing Translator words (including wild card 
words) can be combined with Keithley IEEE commands 
resulting in a Translator word that contains the commcinds 
of the Translator words and the Keithley IEEE commands. 
The format for combining Translator words with Keithley 
IEEE commands is shown in the following example: 

"ALIAS SETUPS NEW SETUPl NEW SETUP2 PIZIX 
Where: 

SETUPS is the new Translator word. 

SETUPl and SETUP2 are the existing words. 

PIZIX is the Keithley IEEE command string. 

NEW tells the instrument that SETUPl and SETUP2 are 
Translator words. 



When the Translator word SETUPS is asserted over the 
bus, the commands of the two Translator words and the 
Keithley IEEE commaiid string will be executed. 



Programming Example— The following sequence will 
create two Translator words and then combine them with 
a Keithley IEEE command string to form a new Translator 
word: 

REMOTE 726 

OUTPUT 726; ’ "ALIAS SETUPl FIX ■' •" 
OUTPUT 726.: ’ ■' ALIAS SETUPS R85^: 

OUTPUT 726.: ’ ’ALIAS SETUPS NEU SETUPl 
HEN SETUPS P-12 IX " 



The second and third statements create two Translator 
words. The two Translator words are combined to form 
the word SETUPS. 



3.10.6 Executing Translator Words and Keithley 
IEEE Commands 

Translator words (including wild card words) and Keithley 
IEEE commands can be executed in the same command 
string. The format for doing this is demonstrated in the 
following examples: 

"SETUPl PIZIX" 

'TUNCnON 2 P121X" 



When the first command string is sent over the bus, the 
commands in SETUPl and the Keithley IEEE commands 
will be executed. When the second string is sent, the se- 
cond option of the wild card FUNCTION command and 
the Keithley IEEE commands wUl be executed. 



Programming Example— The following program will assert 
the commands of an existing Translator word and the stan- 
dard Keithley IEEE commands over the bus: 

REMOTE 726 

OUTPUT 726.: ' ‘ :BETUP1 P121X’ ’ 



The commands of SETUPl and the Keithley IEEE com- 
mands (PIZIX) will be sent over the bus. 



3.10.7 SAVE 

Translator words can be remembered by the instrument 
as power up default words by sending the reserved word 
SAVE. If SAVE is not sent. Translator words will be lost 
when the instrument is turned off. Reset is run, or an SDC, 
DCL or LO is sent over the bus. 



When SAVE is sent, the instrument also remembers if it 
was in NEW or OLD. If the instrument is in NEW when 
SAVE is sent, it will power up in NEW. If the instrument 
is in OLD when SAVE is sent, it will power up in OLD. 



Programming Example— With one or more Translator 
words already defined, enter the following statements in- 
to the computer to retain them as power up default words: 

REMOTE 726 
OUTPUT 726.: ‘ ‘SAUE’ ’ 

Current Translator words wiU become power up default 
words. 



3.10.8 LIST 

LIST is a reserved word that can be used to list the existing 
Translator words stored in temporary memory. The most 
recent defined word will be listed first. 
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NOTES: 

1. The U2 command can also be used to list the Translator 
words (see paragraph 3.9.16). 

2. If there are no Translator words in memory, nothing will 
be displayed when the list is requested. 

Programming Example — With Translator words already 
defined, enter he following program statements to list 
them: 



le REMOTE 726 
20 OUTPUT 726.; “LIST” 
30 ENTER 726.: 

40 PRINT 
50 ENB 



The second and third statements will send the word list 
to the computer. The Translator words will be displayed. 



3.10.9 FORGET 

FORGET is a reserved word that is used to purge all Trans- 
lator words from temporary memory. However, Translator 
words that were saved in ETROM the SAVE command 
wiU again be available after power to the instrument is 
cycled. Reset is RUN, or DCL, SDC or LO is sent over the 
bus. 



To purge Translator words from ETROM, first send the 
FORGET command and then send the SAVE-command. 

Ptogtamming Example— Enter the following statements in- 
to the computer to purge all Translator words from tem- 
porary memory; 

REMOTE 726 

OUTPUT 726; “ FORGET” 



3.11 BUS DATA TRANSMISSION TIMES 

A primary consideration is the length of time it takes to 
obtain a reading once the instrument is triggered to make 
a conversion, The length of time wiU vary somewhat de- 
pending on the selected function and trigger mode. Table 
3-15 gives typical times. 

3.12 SCANNER PROGRAMMING 

The paragraphs below discuss the programming com- 
mands necessary to control the optional Model 1992 2/4 
Pole Scanner. The Model 1992 allows you to individually 
switch or scan up to eight 2-pole channels or four 4-pole 
channels. 



Commands to control the scanner are summarized in Table 
3-16. For detailed information on scanner cormections, refer 
to paragraph 2.11. 
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Table 3-15. Typical Trigger to First Byte Out Times 



Range 


AOSO 


Also 


AOSI 


AISI 


DCV 


300 V 


8msec 


15.9msec 


25msec (27.8msec) 


103msec (113msec) 


30 V 


8msec 


15.9msec 


25msec (27.8msec) 


107msec (119msec) 


3 V 


8msec 


15.9msec 


25msec (27.8msec) 


106msec (119msec) 


300mV 


8msec 


15,9msec 


■ 25msec (28 msec) 


108msec (122msec) 


ACV 


300 V 


8msec 


15msec 


24.1msec (28msec) 


30.9msec (34.1msec) 


30 V 


8msec 


15msec 


25 msec (28msec) 


29.9msec (34.1msec) 


3 V 


8msec 


15msec 


25 msec (28msec) 


31.1msec (34.1msec) 


300mV 


8msec 


15msec 


25 msec ^Smsec) 


30.9msec (34.1msec) 


ACA 


30mA 


7.7msec 


15.1msec 


-25.3msec (27.1msec) 


30.9msec (34.1msec) 


3 A 


7.9msec 


15.1msec 


24.9msec (26.9msec 


30.9msec (34.1msec) 


DCA 


30mA 


7.9msec 


14.9msec 


25.1msec (28.1msec) 


30.9msec (34.7msec) 


3 A 


7.9msec 


14.9msec 


25.1msec (27.9msec) 


30.9msec (34.1msec) 


OHMS 


300 


30.1msec 


50 msec 


59.2msec (66.2msec) 


97 msec (113 msec) 


3k 


21.9msec 


50 msec 


58.8msec (64.9msec) 


96.2msec (109.8msec 


30 k 


21.9msec 


50 msec 


58.8msec (65.8msec) 


96.2msec (111.4msec) 


300k 


— 


— 


59.2msec (62.5msec) 


97.8msec (109.8msec) 


3M 


— 


— 


58.1msec (63.7msec) 


112.2msec (125 msec) 


SOM 


— 


__ 


27.8msec (31.8msec) 


353.5msec (362.5msec) 


300M 


— 


— 


27.8msec (30.9msec) 


353.5msec (362.5msec) 



( ) = 50Hz operation 
Internal filter off 
T1 mode 



AD = mux off SO = 4V2 

A1 = mux on SI = SVz 
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Table 3-16. Scanner Programming Commands 



Mode 


Command 


Description 




Scanner Setup 


NO 


All channels open 




3.12.1 






2-pole 


4-pole 






N1 


1 


1 






N2 


2 


2 






N3 


3 


3 






N4 


4 


4 






N5 


5 


CHAN 4 MAX ERROR 






N6 


6 


CHAN 4 MAX ERROR 






N7 


7 


CHAN 4 MAX ERROR 






N8 


8 


CHAN 4 MAX ERROR 






N9 


Step mode 








NIO 


Stop scan, all channels open 










2-Pole Limit 


4-PoIe Limit 






Nil 


1 


1 






N12 


2 


2 






N13 


3 


3 






N14 


4 


4 






N15 


5 


CHAN 4 MAX ERROR 






N16 


6 


CHAN 4 MAX ERROR 






N17 


7 


CHAN 4 MAX ERROR 






N18 


8 


CHAN 4 MAX ERROR 






N19 


CHAN 8 MAX ERROR 


CHAN 4 MAX ERROR 






N20 


Stop scan, all channels open 










2-Pole Limit 


4-Pole Limit 






N21 


1 


1 






N22 


2 


2 






N23 


3 


3 






N24 


4 


4 






N25 


5 - 


CHAN 4 MAX ERROR 






N26 


6 


CHAN 4 MAX ERROR 






N27 


7 


CHAN 4 MAX ERROR 






N28 


8 


CHAN 4 MAX ERROR 




Pole/Ratio 


OO 


2-pole 




3.12.2 




01 


4-poIe 








02 


2-pole ratio 








03 


4-pole ratio 






Scan Interval 


QO 


Defatdt 175msec interval (SELECT OFF) 






Qn 


n= interval in msec (15 < 999999msec) 




Tri^er Delay* 


Wn 


n=delay in msec (0 s 999999msec) 


3.12.4 1 



*Delay to be used as channel settling time. 
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3.12.1 Scanner Setup (N) 

The scanner setup command allows you to control chan- 
nels individually, scan one channel per trigger or interval, 
or scan one set of channels per trigger or interval, as 
discussed below. 



Manual Channel Control 

The commands below' open all channels or close each in- 
dividual channel by sending the appropriate command. 

NO All channels open. 

For the following commands, the indicated channel wiU 
be closed. The closed channel number will appear in the 
right most digit of the display. 

Qosed Channel: 

2-Pole 4-PoIe 



N1 


1 


1 


N2 


2 


2 


N3 


3 


3 


N4 


4 


4 


N5 


5 


CHAN 4 MAX Error 


N6 


6 


CHAN 4 MAX Error 


N7 


7 


CHAN 4 MAX Error 


N8 


8 


CHAN 4 MAX Error 


N9 


CHAN 8 MAX Error 


CHAN 4 MAX Error 



Step (N1D-N18) 

In the step mode, the instrument scans one channel per 
interval {continuous trigger mode), or one channel per trig- 
ger (one-shot trigger mode). V\dth each interval or trigger, 
the instrument closes a channel, takes a reading, and then 
opens that channel. Subsequent intervals or triggers ad- 
vance channels to repeat the sequence. 



The number of channels per step sequence is determined 
by the command option used, which also sets the chan- 
nel limit. The reading interval is set by the Q command 
discussed in paragraph 3.12.3. Available triggers include 
front panel, extern^ trigger input (rear panel), and 
IEEE-488 talk, GET, and X commands. The trigger source 
is determined by the T command. 

NIO Open all channels and stop step sequence. Subse- 
quent intervals or hirers will not cause stepping. 



3-38 



For the following, the closed channel number appears in 
the right-most digit of the display. 



2-pole Limit 



4-poIe Limit 



Nil 1 
N12 2 

N13 3 

N14 4 

N15 5 

N16 6 

N17 7 

N18 8 

N19 CHAN 8 MAX Error 



1 

2 

3 

4 

CHAN 4 MAX Error 
CHAN 4 MAX Error 
CHAN 4 MAX Error 
CHAN 4 MAX Error 
CHAN 4 MAX Error 



Scan Mode 

The scan mode commands allow you to scan a complete 
set of chaimels per programmed interval (continuous trig- 
ger mode) or trigger (one-shot mode), with the channel 
limit determined by the command option. For example, 
if a limit of four is set, the unit will begin at channel 1 and 
then scan through channels 2 to 4 with each trigger 
stimulus or interval. 

N20 Open all channels and terminate scan sequence. 

For the following, the closed channel number will 
appear in the right-most digit of the display. 



2-pole Limit 

N21 1 

N22 2 

N23 3 

N24 4 

N25 5 

N26 6 

.N27 7 

N28 8 



4-pole Limit 
1 

2 . 

3 . . 

4 

CHAN 4 MAX Error 
CHAN 4 MAX Error 
CHAN 4 MAX Error 
CHAN 4 MAX Error 



Power-up DCL/SDC Default 

Upon power up, or after a DCL or SDC, the NO mode (all 
channels open) will be selected. 
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NOTES: 

1. In order to use all eight channels in the 2-pole mode, 
the A and B outputs must be connected in parallel with 
the DMM inputs, as discussed in paragraph 2.11. 

2. When using the scanner with data store, the number 
of sets of data that are stored is determined both by the 
data store size (I) command, as well as the number of 
channels per scan. For example, with a programmed size 
of 400 readings, and a scan limit of eight channels, 50 
sets of data will be stored (4fK)/8=50). 

3. A "CHAN 4 MAX" error will occur if you attempt to 
program a limit greater than 4 with the unit in the 4-pole 
mode. 

4. Sending a scanner command with no scanner installed 
will result in an "IDDC" error. 



Programming Example— To demonstrate scanner program- 
ming, close chaimel 3 by entering the following statements. 

REMOTE 726 
OUTPUT 726 .; * ‘ U3K’ ’ 



Note that the closed channel (3) is displayed in the right- 
most digit. 

To open the channel and return the display to normal, 
enter the following statement. 

OUTPUT 726 .: "■ ‘ N0X’ ’ 



3.12.2 Pole/Ratio Mode (O) 

The O command controls 2/4 pole normal mode opera- 
tion, as well as 2/4 pole ratio operation. In the 2-pole mode, 
up to eight channels can be scanned, while a maximum 
of four channels can be scanned in the 4-pole mode. 

NOTE 

If you attempt to program the 4-pole mode with 
channels 5-8 already closed, the pole mode will 
not be changed and a "CHAN 4 MAX" error will 
occur The dosed channel will not be opened. 



In the ratio mode, the unit computes the ratio between 
the channel 2 through 8 reading to the channel 1 reading, 
in order to determine ratio, the unit first takes a reading 
on chaimel 1, and then computes the ratio for the remain- 
ing channels as follows: 



CHn 

R = 

CHI 

Where: R = ratio 

CHn = channel number (2 through 8) 

CHI = channel 1 

The result is then sent over the bus as requested or stored 
in the data store buffer if enabled. Ratio values are iden- 
tified with the RAJ prefix in the data string, which is 
discussed more fully in paragraph 3.9.12. 



Upon power up, or after a DCL or SDC, the OO (2-pole) 
mode will be in effect. 



Programming Example — Enter the statements below to 
program the unit to operate in the 4-pole mode. 

REMOTE 726 
OUTPUT 726 ‘QIX’ ' 

3.12.3 Reading interval and Delay 
Programming 

The programmed reading interval determines the time 
period between channels in the step mode, and the time 
period between sets of channels in the scan mode. Inter- 
val is programmed with the Q command as follows: 

QO = Default interval, 175msec (SELECT ON) 

Qn = User programmed interval 

Here, n is the interval time in milliseconds, with an 
allowable range of 15 to 999 999msec. The factory default 
value for interval is 175msec. The instrument will assume 
that value upon power up, or after a DCL or SDC. 



A channel settling time can be programmed by using the 
delay (W) command. When a scan delay is used, the in- 
strument will wait the programmed delay period after clos- 
ing a channel before taking a reading. Thus, the delay 
period acts as achannel settling time to allow signals to 
settle before each measurement. 



The scan delay (settling time) can be programmed be sen- 
ding the W command as follows: 

Wn 
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Here, n represents the delay period in mesec, with an 
allowable range of 0msec to 999.999msec. The factory 
default value for the delay parameter is 0msec. The instru- 
ment will assume that value upon power up, of after a DCL 
or SDC. 



NOTES; 

1. An "INTERVAL OVERRUN" error will occur if the pro- 
grammed interval is too short for the present instrument 
configuration. 

2. The programmed interval also affects the reading rate, 
as well as the data store interval in the continuous trig- 
ger mode. 

3. A trigger delay of at least one second should be used 
with AC measurements. 

4. The programmed interval must be longer than the delay 
time, or an 'INTERVAL OVERRUN" error will occur. 



3.12.4 Using Data Store with the Scanner 

Scanner data can easily be stored within the data store buf- 
fer for later recall. The following discussion provides a 
general outline of programming methods for doing so. 
Some modification of these methods may be necessary for 
your particular application. 



Scanner Programming 

Basically, program the unit as follows: 

1. Program the scanner for 2- or 4-pole operation with the 
O command. For example, for 2-poIe mode, send "OOX". 
Be sure that connections are proper for the selected 
mode (see paragraph 2.11 for det^s). 

2. Use the N command as required to select the type of 
scanning operation. To dose individual channels, simply 
send N followed by the appropriate channel number. 
For step or scan, use NIO through N18, or N20 through 
N28, as described in paragraph 3.12.1. 

3. If you wish to scan at programmed intervals, select a 
continuous trigger mode, and then select the data store 



interval with the Q command. For example, send Q500X 
for a 500msec interval. If you wish to trigger each chan- 
nel separately, select a one-shot trigger mode. This setup 
will require one trigger per channel, or one trigger per 
set of channels, depending on the scanner setup. 

4. Program the data store size with the I command. Keep 
in mind that this value represents the total number of 
individual channels that will be stored. For example, if 
you select 400 and are scanning all eight channels, the 
maximum number of data sets is 50 (400/8 = 50). 

5. Trigger the instrument to begin the scanning sequence. 
The trigger stimulus will depend on on the programmed 
trigger mode. For example if you are using T2 or T3, send 
GET to trigger the instrument. Also, if you have pro- 
grammed the one-shot trigger mode, it will be necessary 
to trigger the instrument for each channel (step) or set 
of channels (scan). 



Reading Scaiuied Data 

Once data has been scanned and stored, it can be read 
back from the instrument over the bus. One method to 
determine when the instrument is finished is to program 
the unit to generate an SRQ when the data store is one- 
half full or completely full (M2 or M4). Program the in- 
strument for data store output by sending "BIX" and then 
request data in the usual manner. If buffer locations and 
channel numbers are required, use the G6 or G7 data 
format. 



Programming Example 

The program below demonstrates basic data store opera- 
tion with the scanner. The program sets up the instrument 
for DCV, 3V range, 2-poIe mode with eight channels. The 
urrit is also set up to store one channel per interval; the 
interval is programmed for a value of one second. The total 
number of readings is set to 80, which will accommodate 
ten sets of scanner data at eight channels per set. 

The program comments on each line are self-explanatory. 
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PROGRAM 



COMMENTS Connections 



10 REMOTE 726 
20 DIM Aft 25 3 



30 OUTPUT 726 ; ‘ ‘F0R2K' ’ 

40 OUTPUT 726 ; ‘ O0K’ ’ 

50 OUTPUT 726 ‘ ‘ HISX- • 

60 OUTPUT 726 ; ‘ ‘ Q1000X’ ’ 

70 OUTPUT 726 ‘ ‘T2X- ' 

30 OUTPUT 726 ; ‘ I30M’ ’ 

90 OUTPUT 726 ‘ ‘ M2X’ ’ 

100 TRIGGER 726 
110 3 = SPOLL <726> 

120 IF NOTBITc;S, 1 > THEN 110 

130 3 = SP0LL<:?26> 

140 OUTPUT 726 ‘ B1H10X’ ■' 

150 OUTPUT 726 ' G6X’ ’ 

160 FOR I = 1 TO 30 

170 ENTER 726 ; Af 
180 PRINT Af 
190 NEXT I 

200 END 



Put 199 in remote. 
Dimension" reading 
input string. 

DCV, 3V range. 
Select 2-pole mode. 
One channel per 
store interval. 

One second data 
store interval. 
Continuous GET 
trigger mode. 

Store 80 readings 
in data store. 

SRQ when data 
store is full. 

Trigger 199. 

Get IEEE-488 bus 
status. 

Wait for SRQ on 
data store full. 

Qear SRQ. 

Data from data 
store, stop scan. 
Format with loca- 
tions, channels. 
Loop for all 80 
readings. 

Get 1^ reading. 
Display reading. 
Loop back for next 
reading. 



3.12.5 Testing Resistors 

The Model 1992 Scanner adds versatility to the Model 199 
by allowing the unit to test multiple sources. One possi- 
ble application for the scanner would be to test multiple 
resistors and compare their values with a precisely known 
reference resistance. The ratio mode could be used to deter- 
mine the degree of variability among the various resistors. 
The following paragraphs discuss connections for 2-pole 
and 4-pole testing of resistors and also list a sample pro- 
gram for doing so. 



Typical connections for 2-pole and 4-pole modes are shown 
in Figures 3-lD and 3-11. The 4-poIe mode is recommend- 
ed for making measurements on the 300Q, 3kn, and 30kfl 
ranges in order to attain rated accuracy. For the 2-p_oIe 
mode, the reference resistor should be connected to chan- 
nel 1 only; in the case of the 4-pole mode, the reference 
resistor is cormected to both channel 1 and 5. The resistors 
being compared are connected to the remaining channels 
as indicated. 



The scanner output connections also differ. For the 2-pole 
mode (Figure 3-10), OUT A and OUT B are strapped 
together (H to H, L to L) and then connected to the VOLTS 
OHMS terminals of the Model l99 (the rear panel ter- 
minals are most convenient for scanner use; just be sure 
the rear panel terminals are selected with the front panel 
switch). In the case of the 4-pole connections, OUT A is 
connected to the VOLTS OHMS terminals, while OUT B 
is connected to the OHMS SENSE terminals. 



Example Program 

The program below can be used to test resistors as outlined 
above. The program will prompt you cis to whether the 
2-pole or 4- pole mode is to be used and then program the 
instrument accordingly. In order to use the program, per- 
form the following steps. 

1. Connect the resistors to the scanner, as shown in Figure 
3-10 or 3-11. For resistances below 30kfi, the 4-pole mode 
is recommended for rated accuracy. 

2. Enter the lines below into the computer and check the 
program for errors. 

3. Run the program, and select the 2- or 4-poIe mode as 
required. 

4. The test will then be run, and the results will be shown 
on the computer CRT. The results will be shown as a 
percent of tolerance from the reference resistor con- 
nected to channel 1 (and 5 for the 4-poIe mode). 
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Figure 3-10. 2-Pole Resistor Test Connections 
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PROGRAM 



COMMENTS 



20 CLEAR 726 

30 OUTPUT 726 = ‘ F2R3T2X’ ’ 

40 OUTPUT 726 ■= ‘ Q1O00K’ ’ 

50 PRINT I - 2 -POLE riODE" ' 

60 PRINT “2: 4- POLE MODE'" ' 

70 PRINT 

S0 PRINT ‘ ‘SELECT MODE’ ' 

96 INPUT 0 

100 IF 0 < 1 OR 0 > 2 THEN 80 
110 IF 0 = 1 THEN N = S ‘ 

120 IFO = 2.THEHN = 4 
130 0 = 0-i-l 

1 40 OUTPUT 726 “ N ' ’ N+ 1 6 “ K ” . 
1 50 OUTPUT 726 ‘ ‘ Q’ ’ ; 0; ‘ ‘ 1C’ . 

160 OUTPUT 726 ; ‘ ‘ M2K’ ’ 

170 OUTPUT 726- ‘ ‘ I ’ ’ N.; ‘ ‘X’ ’ 

180 PRINT ‘ ‘PRESS ’CONT’ TO BEGIN” 

190 PAUSE 

260 TRIGGER 726 

210 PRINT ‘ ‘SCANNING. . . ” 

£20 S = SPOLL <726.;:' 

230 IF NOT BIT <Sj 1 ;■ THEN 220 
240 S= SPOLL <726 > 

260 OJJTPLIT 726 ‘ ‘ GIEINIOK’ ’ 

270 ENTER 726 iRl 
£S0 FOR I = 2 TO N 
290 ENTER 726 R 

300 PRINT “ CH” I ; ” TOLERANCE 
IS” ;<R-l>*100.i 

310 NEXT I 
320 END 



Set 199 to default conditions. 

Ohms function, 30k range, GET trig. 
Store data every second. 

Prompt for 2- or 4-pole. 



Input mode prompt. 

Check response limits. 

Set number of readings depending 
number of poles. 

Define O mode parameter. 

Program step mode, limit. 

Program pole/ratio mode. 

SRQ when data store is full. 

Number of readings in data store. 

Prompt to begin data storage. 

Trigger 199 to scan and store readings. 

Get rEEE-488 bus status. 

Wait for SRQ. 

Qear SRQ. 

Data store reading, stop scan. 

Get channel 1 reading. 

Loop for all remaining channels. 

Get ratio reading from 199. 

Compute and display percent tolerance of resistor. 
Loop back for next channel. 



3.12.6 Amplifier Gain Testing 

The scanner can be used to simplify gain testing of 
cunplifiers. As shown in Figure 3-12, a signal generator sup- 
plies a test signal to the inputs of all seven amplifiers be- 
ing tested. Channel 1 of the scanner is connected directly 
to the signal generator, while channels 2 through 8 of the 
scanner are connected to the amplifier outputs. 



The gain of each amplifier is given as follows: 



Voi/7- 




Thus, the ratio mode of the Model 199/1992 can be used 
to compute the gain of each amplifier automatically. 



Example Program 

The example program below can be used to run the 

amplifier tests described above. In order to use this pro- 
gram, proceed as follows: 

1. Enter the program, and check it for errors. 

2. Make certain the primary address of the Model 199 is 
set to 26. 

3. Connect the equipment together, as shown in Figure 
3-12. 

4. Set the signal generator to the desired test frequency 
(< 300kHz) and amplitude. 

5. Rim the program and select the desired range based on 
the maximum expected output voltages. 

6. The instrument wUl perform the tests and display the 
gain values on the computer CRT after all seven 
amplifiers have been tested. 
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PROGRAM 



COMMENTS 



20 OUTPUT 726 ‘ ‘ L0X" ’ 

30 OUTPUT 726 .! -'‘FIX” 

40 OUTPUT 726 “T2X’ ’ 

50 PRINT ‘ ‘ 1 - 300MU’ ’ 

60 PRINT ‘ ‘ 2 - 3U» ’ 

70 PRINT ‘ • 3 - 30U’ ’ 

80 PRINT ' ‘4 - 300U’ •’ 

9.0 PRINT 

100 PRINT ‘ ‘ SELECT RANGE’ ’ 

1 10 INPUT R 



120 OUTPUT 726 


“R” .:R 


1 30 OUTPUT 726 


i i 02X’ ’ 


140 OUTPUT 726 


‘ ‘ N18X’ 


150 OUTPUT 726 


‘ ‘M2X’ ’ 


160 OUTPUT 726 


‘ ‘ Q1000: 


170 OUTPUT 726 


‘ ISX’ ’ 



180 PRINT ‘ ‘ PRESS ‘CONT’ TO BEGIN’ ’ 

190 PAUSE 

200 PRINT “SCANNING, ” 

210 TRIGGER 726 

220 STATUS 7 j l^S 

230 IF NOT EITCSj 10> THEN 220 

240 S=SP0LL<726> 

250 OUTPUT 726 i “ GIX’ ’ 

260 OUTPUT 726 ; “ E:1X’ •' 

270 ENTER 726 A 
280 FOR I =- 2 TO 8 
290 ENTER 726 A 

300 PRINT ‘ • ANPLIFIER’ ’ I “ GAIN=’ ’ A 
310 NEXT I 
520 ENIf 



Recall default setup. 

Select ACV function. 
Continuous, GET trigger mode. 
Select range. 



input range. 

Program 199 range. 

2-pole ratio mode. 

Step, channel 8 limit. 

SRQ on data store full. 

Scan interval is one second. 
Store size = 8, turn on store. 
Pause to make sure all is ready. 



Trigger scan. 

Get bus status. 

Wait for SRQ on store full. 
Serial poll to SRQ. 

Reading, no prefix data format. 
Readings from data store. 

Get channel 1 reading. 

Get gain readings. 

Get reading. 

Display gain value. 

Loop back for next reading. 
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CH 1 H i 
CH2H i 
CH3H j 
CH4H I 

CH 5 H I 
CH6 H i 
CH 7 H / 
CH8H N 

CARD 



Figure 3-12. Amplifier Gain Test Configurations 
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SECTION 4 

Performance Verification 



4.1 INTRODUCTION 

The procedures outlined in this section may be used to 
verify that the instrument is operating within the limits 
stated in the specifications at the front of this manual. Per- 
formance verification may be performed when the instru- 
ment is first received to ensure that no damage or misad- 
justment has occurred during shipment. Verification may, 
also be performed whenever there is a question of instru- 
ment accuracy, or following calibration, if desired. 



NOTE 

If the instrument is still under warranty (less than 
1 year from the date of shipment), and its perform- 
ance falls outside the specified range, contact your 
Keithley representative or the factory to determine 
the correct course of action. 



4.2 ENVIRONMENTAL CONDITIONS 

All measurements should be made at 18 - 28“C (65 - 82°F) 
and at less than 80% relative humidity. 



4.3 INITIAL CONDITIONS 

The Model 199 must be turned on and allowed to warm 
up for at least two hours before beginning the verfication 
procedures. If the instrument has been subject to extremes 
of temperature (outside the range specified in paragraph 
4.2), additional time should be allowed for internal 
temperatures to reach normal operating temperature. 
Typically, it takes one additional hour to stabilize a unit 
that is 10°C (18°F) outside the specified temperature range. 



4.4 RECOMMENDED TEST EQUIPMENT 

Table 4-1 lists all test equipment required for verification. 
Alternate equipment may be used as long as the substitute 
equipment has specifications at least as good as those listed 
in the table. 



NOTE 

The verification limits in this section do not include 
test equipment tolerance and are based on one 
year accuracy specifications. 



Table 4-1. Recommended Test Equipment 



Mfg 


Model 


Description 


Specifications 


Fluke 


5440A 


DC Voltage Calibrator 


300m V, 3V, 30V, 300V ranges ±15ppm. 


Fluke 


5200A 


AC Voltage Calibrator 


300mV, 3V, 30V ranges; 20Hz ±0.1%; 
50Hz-20kHz 0.02%; lOOkHz +0.33%. 


Fluke 


5215A 


AC Power Amplifier 


300V range: 20Hz ±0.12%; 50Hz-20kHz ±0.04%; 
100kHz±0.1% 


Fluke 


5450A 


Resistance Calibrator , 


300D-3MD ranges ±15ppm; SOMH ±32ppm; 
300MQ range ±225ppm 


Valhalla 


2500E 


AC-DC Current Calibrator 


30mA, 3A ranges ±0.03% DC, ±0.1% AC to 5ktiz 
(at full scale output) 
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4.5 VERIFICATION PROCEDURES 

The following paragraphs contain procedures for verify- 
ing the one year accuracy specifications of the instrument, 
at 5V2d resolution, for each of the five measuring functions: 
DC volts, TRMS AC volts, ohms, TRMS AC amps, and DC 
amps. These procedmes are intended for use oiiy by quali- 
fied personnel using accurate and reliable test equipment. 
If the instrument is out of specifications and not under 
warranty, refer to Section 6 for calibration procedures. 

WARNING 

The maximum common>mode voltage (voltage 
between input low and chassis ground) is 500V 
peak. Exceeding this value may cause a break- 
down in insulation, creating a shock hazard. 
Some of the procedures in this section may ex- 
pose the user to dangerous voltages. Use stan- 
dard safety precautions when such dangerous 
voltages are encountered. 



4.5.1 DC Volts Verification 

V\dth the Model 199 set to SVzd resolution, verify the DC 
volts function as follows: 



CAUTION 

Do not exceed 300V between the input HI and 
LO terminals or damage to the instrument may 
occur. 



1. Select the DCV function and autorange. 

2. Connect the DC voltage calibrator to the Model 199 as 
shown in Figure 4-1. 

3. Set the calibrator to OV and enable zero on the Model 
199. Verify that the display is reading OOO.OOOmV ±2 
counts. 



NOTE 

Low measurement techniques should be used 
when checking the 300mV DC range. Refer to para- 
graph 2.6.5 for low level measurement considera- 
tions. 

4. Set the calibrator to output -i-300mV and verify that the 
reading is within the limits listed in Table 4-2. 

5. Disable zero and leave it disabled for the remainder of 
, the DCV verification procedure. 

6. Check the 3V, 30V, and 300V ranges by applying the 
respective DC voltage levels listed in Table 4-2. Verify 
to see that the reading for each range is within the limits 
listed in the table. 



7. Repeat the procedure for each of the ranges with 
negative voltages. 



Table 4-2. Limits for DC Volts Verification 



199 

DCV Range 


Applied 
DC Voltage 


Allowable Readings 
(3S°to 28°0 


300mV 


300.000mV 


299.961 to 300.039 


3 V 


3.00000 V 


2.99977 to 3.00023 


30 V 


30.0000 V 


29.9970 to 30.0030 


300 V 


300.000 V 


299.970 to 300.030 



NOTE: Repeat procedure for negative voltages. 




Figure 4-1. Connections for DC Volts Verification 



4.5.2 TRMS AC Volts Verification 

With the instrument set to 5V2d resolution, perform the 
following procedure to verify the AC volts function: 



CAUTION 

Do not exceed 300V RMS, 425V peak 10^* Hz 
between the input HI and LO terminals or instru- 
ment damage may occur. 



1. Select the ACV function and autorange. Do not use zero 
to cancel the offset in this procedure. Turn zero off, if 
it is enabled. 

2. Connect the AC calibrator to the Model 199 as shown 
in Figure 4-2. 

3. Set the calibrator to output 290mV at a frequency of 20Hz 
and verify that the reading is within the limits listed in 
Table 4-3. 

4. Repeat the 290mV measurement at the other frequen- 
des specified in Table 4-3. 

5. Repeat the procedure for the 3V, 30V and 300V ranges 
by applying the respective AC voltages listed in Table 
4-3. Check to see that the reading for each range is 
within the limits listed in the table. 
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Table 4-3. Limits for TRMS AC Volts Verification 



199 


Applied 


Allowable Readings (18“C to 28°Q 


ACV Range 


AC Voltage 


20Hz 1 


50Hz 


200Hz 


lOkHz 


lOOkHz 


300mV 


290.000mV 


284.100 
to 1 

295.900 


288.885 

to 

291.115 


289.365 

to 

290.635 


289.365 

to 

290.635 


283.900 

to 

296.100 


3 V 


2.90000V 


2.84100 j 
to 

2.95900 


2.88885 

to 

2.91U5 


2.89365 

to 

2.90635 


2.89365 

to 

2.90635 


2.85350 

to 

2.94650 


30 V 


29.0000V 


28.4100 

to 

29.5900 


28.8885 

to 

29.1115 


28.9365 

to 

29.0635 


28.9365 

to 

29.0635 


28.5350 

to 

29.4650 


300 V ; 


290.000V 


284.100 

to 

295.900 i 


288.885 

to 

291.U5 


289.365 

to 

290.635 


289.365 

to 

290.635 


* 



*Do not apply 290V at lOOkPfz to the input. This exceeds the V*H? limit of the 
instrument. Maximum TRMS AC volt input at lOOkHz is lOOV. On the 300V range, 
allowable readings with lOOV @ IDOkHz applied to the input are 98.200 to 101.800. 
See paragraph 2.6.7 for clarification of the V*Hz specification. 




Figure 4-2. Connections for TRMS AC Volts 
Verification 



CAUTION 

Do not exceed 425V peak or 300V RMS between 
the input HI and LO terminals or damage to the 
instrument may occur. 



1. Select the ohms function and autorange. 

2. Using Kelvin test leads (such as the Keithley Model 1641) 
connect the resistance calibrator to the Model 199 as 
shown in Figure 4-3. 

3. Set the calibrator to the SHORT position and enable zero 
on the Model 199. Verify that the display reads 000.000. 

4. Set the calibrator to output 1900 and verify that the 
reading is ■within the limits listed in Table 4-4. 

5. Disable zero and leave it disabled for the remainder of 
the ohms verification procedure. 

6. Utilizing Figures 4-3 and 4-4, check the 3kQ through 
300MO ranges by applying the respective resistance 
levels listed in Table 4-4. Verify that the readings are 
within the limits listed in the table. 



4.5.3 Ohms Verification 

With the Model 199 set to SVzd resolution, verify the ohms 
function as follows: 
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Table 4-4. Limits for Ohms Verification 



199 Range 


Set up 


Applied 

Resistance 


Allowable Readings 
(18°C to 28'^C) 


300 Q 
3kQ 
30kfi 
300 kfl 
3Mfi 
30MQ 
300Mf2 


Figure 4-3 
Figure 4-3 
Figure 4-3 
Figure 4-4 
Figure 4-4 
Figure 4-4 
Figure 4-4 


190.000 Q 
1.90000 kfl 

19.0000 kfi 

190.000 kfi 
1.90000MQ 
19.0000MO 
100.000MQ 


189.973 to 190.027 
1.89980 to 1.90020 
18.9980 to 19.0020 
189.948 to 190.052 
1.89940 to 1.90060 
18.9767 to 19.0233 
97.995 to 102.005 




Figure 4-3. Connections for Ohms Verification 
(300Q— 30kQ Range) 




4.5.4 DC Current Verification 

With the instrument set to SVid resolution, verify the DC 
current function as follows: 



CAUTION 

Do not exceed 3A to the AMPS and LO input ter- 
minals or the front panel current fuse will blow. 



1. Select the DCA function and autorange. 

2. Connect the DC current calibration source to the Model 
199 as shown in Figure 4-5. 

3. Set the calibration source to output -!-30mA and verify 
that the reading is within the limits listed in Table 4-5. 

4. Repeat the procedure for the 3A range by applying the 
DC current level listed in Table 4-5, Check to see that 
the reading is within the limits listed in the table. 

5. Repeat the procedure for each of the two ranges with 
negative current levels. 



Table 4-5. Limits for DC Current Verification 





Applied 


Allowable Readings 




DC Current 


(18“C to 28X) 




30.0000mA 


29.9835 to m0165 




3.00000 A 


2.99685 to 3.00315 



Figure 4-4. Connections for Ohms Verification 
(300kQ— 300MQ Ranges) 
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Figure 4-5. Connections for DC Current Verification 



4.5.5 TRMS AC Current Verification 

With the instrument set for 5%d resolution, verify the AC 
current function as follows: 



CAUTION 

Do not exceed 3A to the AMPS and LO input ter- 
minals or the front panel current fuse will blow. 



L Select the ACA function and autorange. Do not use zero 
to cancel any offset in this procedure. 

2. Connect the AC current calibration source to the Model 
199 as shown in Figure 4-6. 

3. Set the calibration source to output 30mA at a frequen- 
cy of 20Hz and verify that the reading is within the limits 
listed in Table 4-6. 

4. Repeat the 30mA measurement at the other frequencies 
specified in Table 4-6. 

5. Repeat the procedure for the 3A range by applying the 
AC current level listed in Table 4-6. Check to see that 
the reading is within the limits listed in the table. 




Figure 4-6. Connections for TRMS AC Current 
Verification 



Table 4-6. Limits for AC Current Verification 



199 

Range 


Applied 
AC Cuneni 


Allowable Readings (18®C to 28°C) 


20Hz 


45Hz 


5kHz 


30mA 


29.0000mA 


28.4100 

to 

29.5900 


28.8160 

to 

29.1840 


28.8160 

to 

29.1840 


m 


2.90000A 


2.84100 

to 

2.95900 


2.88160 

to 

2.91840 


2,88160 

to 

2.91840 
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SECTION 5 

Principles of Operation 



5.1 INTRODUCTION DC Volts 



This section contains an overall functional description of 
the Model 199. Detailed schematics and component loca- 
tion drawings are located at the end of this instruction 
manual. 



5.2 OVERALL FUNCTIONAL DESCRIPTION 

A simplified block diagram of the Model 199 is shown in 
Figure 5-1. The instrument may be divided into two sec- 
tions: analog and digital circuitry. The analog and digital 
sections are electrically isolated from each other by the use 
of opto-isolators for control and communications. Separate 
power supplies for the analog and digital sections ensure 
proper isolation. 



The analog section consists of the signal conditioning cir- 
cuits, multiplexer, input amplifier, A/D converter and con- 
trol circuitry. The heart of the digital section is 68B09 
microprocessor that supervises the entire operation of the 
instrument. Additional digital circuitry includes the display 
and IEEE-488 interface. 



If the optional Model 1992 Scanner is installed, it is con- 
trolled through the control circuits located on the analog 
board. Connections to the DMM inputs are supplied by 
the user. 



5.3 ANALOG CIRCUITRY 

The detailed circuitry of the Model 199 analog section is 
located on schematic diagram number 199-126. 



5.3.1 input Signal Conditioning 

Signal conditioning circuitry modifies the input to a signal 
that is usable by the Model 199 and applies that signal to 
the multiplexer. 



Signal conditioning for the 30V and 300V ranges is per- 
formed by resistor divider network R17. On these ranges, 
Kl, K2, and K3 are open, and the divider network is con- 
nected to signal ground through Qll and U22A. The 
following attenuation of the input signal is provided; 

Divided by 10 on the 30V range. 

Divided by 100 on the 300V range. 

On the 30V range, Q13 is on and Q3 is off routing the in- 
put signal in the multiplexer (Q35). On the 300V range, 
Q13 is off and Q3 is on routing the input signal to the 
multiplexer (Q35). On the 300mV and 3V ranges, the in- 
put signal is removed from the resistor divider network 
(Q13 and Q3 off) and applied directly to the multiplexer 
through Kl and Q30. 



AC Volts 

The basic steps involved in ACV conditioning are as 

follows: 

1. Relay K4 applies the ACV input to the gain circuitry. 
Here the signal undergoes a gain factor of 10 (300mV 
range), 1 (3V range), 1/10 (30V range) or 1/100 (300V 
range). 

2. The signal is then applied to the TRMS converter (U27) 
where the AC signal is converted to a DC signal. 

3. The DC signal is then applied to the multiplexer. 



On the 300mV and 3V ranges, the signal is routed through 
relay K5 and buffer U28A. On the 3V range, the signal pro- 
ceeds through analog switch U21C and buffer U26B before 
being applied to the TRMS converter (U27). On the 300mV 
range, tiie signal is detoured through analog switch U23A 
to U28B which is configured as a XIO amplifier. The 
amplified signal then proceeds through analog switch 
U23B and buffer U26B to the TRMS converter (U27). 
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On the 30V range, the signal is applied to U26A, Because 
analog switch U21A is open on this range, amplifier U26A 
has a feedback resistance of llSkQ (R32) which results in 
a gain factor of 1/10. The divided signal is then routed 
through analog switch U21B and buffer U26B to the TIRMS 
converter (UZ^). 



On the 300V range, the signal is applied to U26A. Because 
analog switch U21A is closed on this range, amplifier U26A 
has a feedback resistance of llSkO (R32) in parallel with 
Bkfi (R24), resulting in a gain factor of 1/100, The divided 
signal is then routed through analog switch U21B and buf- 
fer 026B to the TRMS converter (U27). 




Figure 5-1. Overall Block Diagram 
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OHMS 

Resistance measurements are made using the ratiometric 
technique (see Figure 5-2). When the resistance function 
is selected, a series circuit is formed between the ohms 
source, a reference resistor and the external unknown 
resistance. A current flows through the reference resistor 
and the unknown resistance. Since this current is common 
to both resistances, the value of the unknown resistance 
can be calculated by measuring the voltage across the 
reference resistor and the voltage across the unknown 
resistance. 



The following ohms reference resistors are used (see Figure 
5-3). 

300fl and 3k0 ranges: R26 (2k0) 

30kQ range: R23 (30kS) 

300kD range: R17B U R17C (lOOkfi) 

3MH range: R17A !l R17B (IMO) 

30MQ and 300MQ ranges: R17A (lOMS) 

By measuring the four inputs to the AID converter the 
unknown resistance can be computed by the 
microprocessor using this equation:- 

R*Ef*(VQ SENSE HI - Vn SENSE LO) 

Rx — 

Vfi REF HI - vn REF LO 



For the 300Q range VO SENSE HI and VQ SENSE LO are 
actually multipled by a factor of 10 in the input buffer 
circuit. 



Protection on the ohms ranges is accomplished by RTl and 
Q16. For an input voltage applied to the Q input terminals, 
Q16 clamps the voltage to the reference resistors to a safe 
limit. RTl limits the current to Q9 and Q16. 



The Model 199 is equipped to make 2- or 4-terminal resis- 
tance measurements. Generally, 4terminal measurements 
should be made on the 300n range because the relatively 
large output current can develop a significant voltage 
across the test leads, affecting measurement accuracy. 



Figure 5-2 shows the equivalent circuit of the input circuit. 
R;c is the unknown measured resistance and Rl, R2, R3 
and R4 represent the test lead resistance. R2 and R3 are 
connected, only during 4terminal measurements. When 
using a 2-terminal configuration, all the current flows 
through the test leads Rl and R4. If Rx has a low value, 
the amount of voltage developed across the test leads can 
be significant. 

Since the voltage is sensed across the combined resistance 
of Rl, Rx and considerable error can be introduced in- 
to the reading. To use a 4terminal connection, a second 
set of leads (R2 and R3) are connected to the unknown 
resistance. The amount of current through R2 and R3 is 
much smaller than the current through Rl and R4. Thus, 
the voltage seen by the instrument is much closer to the 
actual value across the measured resistance, minimizing 
the error. 



DC Amps and AC Amps 

The resistor current shunt network R75 and R30 is con- 
figured so that a full scale current input will result in a 
300mV drop across the network on both current ranges. 
For 30mA DC, this voltage is routed to the multiplexer 
through U23C and U22B. for 3A DC, this voltage is routed 
to the multiplexer through Q37 and U22B. for AC Amps, 
the signal is routed through U23D to XIO amplifier U28B. 
The amplified signal then travels through analog switch 
U23B and buffer U26B to the TRMS converter. The con- 
verted DC signal is then routed to the multiplexer. 
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n Ref HI 



To Q35 of 
Multiplexer 



R17A < R17B < R17C < R23 
lOMfl > l.inMri > 110.95k£l> 30kn 



a Ref LO 
(30k£2) 

n Ref LO 
(3000, 3kO) 



To U24C of 
Multiplexer 

To U24D of 
Multiplexer 




£1 Sense HI 



O Sense LO 



Q Ref LO V To 034 of 
(300k0, 300MO ) '' Multiplexer 



To Q30 of Multiplexer 



To U24B of Multiplexer 



^Ref • (VO Sense H! - VO Sense LO) 
VORef HI - VO Ref LO 



Figure 5-3. Resistance Measurement Simplified Circuitry 
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5.3.2 Multiplexer 

The multiplexer circuitry selects among the various signals 
that are part of the Model 199 measurement cycle and con- 
nects them to the input buffer amplifier. Figure 5-4 shows 
a simplified schematic of the multiplexer circuitry. The 
Front/Rear INPUT switch detector U25B is not part of a 
measurement cycle. 



Figure 5-5 shows the general switching phases for the 
various signals. During each phase, an integration is per- 
formed by the AID converter, and the resultant data is 
used by the microprocessor to calculate the final reading. 




Figure 5-4. JFET Multiplexer 
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A. Typical Voltage and B. Typical Resistance Measurements 

Current Measurements 



Figure 5-5. Multiplexer Phases 
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5.3.3 -2.8V Reference Source 

Voltage and current measurements are based on compar- 
ing the unknown signal with an internal -2.8V reference 
voltage source. During each measurement cycle, the 
unknown signal is sampled and then compared with 
signal common and the -2.8V reference values. 



VR2 provides a highly stable -6.4V reference, while UB 
and R66 provide a constant current to minimize zener 
voltage variations. R68 and R69 divide down the -6.4V 
value to the final -2.8V reference voltage. 



5.3.4 Input Buffer Amplifier 

The input buffer amplifier, U46, provides isolation between 
the input signal and the A/D converter. The amplifier can 
be configured for XI or XIO gain with R71 and R64 acting 
as the feedback network. When XI gain is selected by the 
microprocessor, feedback is routed through pin 12 of the 
analog switch U45A. At XIO gain, feedback is routed 
through pin 13 of the multiplex switch. Amplifier gain con- 
figurations for the various functions and ranges are listed 
in Table 5-1. 



Table 5-1. Input Buffer Amplifier (U46) Gain 
Configuration 



Function 


Range 


Gain 


DC Volts 


300mV 


XIO 




3-300V 


XI 


AC Volts 


All 


XI 


Ohms 


3000 


XIO 




3k-300Mfi 


XI 


DC Amps 


All 


XIO 


AC Amps 


All 


XI 



5.4 A/D CONVERTER 

The Model 199 uses a constant frequency, variable pulse 
width, analog-to-digital converter. A simplified schematic 
of the A/D used in the Model 199 is shown in Figure 5-6. 



The charge balance phase begins when the input enable/ 
disable line is set high. This occurs at the end of a software- 
generated delay period that allows the signal to settle after 
the appropriate multiplexer FET is turned on . Once the 
input is enabled, the signal from the buffer amplifier is 
added to the level shift current applied through R62C and 
R61 or R61 only. In this manner, the ±3.03V bipolar signal 
from the buffer amplifier is converted to a unipolar signal 
that can be integrated. 

The integrator is made up of Ql, U19 and C32. When the 
input to the integrator is applied, the integrator output 
ramps up until its voltage is slightly higher than the voltage 
applied to the inverting input of the duty cycle comparator 
(U5A). The charge balance current, whose duty cycle is 
proportional to the input, is fed back to the integrator in- 
put through R8 and Q4. Since the charge balance current 
is much larger than the sum of the input and level shift 
currents, the integrator output now ramps in the negative 
direction until Q of USB goes low. The VIA, located in the 
microcomputer then counts the total number of pulses that 
occur during the charge balance phase. 



At the end of the charge balance phase, the output of the 
integrator is resting at some positive voltage. Since the in- 
tegrator output is connected to the non-inverting input of 
the final-slope comparator (USB), the final-slope com- 
parator output remains high until the integrator output 
ramps in the negative direction. During fin^-slope, Q4 is 
turned off and the feedback is fed through U16 back to 
the integrator input. The final-slope comparator output is 
then gated with the 3.84MHz clock and counted. Once the 
comparator output goes low, the VIA stops counting and 
the reading can be computed. 
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U43D 




Figure 5-6. A/D Converter Simplified Schematic 
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5.5 CONTROL CIRCUITRY 

The signals for the circuitry that provides control of the 
various FETs, relays, analog switches and logic levels are 
supplied by the shift store registers U29, U30, U31, and 
U32 (see schematic 199-126, page 3). CLOCK, DATA and 
STROBE signals are sent from the VIA (U8) across the 
opto-isolators. ATI, AT2, and AI3 (see schematic 199-126, 
page 5) . The isolators provide 500V isolation between the 
analog and digital sections of the instrument. DAIA is 
serially loaded into the shift store registers and a STROBE- 
pulse causes the registers to simultaneously output the ap- 
propriate logic levels to the FET, analog switch and relay 
drivers. 



5.6 DIGITAL CIRCUITRY 

The Model 199 is contioDed by an internal microcomputer. 
This section briefly describes the operation of the 
microcomputer and associated digital circuitry. Refer to 
schematic diagram number 199-106 for circuit details. 



5.6.1 Microcomputer 

The microcomputer centers around the 8-bit 68B09 
microprocessor. The MPU has direct control over the 
display, front panel switches, A/D converter, IEEE-488 bus, 
scanner, as well as the VOLTMETER COMPLETE Output 
and the EXTERNAL TRIGGER Input. Timing for the 
micro-processor is accomplished by the use of Yl; an 8MHz 
crystal. This frequency is divided down by four to obtain 
a bus operating frequency of 2MHz by the MPU, UlO. 



Instrument operation software is stored in the EPROM, 
U4. Calibration constants. Translator words and instrument 
set up conditions are stored in ET*ROM (U20). U9 is the 
RAM. The chip selected is determined by the state of All, 
A12, A13, A14 and A15 address lines. These address lines 
determine which is selected by the decoder (Ul). Only one 
device (ROM, RAM, VIA, etc) will have access to the data 
bus at any one time. 



The heart of the IEEE-488 circuitry is the General Pmpose 
Interface Bus Adapter (U5). The GPIBA is capable of per- 
forming all IKKK t^er-listener protocols. The bidirectional 
data lines DO through D7 permit the transfer of data bet- 
ween the microprocessor and the GPIBA. The transceivers 
U6 and U7 are used to drive the output. Data is buffered 
by U6 and U7 and is transmitted to the bus via cormector 
J7. 



5.6.2 Display Circuitry 

The display information is sent through display latches U16 
and U15. Upon each display update, new segment infor- 
mation is presented to the display latches and a clock pulse 
is sent on PAO. The dock pulse to U4 and U5 (see schematic 
199-116) shifts a digit enable bit to the next digit to be 
enabled. Every 10 times the display is updated, a digit 
enable it is generated at PAl and goes to the data input 
of the shift register. Ull through U12 are the drivers for 
the LED segments of the display digits and the LED 
indicators. 



5.7 POWER SUPPLIES 

The main power supplies of the Model 199 are located on 
sheet 5 of schematic drawing number 199-126. Fuse F2 is 
the line fuse which is accessible from the rear panel. S2 
is the POWER ON/OFF switch and S3 selects 115V or 230V 
operation by placing the transformer primary windings in 
parallel or series. The power transformer, Tl, has three 
secondary windings; one for the +5V digital supply, one 
for the +5V analog supply and one for the ±15V analog 
supply. CR13, CRM and CR15 provide fuUwave rectifica- 
tion for the three supplies, wMe U5Q through U53 pro- 
vide the regxolation. Supply filtering is performed by 
C56-C60, C63, C65, and C72. 



5.8 SCANNER 

The optional Model 1992 Scanner Card allows the user to 
multiplex eight, 2-pole inputs or four, 4-pole inputs. A 
schematic diagram of the Model 1992 is shown on draw- 
ing number 1992-E)6, located at the end of Section 7. The 
main sections of the scanner card include the control and 
relay circuits, as outlined below. 



5.8.1 Control Circuitry 

Control information for which channel should be closed 
is transmitted in via the STROBE, DATA, and CLOCK lines 
into U2. The control sequence is essentially the same as 
that used for the main DMM circuitry discussed previous- 
ly. The U2 output for the relay that is to be closed is set 
low, while the remaining outputs are high so that only one 
relay is dosed at any given time. 

Ul and associated components are induded in order to 
ensure that relays do not randomly close dxiring power up. 



5-10 





PRINCIPLES OF OPERATION 



At power up, the Q output of U1 goes high, disabling the 
outputs of U2. When the first STROBE pulse comes along, 
the D-type flip-flop in U1 is cleared, enabling the U2 out- 
puts, and normal relay operation can commence, depen- 
ding on channel control data. 



5.8.2 Switching Relays 

Each of the eight input channels has a DPST (double-pole, 
single-throw) relay associated with it in order to switch the 
HI and LO terminals separately. The relays are connected 
in two four-unit groups for maximum versatility in pole 
switching. Relays K1 through K4 are associated with out- 
put A, while relays K5 through K8 are connected to out- 
put B. For 2-pole operations, the user must strap the two 
outputs together (HI to HI, LO to LO), while the outputs 
must be connected separately for 4-pole operation. 



5-11/5-02 



SECTION 6 
Maintenance 



6.1 INTRODUCTION 

This section contains information necessary to maintain, 
calibrate, and troubleshoot the Model 199. Fuse replace- 
ment and line voltage selection procedures are also 
included. 



WARNING 

The procedures included in this section are tor 
use only by qualified service personnel. Do not 
perform these procedures unless qualified to 
do so. Many of the steps in this section may 
expose you to potentially lethal voltages that 
could result in personal injury or death if nor- 
mal safety precautions are not observed. 



6-2 LINE VOLTAGE SELECTION 

The Model 199 may be operated from either 1Q5-125V or 
210-250V 50 or 60Hz power sources. (A special transformer 
may be installed for 90-110V and 190-220V ranges). The in- 
strument was shipped from the factory set for an operating 
VO Itage 

marked on the rear panel. To change the line voltage, pro- 
ceed as follows: 



WARNING 

Disconnect the line cord and ali other equip- 
ment from the Model 199. 

1. Place the line voltage switch, located on the rear panel, 
in the desired position. See Table 6-1 for the correct 
position. 

2. Install a power line fuse consistent with the line voltage. 
See paragraph 6.3.1 for the fuse replacement procedure. 

CAUTION 

The correct fuse type must be used to main- 
tain proper instrument protection. 



3. Mark the selected line voltage on the rear panel for 
future reference (to avoid confusion, erase the old 
mark). 



Table 6-1. Line Voltage Selection 



Line 


Line 


Switch 


Voltage ' 


Frequency 


Setting 


105V-125V i 


50Hz-60Hz 


105V-125V 


210V-250V i 


50Hz-60Hz 


210V-250V 



6.3 FUSE REPLACEMENT 

The Model 199 has two fuses for protection in case of 
overload. The line fuse protects the line power input of 
the instrument, and the current fuse protects the current 
function from excessive current. The fuses may be replac- 
ed by using the procedures found in the following 
paragraphs. 

WARNING 

Disconnect the instrument from the power line 
and from other equipment before replacing 
fuses. 



6.3.1 Line Fuse 

To replace' the line fuse, proceed as follows; 

1. Turn off the power and disconnect the line cord and all 
other test cables from the instrument. 

2. Place the end of a flat-blade screwdriver into the slot in 
the line fuse holder on the rear panel. Push in and rotate 
the fuse carrier one-quarter turn counterclockwise. 
Release pressure on the holder, and its internal spring 
will push the fuse and the carrier out of the holder. 

3. Remove the fuse, and replace it with the proper type — - 
using Table 6-2-as a guide. 
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Table 6-3. Current Fuse Replacement 



CAUTION 

Do not use a fuse with a rating higher than 
specified or Instrument damage may occur. If 
the instrument repeatedly blows fuses, locate 
and correct the cause of the trouble before 
replacing the fuse. 



4. Install the new fuse and the carrier into the holder by 
reversing the above procedure. 



Table 6-2. Line Fuse Replacement 



Line 

Voltage 


Fuse Type 


Keithley 
Fart No. 


105V-125V 

210V-250V 


3/16A, 250V, SIo-Blo, SAG 
1/lOA, 250V Slo-Blo, 3AG 


FU-29 

FU-40 



6.3.2 Current Fuse 

The cuirent fuse protects the 30mA and 3A ranges from 
an input current greater than 3A. To replace the current 
fuse, perform the following steps; 



1. Turn off the power and disconnect the power line and 
testleads. 

2. Place the end of a flat-blade screwdriver into the slot in 
the fuse holder on the front panel. Press in slightly and 
rotate the fuse carrier one-quarter turn 
counterclockwise. Release pressure and remove the fuse 
carrier and the fuse. 

3. Remove the defective fuse and replace it using Table 6-3 
as a guide. 



CAUTION 

Use only the recommended fuse type. If a fuse 
with a higher current rating is installed, instru- 
ment damage may occur. 



4. To replace the fuse carrier with the fuse, reverse the pro- 
cedure in step 2. 



Fuse Type 


I^ithlcy Part No. 


3A, 250V, SAG, Normal-Blo 


FU-82 



6.4 CALIBRATION 

Calibration should be performed every 12 months, or if 
the performance verification procedures in Section 4 show 
that the Model 199 is out of specification. If any of the 
calibration procedures in this section cannot be perform- 
ed properly, refer to the troubleshooting information in this 
secfion. If the problem persists, contact your Keithley 
representative or the factory for further information. 



NOTE 

Check that the instrument is set to the proper line 
frequency before proceeding with calibration. 

The entire calibration procedure may be performed 
without having to make any internal adjustmente if high 
frequency (70kHz) has been verified, as explained in 
paragraph 6.4.10, step 5. Calibration can be performed from 
the front panel or over the IEEE-488 bus. 



NOTE 

A "CONFLICT" error will be displayed, and the 
CONFLICT error bit in the U1 status word wEI be 
set when trying to calibrate the instrument while 
it is in an improper state (i.e. dB). Also, if an 
"UNCAL" error occurs, be sure to check the line 
frequency setting before performing calibration. 



6.4.1 Recommended Calibration Equipment 

Table 6-4 Ests recommended calibration equipment. Alter- 
nate equipment may be used as long as equipment ac- 
curacy is at least as good as the specifications listed in the 
table. 
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Table 6-4. Recommended Calibration Equipment 



Mfg 


Model 


Description 


Specifications 


Fluke 


5440A 


DC Voltage Calibrator 


300mV, 3V, 30V, 300V ranges ±15ppm 


Fluke 


5200A 


AC Voltage Calibrator 


300mV, 3V, 30V ranges; 20Hz +0.1%; 
50Hz-20kHz 0.02%; lOOkHz ±0.33% , 


Fluke 


5215A 


AC Power Amplifier 


300V range; 20Hz +0.12%; 50Hz-20kHz 
±0.04%; lOOkHz ±0.1% 


Fluke 


5450A 


Resistance Calibrator 


300J)— 3M12 ranges; ±15ppm; 30Mfi 
±32ppm; 300MO +225ppm 


Valhalla 


2500E 


Current Calibrator 


30mA, 3A ranges ±0.025% 



6.4.2 Environmental Conditions 

Calibration should be performed under laboratory condi- 
tions having an ambient temperature of 23°C ±1°C and 
a relative humidity of less than 70%. 



6,4.3 Warm-Up Period 

Turn on the instrument power and allow it to warm up 
for at least two hours before beginning the calibration pro- 
cedure. If the instrument has been subjected to extremes 
of temperature or humidity, allow at least one additional 
hour for the instrument to stabilize before beginning the 
calibration procedure. 



6.4.4 CAL LOCK Switch 

Upon power up, calibration is automatically locked out. 
A CAL LOCK switch, accessible from the front panel, 
disables or enables front panel and IEEE-488 bus calibra- 
tion. When calibration is disabled, calibration cannot be 
performed. The following message will be briefly displayed 
when attempting to enter the calibration program while 
the switch is disabled: 

CAL LOCKED 



Calibration can only be accomplished with calibration 
enabled. 



To enable calibration, push in on the CAL LOCK switch 
with an insulated tool (through the small access hole under 
the round label). The instrument will briefly display the 
following message: 

CAL UNLOCK 



After calibration is complete, press in on CAL LOCK a se- 
cond time in order to disable calibration. The unit will then 
display the "'CAL LOCKED" message. 

NOTE 

The two decimal points in the function area of the 
display will be on when calibration is enabled. 

6.4.5 Front Panel Calibration 

The following information provides the basic procedure 
for calibrating the instrument from the front panel. A 
detailed calibration procedure is located in paragraph 6.4.7. 

NOTE 

DCV ranges have three cal points: minus full 
range, plus full range, and zero. The remaining 
functions require only two cal points. 

1. Place the unit in the "CAL UNLOCK" state to enable 
calibration. The switch is accessed from the front panel 
of the instrument through the access hole. 

2. Select the function and range to be calibrated (DC 
VOLTS, AC VOLTS, OHMS, DC AMPS, or AC AMPS), 
5¥2 digit resolution, zero off, and filter off. 

3. Select the front panel calibration program as follows: 

A. Press SHIFT LOCAL. The following message wih 
be displayed briefly: 

CAL= 

B. The default calibration point, which is a high end 
reading for the selected range and function, will 
now be displayed. For example, if the 3V DC range 
was selected in step 2, the following calibration 
point will be displayed: 

-3-00000 VDC 
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4. If a different calibration point is to be used, enter the 
new value using the data buttons (0 through 9). Each 
press of a data button displays the number at the cur- 
sor location (identified by the bright flashing digit), and 
moves the cursor to the next digit. If the cursor is mov- 
ed past the least significant digit, it will move back to 
the most significant digit. 

5. Connect the calibration signal to the instrument. 

6. Press the NEXT button. The following message will be 
displayed for several seconds: 

WORKING 

7. For DCV ranges only, the plus full range value will be 
displayed: 

3.00000 VDC 

8. Key in the calibration value if different, arid connect 
the calibration signal. Press NEXT. 

9. The low end calibration point will now be displayed. 
For the 3VDC range, the following calibration point will 
be displayed: 

0.00000 VDC . 

10. If a calibration point other than the one displayed is 
to be used, then change the display to the desired value 
as explained in step 4. 

11. Set the level of the calibration signal to agree with the 
displayed cedibration point. 

12. Press the NEXT button. The following message wiU be 
displayed for several seconds: 

WORKING 

13. The calibration points will be stored in E^PROM and 
the instrument will now exit the calibration program. 
Select the next range and function to be calibrated and 
repeat steps_3 through 12, 

NOTE: If the calibration source has an offset, set the 
calibration points to agree with the actual output of the 
source. For example, if the source has a IfN DC offset 
on the 300mV DC range, set the calibration poirits for 
300.001mV and OOO.OOlmV. 



6.4.6 IEEE-488 Bus Calibration 

IEEE-488 bus calibration is performed in a manner similar 
to front panel calibration, except that calibration constants 



are transmitted over the bus instead of being entered from 
the front panel. By combining appropriate IEEE-488 com- 
patible calibration equipment with a suitable test program, 
calibration of the Model 199 could be performed on an 
automated basis. Refer to Section 3 for complete informa- 
tion on using the IEEE-488 bus. The following informa- 
tion provides the basic procedure for calibrating the instru- 
ment over the IEEE-488 bus. The detailed calibration pro- 
cedure starts with paragraph 6.4.7. 



Use the following basic procedure when calibrating the 
Model 199 over the lEEE^S bus: 

1. Place the unit in the "CAL UNLOCK" state. The CAL 
LOCK switch is accessed from the front panel of the 
Model 199. 

2. Program the desired range and function over the bus. 
For example, to select the 300V DC rmge, send F0R4X. 

3. Program zero off, and SVz digit resolution by sending 
ZOSIX. 

4. The high end of the range is calibrated first. Apply a 
full range (or near full range) calibration signal to the 
input of the instrument. For example, for the 300V DC 
range, apply 300V DC to the instrument. 

5. Send the required calibration value preceded by the V 
command letter and followed by the first calibration 
command. 

A. For DCV ranges, send C2 first. For example, send 
V-300XC2X. 

B. For all other functions, send CO first. For example, 
send V300XCOX. 

NOTE: Calibration can be aborted at this time by sen- 
ding an SDC or DCL-command over the bus. The 
calibration constant sent in step 4 will not be stored in 
ETROM. 



6. The low end of the range is calibrated next. Apply a zero 
(or near zero) calibration signal to the input of the in- 
strument. For example, for the 300V DC range apply OV 
to the instrument. 

7. Send the appropriate calibration commands for the sec- 
ond (or third with DCV) calibration point. For example, 
to calibrate the zero calibration point of the 300V DC 
range send VOXCIX. Note that Cl is used for the second 
calibration point. 

8. Storage of the two calibration points into E^PROM 
automatically occurs when the second calibration com- 
mand is sent. 

9. Repeat steps 1-8 for the remaining ranges and functions. 
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Programming Example— The following simple program 
demonstrates how to calibrate the Model 199 over the bus. 
The program assumes that the instrument's primary ad- 
dress is at 26. 



PROGRAM COMMENTS 



10 REMOTE 726 


Send remote enable. 


30 PRINT ’ ' APPLY 


Prompt for calibration 


CALIBRATION 


signal. 


SIGNAL’ ’ 




48 PRINT ’’ENTER 




CALI 


Prompt for command. 


BRAT ION 




COMMANIi’ ’ 




50 INPUT A$ 


Input command string 




from keyboard. 


60 OUTPUT 726 


Send command string to 




199. 


70 ENTER 726 ,:B* 


Get a reading. 


S0 PRINT B$ 


Display reading. 


'90 GOTO 30 


Loop back. 


100 END 





To run the program, press the RUN key. At the prompt, 
apply a calibration signal to the instrument, type in the 
corresponding calibration command and press the return 
key. The computer CRT will then display the calibration 
value. 



6.4.7 Calibration Sequence 

Calibrate the Model 199 in the order presented in the 
following paragraphs. The basic sequence is: 

1. DC Volts calibration 

2. Ohms calibration 

3. AC Volts calibration 

4. DC Current calibration 

5. AC CurrC'ht calibration 

6.4.8 DC Volts Calibration 

To calibrate the DCV function, proceed as follows: 

NOTE 

For front panel calibration, omit step 4 of the 
following procedure. For IEEE-488 bus calibration, 
omit step 3. 



1. Select the DC VOLTS function and the 300mV reinge. 

2. Connect the DC calibrator to the instrument as shown 
in Figure 6-1 (300mV range only; use Figure 6-2 for 
3V-300V ranges). 



NOTE 

Low level measurement techniques should be used 
when calibrating the 300mV DC range. Refer to 
paragraph 2.6.5 for low level measurement con- 
siderations. 



3. R)r front panel calibration, press SHIFT LOCAL and 

proceed as follows: 

A. With the -SOO.OOOmV DC calibration point displayed 
on the Model 199, set the DC calibrator to output 
-0.300000V. 

B; After allowing sufficient time for the calibrator 
voltage to settle, press the NEXT button. The follow- 
ing message will be displayed for several seconds: 

WORKING 

C. With the 300.000mV DC calibration point displayed, 
set the DC calibrator output to -f030000V. 

D. After allowing the voltage to settle, press NEXT. The 
following message will be displayed: 

WORKING 

E— With the OOO.OOOmV DC calibration point displayed, 
set the DC calibrator to output O.OOOOOOV. 

F. After allowing sufficient time for the calibrator 
voltage to settle, press the NEXT button. The follow- 
ing message will be displayed for several seconds: 

WORKING 

G. The instrument will exit the calibration program and 
return to the SOOmVDC range. 

H. Repeat the procedures in step 3 for the remaining 
D(^ ranges using Table 6-5 as a guide. Figure 6-2 
shows connections for the 3V-300V ranges. 

4. For IEEE-488 bus calibration, proceed as follows: 

A. Set the DC voltage calibrator to output -0.300000V. 

B. After allowing sufficient time for the calibrator 
voltage to settle, send the following commands over 
the bus: V-300E-3XC2X. 

C. Set the calibration to -f-0.30000V. 

D. After allowing the calibrator voltage to settle, send 
the following commands over the bus: 
V300E-3XC1X. 
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E. Set the DC voltage calibrator to output O.OOOOOV. 

E After allowing sufficient time for the calibrator 
voltage to settle, send the following command over 
the bus; VQXCIX. All calibration constants will be 
automatically stored in ETROM. 

G. Repeat steps A through D for the remaining DCV 
ranges using Table 6-5 as a guide. 



Figure 6-2. DC Volts Calibration Configuration 
(3V-300V Ranges) 



6.4.9 Resistance Calibration 

To calibrate the ohms function, proceed as follows: 



NOTE 

Bor front panel calibration, omit step 4 of 
thefollowing procdure. For IEEE-488 bus, calibra- 
tion, omit step. 3. 



Table 6-5. DC Volts Calibration 




Figure 6-1. DC Volts Calibration Configuration 
(300mV Range) 




Cable 



199 DCV 




199 Calibration 


DC Calibrator 


IEEE-488 


Range 


Set-Up 


Phint (DCV) 


Setting 


Bus Command 


300mV 


Figure 6-1 


-300.000mV 


-.300000V 


V-300E-3XC2X 




300.000mV 


.300000V 


V300E-3XC0X 






OOO.OOOmV 


•OOOOOOV 


VOXCIX 


3 V 


Figure 6-1 


-3.00000 V. 


-3.00000V 


V-3XC2X 




3.00000 V 


3.00000V 


V3XC0X 






0.00000 V 


0.00000V 


VOXCIX 


30 V 


Figure 6-2 


-30.0000 V 


-30.(X)OOV 


V-30XC2X 




30.0000 V 


30.0000V 


V30XC0X 






00.0000 V 


oo.oooov 


VOXCIX 


300 V 


Figure 6-2 


-300.000 V 


-300.000V 


V-30QXC2X 




300.000 V 


300.000V 


V300XCQX 






000.000 V 


000.000V 


VOXCIX 
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1. Select the ohms function and the 300Q range. 

2. Connect the resistance calibrator to the instrument as 

shown in Figure 6-3. 

3. - For front panel calibration, press SHIFT L0CAL and 

proceed as follows: 

A. With the 190.00012 calibration displayed on the 
Model 199, set the resistance calibrator to 19012. 

B. After allowing sufficient time for the calibrator 
resistance to settle, press the NEXT button. The 
following message will be displayed for several 
seconds: 



WORKING 



E. Repeat steps A through D for the remaining ohms 
ranges using Table 6-6 as a guide. 



i 


mmmm 






! 


1 


!r-WAT.1 

iSB 




■olc; 


1 



MODEL 199 



Output HI 


A. 


n" 






n 


J Sense HI 
1 Sense LO 


II 


1 




i»] 


Outout LO 





Shielded 

Cable 



Resistance 

Calibrator 

Model 5450A 



C. Mth the 000.000Q calibration point displayed, set 
the resistance calibrator to SHORT (012). 

D. After waiting sufficient time for the calibrator 
resistance to settle, press the ENTER button. The 
following message will be displayed fro several 
seconds: 

WORKING 

E. The instrument will e>dt the calibration program and 
return to the 30012 range. 

F. Repeat the procedures in step 3 for the remaining 
ohms ranges using Table 6-6 as a guide. 

4. For IEEE-488 bus calibration, proceed as follows: 

A. Set the resistance calibrator to 190Q. 

B. After allowing sufficient time for the resistance 
calibrator to settle, send the following commands 
over the bus: V190XC0X. 

C. Set the resistance calibrator to SHORT (012). 

D. After allowing sufficient time for the resistance 
calibrator to settle, send the following command .over 
the bus:V0XClX. Both calibration constants will be 
automatically stored in E’PROM. 



Figure 6-3. Four-Wire Resistance Calibration 
Configuration (30012-30kQ Ranges) 




Figure 6-4. Two-Wire Resistance Calibration 
Configuration (300kl2-300M12 
Ranges) 
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Table 6-6. Resistance Calibration 



199 Range 


Set-Up 


199 Calibration 
Point 


Resistance 

Calibrator 

Setting 


IEEE-488 
Bus Commands 


300 n 


Figure 6-3 


190.000 Q 


i9on 


V190CXOX 






000:000 Q 


Short (On) 


VQXCIX 


3kn 


Figure 6-3 


1.90000 kfi 


1.9kn 


V1.9E3XC0X 






0.00000 kQ 


Short (on) 


vrocox 


30kfi 


Figure 6-3 


19.0000 kn 


19kn 


V19E3XCQX 






00.0000 kfi 


Short (On) 


VOXCIX 


300 kO 


Figure 6-4 


190.000 kn 


190kn 


V190E3XC0X 






000.000 kn 


Short (On) 


VQXCIX 


3MQ 


Figure 6-4 


1.90000Mn 


1.9MO 


V1.9E6XC0X 






o.oooooMn 


Short (On) 


VQXCIX 


30M0 


Figure 6-4 


19.0000Mn 


i9Mn 


V19E6XCaX 






oo.ooooMn 


Short (On) 


VOXCIX 


300Mfl 


Figure 6-4 


IDO.OOMn 


looMn 


V100E6XCQX 






ooo.ooMn 


Short (On) 


VOXCIX 



6.4.10 TRMS AC Volts Calibration 

A full calibration of the ACV function includes two inter- 
nal, manual adjustments. However, if high frequency is 
checked and found to be within specifications, the inter- 
nal adjustments on the 30VAC and 300VAC ranges will not 
have to be done. The following procedure includes these 
checks. The flowchart in Figure 6-5 helps clarify the calibra- 
tion procedure. 

NOTE 

For front panel calibration, omit step 4 of the 
following procedure. For IEEE-488 bus calibration, 
omit step_3._ 

1. Select the ACV function and the 300mV range. 

2. Cormect the AC calibrator as shown in Figure 6-6. 

3. For hont panel calibration, press SHIFT LOCAL, and 
proceed as follows: 

A. With the 300.000mV AC calibration point displayed 
on the Model 199, set the AC calibrator to output 
300.000mV at 500Hz. 

B. After allowing sufficient time for the calibrator 
voltage to settle, press the NEXT button. The follow- 
ing message will be displayed for several seconds. 

WORKING 

C. With the OSO.OOOmV AC calibration point displayed, 
set the AC calibrator to output SO.OOOmV at 500Hz. 



D. After allowing the calibrator voltage to settle, press 

the NTEXT button. The following message will be 
displayed for several seconds: 

WORKING 

E. The instrument will exit the calibration program and 
return to the 300mV AC range. 

F. Repeat the procedures in step 3 for the remaining 
ACV ranges using Table 6-7 as a guide. 

4. For IEEE -488 bus calibration, proceed as follows: 

A. Set the AC voltage calibrator to output SOO.OOOmV at 
500Hz. 

B. After allowing sufficient time for the calibrator 
voltage to settle, send the following commands over 
the bus: V300E-3XC0X. 

C. Set the AC calibrator to output SO.OOOmV at 500Hz. 

D. After allowing sufficient time for the calibrator 
voltage to settle, send the following command over 
the bus: V30E— 3XC1X. Both calibration constants will 
automatically be stored in ETROM. 

E. Repeat steps A through D for the remaining ACV 
ranges using Table 6-7 as a guide. 

5. High Frequency Check (TOkHz): 

A. With the AC VOLTS function, autorange and 5%d 
resolution selected, connect the AC calibrator to the 
instrument as shown in Figure 6-6. 

B. Set the AC calibrator to output lOO.OOOV at a frequen- 
cy of 70kHz and allow sufficient time for the 
measurement to settle. 

C. If the reading is not 100.000V ±1800 counts, then omit 
steps D through E and proceed to step 6. 
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Table 6-7. TRMS AC Volts Calibration 



199 ACV 
Range 


199 Calibration 
Point 


AC Calibrator Voltage 
Setting @ 500Hz 


IEEE-488 
Bus Commands 


300mV 


SOO.OOOmV 


SOO.OOOmV 


V300E-3XCQ)C 




030.000mV 


30.000mV 


V30E-3XC1X 


3 V 


3.00000 V 


3.00000 V 


V3XC0X 




0.30000 V 


.300000 V 


V300E-3XC1X 


30 V 


30.0000 V 


30.0000 V 


V30XC0X 




3.0000 V 


3.00000 V 


V3XC1X 


300 V 


300.000 V 


300.000 V 


V300XCQX 




30.000 V 


30.0000 V 


V30XC1X 



D. Set the AC calibrator to output 10.0000V at 70kHz and 
allow the measurement to settle. 

E. If the reading is not 10.0000V ±1800 counts," then high 
frequency will have to be adjusted as explained in the 
following procedure (step 6). If the high frequency 
readings were within the defined range, step 6 does 
not have to be performed and ACV calibration is 
completed. 

6. High Frequency Adjustment: 

A. Remove the top cover to" gain access to the 
adjustments. 

B. With the AC VOLTS function and SVzd resolution 
selected, connect the AC calibrator to the instrument 
as shown in Figure 6-6, 

C. Set the Model 199 to the 300V range and set the AC 
calibrator to output lOO.OOOV at a frequency of 70kHz. 

WARNING 

Some procedures require the use of high 
voltage. Take care to prevent contact with live 
circuits which couid cause electrical shock 
resulting in injury or death. The shield on the 
analog teard is at input low potential and may 
have up to 500V on it. Use an insulated align- 
ment tool to make the following adjustments. 



D. After allowing sufficient time for the measurement to 
settle, use an insulated alignment tool to adjust the 
300V range capacitor C49 (see Figure 6-7) for a display 
reading of lOO.OOOV ±500 counts. 



NOTE 

If the optional Model 1992 Scanner is installed, the 
adjustments are accessible through holes in the 
Scanner board. 



E. Set the Model 199 to the 30V range and set the AC 
calibrator to output lO.OOOOV at 70kHz. 

F. After allowing the measurement to settle, adjust the 
30V range capacitor C48 for a display reading of 
10.0000V ±500 counts. 

G. Repeat steps C through F until no other adjustments 
need to be made. 

H. Put the lop cover back on. 



6-9 






MAINTENANCE 



Start 




li 








1 






MQICl! 



MODEL 199 Shielded 
Cable 



a 



1 


HI 


Power 


"T 


AC Voltage 




Output 


Amplifier 


1 


Calibrator 


LO| 


Mode! 521 5A 


J- 


Model 5200A 



Figure 6-6. TRMS AC Volts Calibration 
Configuration 



Figure 6-5. Flowchart of AC Volts Calibration 
Procedure 
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Figure 6-7. TRMS AC Volts High Frequency Calibration Adjustments (30V and 300V Ranges) 
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6.4.11 DC Current Calibration 

Perform the following procedure to calibrate DCA: 



NOTE 

For front panel calibration, omit step 4 of the 
following procedure. For IEEE-488 bus calibration, 
omit step 3. 



1. Select the DC AMPS function and the 30mA range. 

2. Connect the DC current calibrator to the instrument as 

shown in Figure 6-8. 

3. For front panel calibration, press SHIFT LOCAL, and 

proceed as follows: 

A. With the 30.0000mA DC calibration point displayed 
on the Model 199, set the current c^ibrator to out- 
put -H 30.0000mA. 

B. After allowing sufficient time for the measurement 
to settle, press the NEXT button. The following 
message will be displayed for several seconds: 

WORKING 

C. With the 00.0000mA DC calibration point displayed, 
set the current calibrator to output 00.0000mA. 

D. After allowing sufficient time for the measurement 
to settle, press the NEXT button. The following 
message will be displayed for several seconds: 

WORKING 

E. The instrument will exit the calibration program and 
return to the 30mA range. 

F. Repeat the procedures in step 3 for the 3A DC range 
using Table 6-8 as a guide. 

4. For IEEE-488 bus calibration, proceed as follows: 

A. Set the current calibrator to output 30.0000mA. 

B. After allowing sufficient time for the calibrator cur- 
rent to settle, send the following command over the 
bus: V30E-3XC0X. 

C. Set the current calibrator to output OO.OQOOmA. 

D. After allowing sufficient time for the calibrator cur- 
rent to settle, send the following command over the 
bus: VOXCIX. Both calibration constants will 
automatically be stored in ETROM. 

E. Repeat steps A through D for the remaining DCA 
range using Table 6-8 as a guide. 



Table 6-8. DC Current Calibration 



199 DCA 
Range 


199 

Calibration 

Point 


DC Current 
Calibrator 
Output 


IEEE-488 
Bus Commands 


30mA 
3 A 


30.0000mA 
00.0000mA 
3.00000 A 
0.00000 A 


30.0000mA 

00.0000mA 

3000.00mA 

0000.00mA 


V30E-3XC0X 

VOXCIX 

V3XC1X 

VOXCIX 




Figure 6-8. DC Current Calibration Configuration 



6.4.12 TRMS AC Current Calibration 

Perform the following procedure to calibrate the AC AMPS 
function: 



NOTE 

For front panel calibration, omit step.. 4 of the 
foEowing procedure. For IEEE-488 bus calibration, 
omit stepL3 



1. Select the AC AMPS function and the 30mA range. 

2. Connect the AC current calibrator to the instrument as 
shown in Figure 6-9. 

3. For front panel calibration, press SHIFT LOCAL, and 
proceed as foEows: 
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A. With the 30.0000mA AC caKbration point displayed 
on the Mode! 199, set the current calibrator to out- 
put 30.0000mA at a frequency of 500Hz. 

B. After waiting sufficient time for the measurement to 
settle, press the NEXT button. The following 
message will be displayed for several seconds: 

WORKING 

C. With the 03.0000mA AC calibration point displayed, 
set the current calibrator to output 03.0000mA at 
500Hz. 

D. After allowing the measurement to settle, press the 
NEXT button. The following message will be 
displayed for several seconds: 

WORKING 

E. The instrument will exit the calibration program and 
return to the 30mA range. 

F. Repeat the procedures in step 3 for the 3A AC range 
using Table 6-9 as a guide. 

4. for IEEE-488 bus calibration, proceed as follovre: 

A. Set the current calibrator to output 30.0000mA at 
500Hz. 

B. After allowing sufficient time for the calibrator cur- 
rent to settle, send the following command over the 
bus: V30E-3XC0X. 

C. Set the current calibrator to output 3.00000mA at 
500Hz. 

D. After allowing sufficient time for the calibrator cur- 
rent to settle, send the following command over the 
bus: V3E-3XC1X. Both calibration constants will 
automatically be stored in ETROM. 

E. Repeat steps A through D for the remaining ACA 
range using Table 6-9 as a guide. 



NOTE 

After completing the calibration procedure, place 
the unit in the "CAL LOCKED" state by pressing 
in on the CAL LOCK switch. Also, it is a good idea 
to place a dated calibration sticker over the switch 
access hole. 



Table 6-9. TRMS AC Current Calibration 



199 ACA 
Range 


199 

Calibration 

Point 


Current 
Calibrator 
Output 
@ 500Hz 


IEEE-488 
Bus Commands 


30naA 
3 A 


30.0000mA 
03.0000mA 
3.00000 A 
0.30000 A 


30.0000mA 

03.0000mA 

3000.00mA 

0300.00mA 


V30E-3XC0X 

V3E-3XC1X 

V3XC0X 

V300E-3XC1X 




Figure 6-9. AC Current Calibration Configuration 



6.5 DISASSEMBLY INSTRUCTIONS 

If it becomes necessary to remove or replace a component, 
use the following general procedure to disassemble the 
unit, using Figures 6-10 and 6-11 as a guide. Note that the 
procedure should be carried out in the sequence given 
here, as each step.depends on completion of the prior step. 
Reassemble the unit in the reverse order. For units not 
equipped with the. optional Model 1992 Scanner, bypass 
step 2. 
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WARNING 

To prevent a possible shock hazard, disconnect 
the line cord and all test leads from the Model 
199 before beginning disassembly. 

1. Case cover removal: 

A. Remove the two bottom screws that secure the case 
cover to the case sides. 

NOTE 

It is not necessary to remove the feet. 

B. Remove the screws that secure the rear bezel, then 
remove the bezel. 

C. Carefully slide the cover off the unit to the rear. 

2. Scanner board removal (with option 1992): 

A. Pull out the quick-disconnect plugs from the rear. 

B. Remove the three screws that secure the scanner 
board to the analog board and rear panel. 

C. Grasp the board by the edges and gently pull it 
toward the front of the unit until it clears the rear 
and side of the case. 

D. Partially pull the board free of the unit to allow ac- 
cess to the ribbon cable plug underneath. 

E. Unplug the scanner board ribbon cable (PI), and 
remove the scanner board completely from the unit. 

3. Digital board removal: 

A. Disconnect the trigger signal connector (P15) and 
display board ribbon cable (P14) from the digital 
board. 

B. Remove the screw that secures the digital board to 
the analog board standoff. 

C. Remove the two nuts that secure the IEEE488 con- 
nector to the rear panel. 

D. Remove the four screws that secure the left grooved 
side panel, then remove the side panel. 



E. Pry the digital board free at connector P16 (at the end 
next to the power transformer) until it comes free of 
the connector pins, then remove the board from the 
unit. 



WARNING 

When removing or installing the digital board, 
be careful of the sharp points on the connec- 
tor pins. 

4. Front panel and display board removal: 

A. Disconnect the five wires going from the front panel 
input jacks to the analog board. 

B. Carefully pry the locking tabs free of the front panel 
rails, then remove the front panel. 

C. Remove the screws that secure the top and bottom 
rails to the right case sides, then remove the rails. 

D. Grasp the display board by the edges, and remove 
the board by pulling it forward untU it is clear of the 
analog board tab. 

5. Analog board removal. 

A. Remove the two screws that secure the rear panel to 
the case right side. As the screws are removed, 
remove case side. 

B. Remove the nut that secures the green ground wire 
to the rear panel. 

C. Disconnect the four rear panel input jack wires. 

D. Remove the two nuts that secure the AC receptacle 
to the rear panel, then remove the rear panel from 
the analog board . 



WARNING 

When reassembling the unit, the green ground 
wire must be securely connected to the rear 
panel to ensure continued protection against 
possible shock hazards. 



6-14 






MAINTENANCE 









MAINTENANCE 



Install Jumper 

to Connect Digital 
Common to Chassis Ground 



Digital ' 
Board 



P15/J15 — 
(To Trigger 
Jacks) 



J14 

(To Display 
Board) 

J16/P16- 
(To Analog 
Board) 



P1/J26 

(Scanner Connection) 




■ Analog 
Board 




Figure 6'11. Connector Locations 
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6.6 SPECIAL HANDLING OF STATIC- 
SENSITIVE DEVICES 

CMOS devices operate at very high impedance levels for 
low power consumption. As a result, any static charge that 
builds up on your person or clothing may be sufficient to 
destroy these devices, if they are not handled properly. 

CAUTION 

In order to avoid possible damage, assume that 
all devices are static sensitive. 



When handling these devices, use the following precau- 
tions to avoid damaging them. 

1. The devices listed in the replaceable parts list should be 
transported and handled only in containers specially 
designed to prevent static build-up. Typically, these parts 
will be received in anti-static containers of plastic or 
foam. Keep these devices in their original containers un- 
til ready for installation. 

2. Remove the devices from their protective cbnt^ers only 
at a properly grounded work station. Also ground 
yourself with a suitable wrist strap. 

3. Handle the devices only by the body; do not touch the 
pins. 

4. Any printed circuit board into which the devices is to 
be inserted must also be grounded to the bench or table. 

5. Use only anti-static type solder suckers. 

6. Use only grounded tip solder irons. 

7. Once the device is installed on the PC board, it is nor- 
mally adequately protected and normal handling can 
resume. 



6.7 TROUBLESHOOTING 

The troubleshooting information contained in this section 
is intended for use by qualified personnel having a basic 
understanding of analog and digital circuitry. The in- 
dividual should also be experienced at using typical test 
equipment as well as ordin^ troubleshooting procedures. 
The information presented here has been written to assist 
in isolating a defective circuit or circuit section. Isolation 
of the specific component is left to the technician. Note 
that schematic diagrams and component location draw- 
ings, which are an essential aid in troubleshooting are 
located at the end of Section 7. 



6.7.1 Recommended Test Equipment 

Success in troubleshooting complex equipment like the 
Model 199 depends not only on the skill of the technician, 
but relies on the use of accurate, reliable test equipment. 
Table 6-10 lists the equipment recommended for trouble- 
shooting the Model 199. Other equipment such as logic 
analyzers and capacitance meters could also be helpful, 
especially in difficult situations. 



6.7.2 Power Up Self Test 

Upon power up, the instrument will do a number of tests 
on its^. Tests^are performed on memory (ROM, RAM and 
ETROM), Whenever one of the memory tests fails, the 
instrument will lock up and must be repaired. If all the 
tests pass, then the frequency will be displayed. Im- 
mediately after turning on the Model 199, the following 
sequence will take place: 

1. A digital check will be performed on the ROM circuitry. 
If the test fails, the instrument will lock up with the 
following message displayed: 

OOOOOOOOOO 

Replacing U4 may correct the problem. 

2. If the ROM test passes, a digital self-test will then be 
performed on the RAM circtiitry. If the RAM test fads, 
the instrument will lock up with the following error 
message displayed; 

AAAAAAAAAA 

Replacing U9 may solve the problem. 

3. Finally, the ETROM circuitry where the calibration con- 
stants, IEEE address and line frequency settings are 
stored wdl be checked. If this test fads, the following 
message displayed: 

UNCAL 

Pressing any front panel momentary button wdl return 
the instrument to normal operation however, a complete 
calibration will have to be performed, and the IEEE ad- 
dress and line frequency setting should be checked. If 
the test stdl fads after calibration, try replacing U20 
before recalibrating the instrument again. 

4. The instrument wdl then go to the power up default 
function. 
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Table 6-10. Recommended Troubleshooting Equipment 



Equipment 


Use 


Five function DMM with 0.1% basic DCV accuracy, lOM 


Power supply and DC voltage checks; 


input impedance 


analog signal tracing continuity, logic 
levels. 


Dual-trace, triggered sweep oscilloscope, DC to 50MHz 


Digital and analog waveform checks. 


Digital frequency counter 


Checking clock frequencies. 



6.7.3 Diagnostics 

Two programs available under DMM SETUP allow you to 
test the front panel LEDs, as well as perform the memory 
tests that are automatically performed upon power up. 
Also included is a troubleshooting test mode that is design- 
ed to turn on the various relays and switching FETs to allow 
signal tracing through the instrument. Perform the follow- 
ing steps in order to test the instrument. 

1. Select the range and function to be tested for signal 
tracing. 

2. Press SHIFT DMM SETUP then NEXT four times so 
that the instrument displays the following; 

LEDS OFF 

3. Use uprange or downrange to select the following 
display: 

LEDS ON 

4. Press NEXT to initiate the LED test. 

5. While the LED test is running, observe the front panel 
LEDs and display segments to verify that all are func- 
tioning properly. 

6. At the conclusion of the LED test, the instrument will 
display the following: 

DEBUG OFF 

7. Press uprange or downrange to display the following: 

DEBUG ON 

8. Press NEXT to enter the diagnostic test. The unit will 
display that the first N mode is selected as follows: 

N 01 

9. Using Table 6-U, reference the selected N mode to the 
present range and function to determine which switch- 



ing FETs and relays should be on. Apply an ap- 
propriate signal to the instrument, and trace the signal 
through the unit using the appropriate schematic as 
a guide. 

10. To change the N mode, press the TRIGGER button. 

11. To troubleshoot a different range or function, first exit 
the diagnostic program by pressing any front panel 
button except TRIGGER, then exit the setup mode by 
pressing NEXT to return to normal display. Change 
the range or function as required, then re-enter the 
diagnostic program by using DMM SETUP. 



6.7.4 Power Supplies 

Table 6-12 shows the various checks that can be made to 
the power supplies of the Model 199. In addition to the 
normal voltage checks, it is a good idea to check the various 
supplies with an oscilloscope for signs of noise or 
oscillations. 



6.7.5 Signal Conditioning Checks 

These circuits can be checked by using the diagnostic pro- 
gram (under DMM SETUP) as explained in the paragraph 
6.7.3.. , 



6.7.6 Digital and Display Circuitry Checks 

The digital and display circuitry can be checked out by us- 
ing the troubleshooting data found in Tables 6-13 and 6-14. 



6.7.7 Scanner Checks 

Troubleshoot the optional Model 1992 Scanner using Table 
6-15. 
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Table 6-11. Model 199 Troubleshooting Mode 





Measurement 

Phase 


N Mode 


Input 

Buffer 

Gain 


Relays 

Oosed 


Range Switches 
Closed 


Multiplex 
Switches Closed 


300mV DC 


SIG ZERO 


01 


XIO 


K1 


Qll, U22A 


Q34 




CAL ZERO 


02 


XI 


K1 


Qll, U22A 


U25D, Q32 




CAL 


03 


XI 


K1 


QIL U22A 


U25C, Q32 




SIG 


04 


XIO 


K1 


Qll, U22A 


Q30 


3V DC 


SIG ZERO 




XI 


K1 


Qll, U22A 


Q34 




CAL ZERO 




XI 


K1 


Qll, U22A 


U25D, Q32 




CAl 


03 


XI 


K1 


Qll, U22A 


U25C, Q32 




SIG 




XI 


K1 


Qn, D22A" 


Q30 


30V DC 


SIG ZERO 




XI 





Q13, Qll, U22A 


Q33 




CAL ZERO 


02 


XI 


— 


Q13, Qll, U22A 


U25D, Q32 




CAL 


03 


XI 


— 


Q13, Qll, U22A 


U25C, Q32 




SIG 


04 


XI 


— 


Q13, Qll, U22A 


Q35 


300V DC 


SIG ZERO 




XI 





Q3, Qll, U22A 


Q34 




CAL ZERO 


02 


XI 


— 


Q3, Qn, U22A 


U25D, Q32 




CAL 


03 


XI 


— 


Q3, Qll, U22A 


U25C, Q32 




SIG 


04 


XI 


— 


Q3, Qll, U22A 


Q35 


300mV AC 


ZERO 




XI 


K4, K5 


U23A, U23B 


U25D, Q32 




CAL 


02 


XI 


K4, K5 


U23A, U23B 


U25C, Q32 




SIG 


03 


XI 


K4, K5 


U23A, U23B 


U25A, Q32 




No Test 


04 


— 


— 


— 


— 


3V AC 


ZERO 




XI 


K4, K5 


U21C 


U25D, Q32 




CAL 


02 


XI 


K4, K5 


U21C 


U25C, Q32 




SIG 


03 


XI 


K4, K5 


U21C 


U25A, Q32 




No Test 


04 


— 


— 


— 


— 


30V AC 


ZERO 


01 


XI 


K4 


U21B 


U25D, Q32 




CAL 


02 


XI 


K4 


U21B 


U25C, Q32 




SIG 


03 


XI 


K4 


U21B 


U25A, Q32 




No Test 


04 


— 


— 


— 


— 


300V AC 


ZERO 




XI 


K4 


U23C, U21B 


U25D, Q32 




CAL 


02 


XI 


K4 


U23C, U21B 


U25C, Q32 




SIG 


03 


XI 


K4 


U23C, U21B 


U25A, Q32 




No Test 


04 


— 


— 


— 


— 


300n 


SENSE LO 




XIO 


K2, K3 


Qll, U22D, U24D 


U24B, Q32 




REF HI 


02 


XI 


K2, K3 


Qll, U22D, U24D 


Q35, Q12 




REFLO- 


03 


XI 


K2, K3 


Qll, U22D, U24D 


U25A, Q32 




SENSE HI 


04 


XIO 


K2, K3 


Qll, U22D, U24D 


Q30 


3k 


SENSE LO 




XI 


K2, K3 


Qll, U22D, U24D 


U24B, Q32 




REF HI 


02 


XI 


K2, K3 


Qll, U22D, U24D 


Q35, Qll 




REF LO 


03 


XI 


K2, K3 


Qll, U22D, U24D 


U24A, Q32 




SENSE HI 


04 


XI 


K2, K3 


Qll, U22D, U24D 


Q30 
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Table 6-11. Model 199 Troubleshooting Mode (Cont.) 




300M 



30mA DC 



3A DC 



30mA AC 



3A AC 



Measurement 

Phase 


N Mode 


Input 

Buffer 

Gain 


Relays 

Closed 


SENSE- LO 


01 


XI j 


K2, K3 


REF HI 


02 


‘ XI 1 


K2, K3 


REFLO 


03 


XI 


K2, K3 


SENSE HI 


04 


XI 


K2, K3 


SENSE LO 


01 


XI 


K2, K3 


REF HI 


02 


XI 


K2, K3 


REFLO 


03 


XI 


K2, K3 


SENSE HI 


04 


XI 


K2, K3 


SENSE LO 


01 


XI 


K2, K3 


REF HI 


02 


XI 


K2, K3 


REF LO 


03 


XI 


K2, K3 


SENSE HI 


04 


XI 


K2, K3 


SENSE LO 


01 


XI 


K2 


REF HI 


02 


XI 


K2 


SENSE HI 


03 


XI 


K2 


No Test 


04 


— 


— 


SENSED LO 


01 


XI 


K2 


REF HI 


02 


XI 


K2 


SENSE HI 


03 


XI 


K2 


No Test 


04 


— 


— 


SIG ZERO 


01 


XIO 





CAL ZERO 


02 


XI 


— 


CAL- 


03 


XI 


— 


SIG 


04 


XIO 


— 


SIG ZERO 


01 


XIO 





CAL ZERO 


02 


XI 


— 


CAL 


03 


XI 


— 


SIG 


04 


XIO 


— 


ZERO 


01 


XI 





CAL 


02 


XI 


— 


SIG 


03 


XI 


— 


No Test 


04 


— 


— 


ZERO 


01 


XI 





CAL 


02 


XI 


— 


SIG 


03 


XI 


— 


No Test 


04 


— 


— 



Qll, U22C, U24C 
Qll, U22C, U24C 
QU, U22C U24C 
Qll, U22C, U24C 

Qn, Q3, U22C, U24C 
Q12, Q3, U22C, U24C 
Q12, Q3, U22C; U24C 
Q12, Q3, U22C, U24C 

Q12, Q13, U22C, U24C 
Q12, QB, U22C, U24C 
Q12, QB, U22C, U24C 
Q12, QB, U22C, U24C 

QB, U22C, U24C 
Q12, U22C, U24C 
Q12, U22C, U24C 



Q12, U22C, U24C 
Q12, U22C, U24C 
Q12, U22C, U24C 



U23C 

U23C 

U23C 

U23C 

Q26, Q36, Q37 
Q26, Q36, Q37 
Q26, Q36^ Q37 
Q26, Q36, Q37 

U23D, U23B, U23C 
U23D, U23B, U23C 
U23D, U23B, U23C 



Q26,Q36,Q37,U23C,U23D,U23B 

Q26,Q36,Q37,U23C,U23D,U23B 

Q26,Q36,Q37,U23C,U23D,U23B 



Multiplex 
Switches Closed 



U24B, Q32 
Q35, Q12 

U24A, Q32 
Q30 

U24B, Q32 
Q35 
Q34 
Q30 

U24B, Q32 
Q35 
Q34 
Q30 

U24B, Q32 
Q35 
Q30 



U24B, Q32 
Q35 
Q30 



U25D, Q32 
U25D, Q32 
U25C, Q32 
U22BtQ32 

U25D, Q32 
U25D, Q32 
U25C, Q32 
U22B, Q32 

U25D, Q32 
U25C, Q32 
U22C Q32 



U25D, Q32 
U25C, Q32 
U22C, Q32 
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Table 6-12. Power Supply Checks 





Item/Component 


Required Condition 


Remarks 


n 


S3 Line Switch 


Set to 115 or 230V as required. 


Line voltage selection 




F2 Line Fuse , 


Check for continuity. 


Remove fuse to check 


H 


Line Power 


Plugged into live receptacle; 
power on. 




■9 


-i-SV Digital Supply U53, pin 3 


+5V, ±5% 


Referenced to digital common 




+5V Analog Supply U51, pin 3 


+5V, ±5% 


Reference to analog common 


H 


±15V Analog Supplies LF52, pin 3; 
U50, pin 3 


+15V, -15V, ± 0.75V 


Referenced to analog common 



Table 6-13. Digital Circuitry Checks 



Step 


Item/Component 


Required Condition 


Remarks 


1 


U4, U9, U20 


Pass RAM, ROM and ETROM 
self-test on power up. 


Display will lock if failure 
occurs 


2 


U8, pin 2 (PAO) 


TTL level p^ses every 1msec 


VIA clock 


3 


U8, pin 3 (PAl) 


TTL level pulses every 15 msec 


Data 


4 


U8, pin 6 (PA4) 


Switch data (+5V or OV) 


Data input to VIA when button 
pressed 


5 


U8, pin 7 (PAS) 


Switch data (+5V or OV) 


Data input to VIA when button 
pressed 

Data input to VIA when button 
pressed 


6 


U8, pin 8 (PA6) 


Switch data (-i-5V or OV) 


7 


US, pin 9 (PAT) 


Switch data (-(-5V or OV) 


Data input to VIA when button 
pressed 


8 


U8, pin 19 


Variable pulse train (OV to -t-5V) 


VIA Data Line 


9 


U14, pin 4 


Variable pulse train (OV to -t5V) 


Data output 


10 


U3B, pin 13 


\toable pulse train (OV to -i-5V) 


A/D counts 


11 


U8, pins 12 through 16 


Variable pulse train (OV to -h5V) 


Data to VIA from A/D 


12 


UlO, pins 34 and 35 


2MHz TTL 


Bus Qock 


13 


UlO, pin 37 


+5V, ±5% 


Reset line (goes low briefly on 
power up) 


14 


U5, pin 9 


-}-5V signal pulsed OV to -i-5V 
every Irnsec 


INT line 


15 


U5, pin 19 


-5-5V (Logic "1") 


RESET line 


16 


U5, pin 18 


2MHz square wave at OV to -I-5V 


Clock 


17 


U5, pin 28 


Should go true (-i-OV) when 
command is sent 


ATN line 


18 


U5, 24 (NDAC), 25 (NRFD), 
26 (DAV), and the data lines 


Refer to Figure C-2 for required 
conditions 


Handshake sequence 
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Table 6-14. Display Circuitry Checks 



Step 


Item/Component 


Required Condition 


Remarks 


1 


U4 and U5, pins 2, 9 and 14 


-f5V, ±5% 


+-5V supply 


2 


P14, pins 6, 11 through 24 


Variable pulses 


Segment drivers 


3 


Ul, pins 6 and 16; 
U2, pins 4-7, 14-17 


Variable pulses 


Digit drivers 


4 


U5, pins 3, 4, 5, 6, 10, 11 and 12; 
U4, pins 1, 3, 4, 5 


1msec negative going pulse every 
10msec 




5 


P14, pin 7 (SO) 


Depress SI, S2, S3, or S4 button 


Pulse present when button 
pressed 


6 


P14, pin 5 (SI) 


Depress S5, S6, S7, or S8 button 


Pulse present when button 
pressed 


7 


P14, pin 3 (S2) 


Depress S9, SIO, Sll, S12, or S13 
button 


Pulse present when button 
pressed 



Table 6-15. Scanner Board Checks 



Step 


Item/Component 


Required Condition 


Remarks 


1 


PI, pins 2 and 4 


-t-5V, ±5% 


All signals referenced to analog 
ground (PI, pins 1 and 2) 


2 


Ul, pin 5 


Stays high V 2 second on power up, 
then goes LO. 


Power-on safe guard. 


3 


U2, pin 2 


Negative-going pulses 


Control CLOCK 


4 


U2, pin 3 


Positive-going pulses 


Control DAIA 


5 


U2, pin 7 


Positive-going pulses 


Control STROBE 


6 


U2, pins 11-18 


On relay output LO, all others HI 


Close selected channel using 
SCANNER button 


7 


K1-K8 


Contact resistance <500mnf 


Check HI and LO for each relay; 
close relay with SCANNER 
button. 



6.8 SCANNER INSTALLATION AND 
CHECKOUT 

The following paragraphs discuss installarion of the Model 
1992 Scanner and Scanner checkout procedures. Refer to 
paragraph 2.11 for front panel scanner operation; IEEE-488 
control of the scanner is located in paragraph 3.12. 



6.8.1 Installation 

Using Figure 6-12 and 6-13, install the Model 1992 Scanner 
as discussed below; 



WARNING 

Disconnect the line cord and all test leads from 
the Model 199 before removing the case cover. 

1. Remove the two screws that secure the rear bezel, then 
remove the bezel. 

2. Remove the screws that secure the case cover to the case 
sides, then slide the cover off the instrument to the rear. 

3. Remove the two screws that secure the cover plate to 
the rear panel, then remove the cover plate. Save the 
screws, which will be used secure the scanner card to 
the rear panel. 
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WARNING 

The cover plate must be installed if the scan- 
ner card is removed. 



4. Remove the two quick-disconnect terminal blocks from 
the scanner card before installation. 

5. Orient the scanner card above its final location (see 
Figure 6-12), and plug the ribbon cable (PI) into the 
mating receptacle Q26) on the analog board (see Figure 
6-13). The red mark on the ribbon cable must be 
oriented on the right as viewed from the front of the 
unit. 

6. Put the scanner card into the unit so that it lines up 
with the rear panel slot and is adjacent to the grooves 
in the case side, 

7. Secure the scanner card to the rear panel with the two 
screws removed in step 2. 

8. Secure the scanner card to the analog board using the 
supplied #6-32 x 1-1/8" screw. 

WARNING 

The screws must be installed to ensure proper 
grounding. The analog board shield must not 
be removed. 



9. Connect one end of the supplied two-conductor ca- 
ble to J30 on the scanner card, and the other end to 
J29 on the digital board. 

10. Move Jumper W2 to position B as shown in the illus- 
tration. 

11. Using a pair of diagonal cutters, cut jumper W3 on 
the digitcii board (see Figure 6-13 for location). This 
step is necessary to enable scanner card operation. 

12. _ Replace the case cover and bezel, and secure them 

with the screws removed earlier. Proceed to the fol- 
lowing paragraph to check out the scanner card to 
verify that it is operational. 



6.8.2 Card Checkout 

Use the procedure below to test the functionality of the 
Model 1992 after installation. 

1. Connect a short jumper wire between the H and L ter- 
minals of each channel input on the two terminal 
blocks. 

2. Connect the A and B outputs together (H to H, L to 
L), and then cormect the outputs to the VOLTS OHMS 
l4l and LO terminals on the rear panel (H to HI, L to 
LO). Use the supplied output cables. 



'3. Plug the connecting blocks into the scanrxer card, and 
make sure the front panel INPUT switch is in the rear 
position . 

4. Plug in the Model 199 and turn on the power. 

5. Press the SCANNER button, and verify that the follow- 
ing message is displayed: 

CHANNEL? 

6. If, instead, the unit displays the "NO SCANNER" 
message, you may have forgotten to cut jumper W3 as 
described in paragraph 6.8.1. 

7. Press 0 to return to normal display. 

8. Select the following Model 199 operating modes. 
Function: OHMS 

Range: 3000 
Resolution: bVi digits. 

Filter: off 
Zero: off 

9. TempoTarily short the rear panel VOLTS OHMS ter- 
minals, then press ZERO. Leave zero enabled for the 
remainder of the checkout procedure. 

10. Press SHIFT TRIG SETUP, and use uprange or 
downrange so that the "ONE SHOT" trigger mode 
message is displayed. 

11. Press NEXT twice to return to normal display. 

12. Press SHIFT SCAN SETUP, then NEXT twice to 
display the present scan mode. Use uprange or 
downrange to display the following: 

STEP 

13. Press NEXT to complete-programming. 

14. Press SCANNER and note that the instrument displays 
the following: 

LIMIT? 

15. Press 8 to program the limit. 

16. Press TRIGGER to close channel 1. The instrument wiU 
display the resistance reading on channel 1. 

17. Verify the resistance reading is less than Ifi, 

18. Press TRIGGER to cyde to the next channel. Verify that 
the resistance reading is less than Ifi. 

19. Repeat step 18 for the remaining channels. 

20. If all channels show an overflow reading in its test, it 
is probable that the card was installed improperly (refer 
to paragraph 6.8.1). If only one channel measures im- 
properly, check to see that the channel jumper is in- 
stalled properly. 
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21. Turn off the instrument power, and unplug the con- to connect the relay shields to analog ground (see Figure 

necting blocks. Remove the shorting jumpers from the 6-13). If desired, this jumper can be cut to float the shields, 

channel inputs. Assuming the scanner card functioned or to connect another potential (for example, for guarding), 
normally, the unit is now reading for use. 

CAUTION 

6.8.3 Relay Shield Jumper Maximum voltage between shields and contact 

is 250V DC. 



A jumper (Wl), on the scanner board, is factory installed 




6-24 







MAINTENANCE 




Figure 6-13. Scanner Connector Location 
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SECTION 7 
Replaceable Parts 



7.1 INTRODUCTION 

This section contcdns replacement parts information, com- 
ponent location drawings and schematic diagrams for the 
Model 199. 



7.2 PARTS LIST 

Parts are listed alphanumerically in order of their circuit 
designations. Table 7-1 contains parts list information for 
the ^play board. Table 7-2 contains parts list information 
for the digital board. Table 7-3 contains parts list informa- 
tion for the analog board. Table 7-4 contains a miscel- 
laneous parts list for the Model 199. Model 1992 parts are 
listed in Table 7-5. 



7.3 ORDERING INFORMATION 

To place an order, or to obtain information concerning 
replacement parts, contact your Keithley representative or 
the factory. See inside front cover for addresses. When 
ordering include the following information: 

1. Instrument Model Number 



2. Instrument Serial Number 

3. Parts Description 

4. Circuit Designation (if applicable) 

5. Keithley Part Number 

If an additional instruction manual is required, order the 
manual package (Keithley P&rt Number 199-901-00). The 
manual package contains an instruction manual and any 
applicable addenda. 



7.4 FACTORY SERVICE 

If the instrument is to be returned to the factory for ser- 
vice, please complete the service form which follows this 
section and return it with the instrument. 



7.5 SCHEMATIC DIAGRAMS AND 

COMPONENT LOCATION DRAWINGS 

Schematic diagrams and component location drawings 
follow the appropriate replaceable parts list for that par- 
ticular board. 
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TABLE 7-1. DISPLAY BOARD, PARTS LIST 



CIRCUIT 

DESIG. 


DESCRIPTION 


KEITHLEY 
PART NO. 


C2 


CAP..1 UF, 20%, 50V, CERAMIC 


C-365-.1 


DS1..DS5 


DISPLAY,DIG1TAL (DOUBLE DIGIT) 


DD-39 


DS6-DS10 


PILOT LIGHT, RED,LED 


PL-71 


DS12-DS14 






DS16, DS17 








MOUNTING KIT FOR PL-7rS 


MK-22-3 


P14 


CABLE ASSEMBLY, 26 CONDUCTOR 


CA-27-4 


S1-S4,S6.S7.S9 


PUSHBUTTON CAPS 


6228-317-5 


S11.S13 






S1..S13 


SWlTCH,MOMENTARY 


SW-435 


S5,S8 


PUSHBUTTON CAPS 


B228-317-6 


U1,U2 


IC,S!NK DRIVER,UND2596A 


IC-578 


U4,U5 


IC,8 BIT PAR OUT SHIFT REG,74HCT164 


IC-456 




LTR. 


ECO NO. 


REUISION 


ENB. 


DATE 


C 


12296 


RELEASED 


5.2 . 


10/'ia/97 


D 


1247B 


REUISED 


5.Z. 


ll/aO/B7 


E 


12615 


REUISED 


5.2. 


a-2-BB 


F 


15162 


CHG'D ARTWORK FROM REU E TO F . 




4-10-92 




NOTE* 

INSTALL MK-22-3 UNDER DS6 THRU DS10,DS12, THRU DSl 4 , DSl 6 , DS17 . 



PUSHBUTTON SELECTION CHfiRT 



SCHEMATIC DESIGNATION 


PART NUMBER 


S1-S4 ,S6 .57 ,S9 


228-317-5 


S11-S13 


228-317-5 


55.58 


228-317-6 











Figure 7-1. Display Board, Component Location Drawing, Dwg. No. 199*110 

































Figure 7-2. Display Board, Schematic Diagram, Dwg. No. 199-116 




















TABLE 7-2. DIGITAL BOARD, PARTS LIST 



CIRCUIT 

DESIG. 


DESCRIPTION 


KEITHLEY 
PART No. 




IEEE MOUNTING HARDWARE 


CS-713 


C1,C3..C6,C8,C10, 


CAP, . 01 uF, 20%, 50V, CERAMIC 


C-'365-.01 


C14,C16 






C11 


CAP,22uF,-204 100%, 25V, ALUM ELEC 


C-3 14-22 


C12,C13 


CAP,15pF.10%,200V,CERAMIC 


C-406-15P 


C2,C9 


CAP,.1 uF,20%,50V,CERAMIC 


C-365-.1 


CR1...CR6 


DIODE,SILICON,1N4148 (DO-35) 


RF-28 


J14 


CONN, DUAL 13-PIN-BERG 


CS-389-3 


J15 


CONN,MALE,3 PIN 


CS-288-3 


J29 


CONN,STFlAlGHT POST HEADER, 3-PlN 


CS-533-3 


J7 


CONN, RIGHT ANGLE.24 PIN 


CS-501 


P16 


CONN,FEMALE,8 PIN,BTM MNT 


CS-618-8 


R1,R2 


RES,1 00,5%, 1/4W, COMPOSITION OR FILM 


R-76-100 


R10,R11 


RES NET, 82,5%, .25W 


TF-141 


R3 


RES, 38.3K,1%,1/8W, METAL FILM 


R-88-38.3K 


R4 


RES, 909K,1%,1/8W, METAL FILM 


R-88-909K 


R5 


RES, 9.09K,1%,1/8W, METAL FILM 


R-88-9.09K 


R6 


RES,1M,5%,1/4W,COMPOSITiON OR FILM 


R-76-1M 


R7 


RES NET,3.3K,5%,1.25W 


TF-140 


R8 


RES NET,3.3K,2%,.6W 


TF-101 


U1 


IC,10 INPUT AND-OR-INVERT ARRAY,PAL10L8 


IC-579 


U10 


IC,8 BIT MICROPROCESSING UNIT,68B09 


LSI-65 


U11,U12 


1C,8 CHANNEL SOURCE DRIVER, UDN2585 


lC-405 


U13.U14 


iC,HEX INVERTER, 74HC04 


IC-354 


U15,U16 


1C,0CTAL EDGE TRIG FLIP FLOP,74HCT374 


IC-397 


U17 


IC.QUAD 2-INPUT NOR GATE 74AHCT02 


IC-510 


U2 


IC,MlCROPOWER BIPOLAR MONOLITHIC, 6728 


IC-177 


U20 


IC,PROGRAMMABLE E2ROM 281 6A 


LSI-83 


U3 


1C,DUAL 4 BIT COUNTER, 74HCT393 


IC-462 


U4 


lC,32Kx8 EPROM,27C256 


A199-800-' 


U5 


IC,GPIB ADAPTER, 991 4A 


LSI-49 


U6 


IC, OCTAL INTERFACE BUS,75160 


IC-298 


U7 


IC,OCTAL INTERFACE BUS TRANSCEIVER,75161 


IC-299 


U8 


IC, VERSATILE INTERFACE ADAPTER,G65SC22 


LSI-86 


U9 


1C,(8KX8) HI SPEED STATIC CMOS RAM ,6264 


LSI-66 


W3 


JUMPER 


J-1 5 


Y1 


CRYSTAL,8.0000MHZ 


CR-24-1 



Order level of firmware in unit 



LTR . 

~C 

Cl 

eg 

D 

Pg 

E 



ECO NO. 


REUISIDN 


ENB . 


DOTE 


Ig464 


REUISED 


S2 


mm 


12652 


REUISED 


SE 


3/7/S8 


13427 


ADDED SO-69 FOR U9 


PJS 


10/5/89 


13880 


GHB'D ARTUORK RCU FROM C TO 0. ADOeO J29 


SE 


2-2-90 


14599 


CS-713 ms CS-378 




5-31-91 


15223 


CH<s'0 ARTWORK FROM REV D TO E. 


mm 


4-21-92 



U16 




Figure 7-3. Digital Boaird, Component Location Drawing, Dwg. No. 199-100 
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Figure 7-4. Digital Board, Schematic Diagram, Dwg. No. 199-106 














TABLE 7-3. ANALOG BOARD, PARTS LIST 



CIRCUIT 

DESIG. 


DESCRIPTION 


KEITHLEY 
PART NO. 




ANALOG SHIELD.UPPER 


C199-312 




FUSE CARRIER 


FH-25 




FUSE HOLDER 


FH-21 




HEATSINK 


HS-25 




ANALOG SHIELD, LOWER 


B199-313 




PUSHBUTTON, BROWN FOR Si 


C29465-2 




PUSHBUTTON,RED FOR S2 


C29465-3 


AT1 


IC,DUAL CMR HIGH SPEED OPTO,HCPL-2631 


IC-588 


AT2 


IC,OPTOCOUPLER,2601 


IC-239 


AT3 


1C,0PT0C0UPLER,T1L1 1 7 


lC-362 


Cl 5..C1 7,C14,C2,C22,C27, 


CAP,.1 uF,20%,50V, CERAMIC 


C-365-.1 


C3,C6,C61,C66,C9, 


- - - - • ... 




C31 


CAP,150pF, 5%, 100 V, CERAMIC 


C-372-150P 


C32 


CAP, . 0047uF,1 0%,1 OOV, POLYPROPYLENE 


C-306-.0047 


C33,C56..C58 


CAP,1 OuF, -20+1 00‘7o,25V, ALUM ELEC 


C-314-10 


C35 


CAP,33pF,1 0%. 1 0OOV, CERAMIC 


C-64-33P 


C38 


CAP,680pF,5%,500V,POLYSTYRENE 


C-138-680P 


C40 


CAP,.1 uF,1 0%,630V,POLYESTER 


C-364-.1 


C44 


CAP,1 5uF, 1 0%,20V,TANTALUM 


C-204-15 


C45 


CAP,2uF,1 0%,1 OOV, POLYESTER 


C-294-2 


C46 


CAP,.47uF,20%,50V,POLYESTER 


C-350-.47 


C47 


CAP,1 uF,20%,50V, POLYESTER 


C-350-1 


C48 


VAR CAP,2.5-6pF,500V 


C-359 


C49 


CAP,7-75pF, 500V, VARIABLE 


C-484 


053 


CAP,68pF,5%,500V,POLYSTYRENE 


C-138-68P 


C59 


CAP,1500uF,-20+100%,25V,ALUM ELEC 


C-314-1500 


C60 


CAP, 47uF,-20+1 00%,25V, ALUM ELEC 


C-314-47 


C63,C65 


CAP,680uF,-1 0+1 00%,35V, ELECTROLYTIC 


C-309-680 


C72 


CAP.1 0,OOOuF,-20+3O%.25V,ALUM ELEC 


C-342-10,000 


C73,C75,C76 


CAP,22pF,1 0%, 1 OOOV, CERAMIC 


C-64-22P 


C74 


CAP,820pFr10%,1000V, CERAMIC 


C-64-820P 


CR1..CR3,CR12,CR16 


DIODE,DIFFUSED,1 N4148 


RF-28 


CR13,CR14 


DIODE,SILICON,W04M 


RF-46 


CR15 


DIODE,BRIDGE,KBP02 


RF-36 


CR6 


DIODE, BRIDGE, PE05 


RF-48 


CR7 


DIODE,S!LICON,1N4139 


RF-34 


CR8..CR1 1 


DIODE,SWITCH ING, 1 N41 49 


RF-60 


F1 


FUSE,3A,250V 


FU-82 


F2 


FUSE..3/1 6A,250V,3AG,SLO-BLO 


FU-29 


J16 


CONN,MALE,8 PIN 


CS-338-13 


J17..J25 


CONN,BRASS PIN 


TE-110 


J26 


CONN,DUAL 5-PIN-BERG 


CS-389-4 


J6 


COGNAC RECEPTACLE 


CS-388 


K1,K2 


RELAY, SPST (HIGH VOLTAGE) 


RL-99 


K3..K5 


RELAY, SPST (HIGH VOLTAGE) 


RL-70 



Q1 


TRANS.N-CHANNEL DUAL FET.MP841 


TG-200 (**) 


Q22 


TRANS.NPN TRANS.GES581 8 


TG-138 


Q26,Q36 


TRANS, N CHANNEL FET,BUZ71 


TG-196 


Q3 


SELECTION,TG-174 


A199-600 


Q30,Q33,Q35 


selection, TG-139 


A1 93-603 


Q37 


TRANS,N-CHANNEL MOSPOWER FET,2N7000 


TG-195 


Q4 


TRANS.N-CHANNEL JFET,PN5434 


TG-174 (*") 


Q5.Q6,Q12,Q32.Q34 


SELECTION,TG-128 


A31841 


Q7,Q8,Q11,Q13,Q17 


TRANS.N-CHANNEL FET 


TG-128 


Q16 


SELECTION.TG-138 


A1 97-600 


R1,R2,R45-.R52 


RES,1M,5%,1/4W,COMPOSmON OR FILM 


R-76-1M 


R12..R15 


RES.100K,1%.1W,METAL FILM 


R-344-100K 


R17 


RES NET,10M,1 .1 1 1 M.1 1 0.95K.1 0.101 K 


TF-214 


R20 


RES NET,100K,2%,2.25W 


TF-177-3 


R21 


RES,100K,1%,1/8W,METAL FILM 


R-88-100K 


R23 


RES,30K,1%.1/8W 


R-348-30K 


R24 


RES,13K..1%,1/10W, METAL FILM 


R-263-13K 


R25 


RES,1M,1%,1/8W,METAL FILM 


R-88-1M 


R26 


RES,2K,1%,1/8W 


R-348-2K 


R27 


RES,1.002K,.1%,1/10W.METAL FILM 


R-263-1.002K 


R3 


RES,1K,5%,1/4W, COMPOSITION OR FILM 


R-76-1K 


R30 


RES,.1,.1%,7.5W,WIRE WOUND 


R-262-.1 


R31 


RES,22M, 1 0%, 1 /2W, FIXED-COM POSITION 


R-1-22M 


R32 


RES,118K,.1%,1/10W,METAL FILM 


R-168-118K 


R33 


RES,1.17M,.25%,.75W,METAL FILM 


R-352-1.17M 


R34 


RES,20K,5%,6.5W,WIRE WOUND 


R-336-20K 


R35 


RES,9.09K,.1%,1 /low, METAL FILM 


R-263-9.09K 


R54 


RES,32.4K,1%,1/8W,METAL FILM 


R-88-32.4K 


R55.R56 


RES, 20K,.1%, 1/1 OW, METAL FILM 


R-263-20K 


R57 


RES,M%,1/8W,METAL FILM 


R-88-* 


R58 


RES,15.8K,1%,'1/8W,METAL FILM 


R-88-15.8K 


R59 


RES,7.87K,1%,1/8W, METAL FILM 


R-88-7.87K 


R6 


RES,142.8K,.1%,1/8W 


R-176-142.8K 


R60 


RES.560K,5%,1/4W.COMPOSITION OR FILM 


R-76-560K 


R61 


RES,18.2K,1%,1/8W,METAL FILM 


R-88-18.2K 


R62 


RES,8.25K,1%,1/8W,METAL FILM 


R-88-8.25K 


R63 


RES,2K,5%,1/4W,COMPOSITION OR FILM 


R-76-2K 


R64 


RES,1K,1%,1/8W,METAL FILM 


R-348-1K 


R66 


RES,1.33K..1%,1/10W, METAL FILM 


R-263-1.33K 


R67 


RES,11K,.1%,1/10W,METAL FILM 


R-263-11K 


R68(18.6K 


RES.MATCHED SET 


R-363 


R69(15K) 






R7 


RES,996K,.1%,1/4W,METAL FILM 


R-264-996K {**) 


R70 


RES,6.19K,.1%,1/10W,METAL FILM 


R-263-6J9K 


R71 


RES,9K,1%,1/8W,METAL FILM 


R-348-9K 


R72 


RES,15K,1%,1/8W,METAL FILM 


R-88-15K 


R73 


RES,14K,1%,1/8W.METAL FILM 


R-88-14K 


R75 


RES,10,.5%,1/8W,METAL FILM 


R-246-10 


R76 


RES.12.4K,1%,1/8W,METAL FILM 


R-88-12.4K 


R77 


RES,9.76K,1%,1/8W,METAL FILM 


R-88-9.76K 


R79 


RES,220,5%,1/4W, COMPOSITION OR FILM 


R-76-220 


R8 


RES.7.78K,.1%,1/8W 


R-176-7.78K (**) 


R80 


RES, 162K,1%,1/8W, METAL FILM 


R-88-162K 


R81 


RES, 7.5K,5%,1/4W, COMPOSITION OR FILM 


R-76-7.5K 


R82.R85 


RES,270,5%,1/4W,COMPOSITION OR FILM 


R-76-270 


R83.R84 


RES,360,5%,1/4W, COMPOSITION OR FILM 


R-76-360 


R86 


RES,330,5%,1/4W,COMPOSITION OR FILM 


R-76-330 




R87 


RES,470,5%,1/4W, COMPOSITION OR FILM 


R-76-470 


R88,R98 


RES, 10K,5%,1/4W, COMPOSITION OR FILM 


R-76-10K 


R89..R95 


RES, 100K, 5%, 1/4W, COMPOSITION OR FILM 


R-76-100K 


R9 


RES NET.10K,2%,.25W 


TF-39 


R96 


RES,200,5%,1/4W,COMPOSmON OR FILM 


R-76-200 


R97 


RES. 1.18K,1%,1/8W, METAL FILM 


R-88-1.18K 


RT1 


THERMISTER,250mSEC,500V 


RT-9-2 


S1 


SWITCH, PUSHBUTTON 


SW-468 


S2 


SWITCH, PUSHBUTTON (6 POLE) 


SW-466 


S3 


SWITCH.SLIDE (DPDT) 


SW-476 


T1 


TRANSFORMER, (90-1 10V, 180-220V) 


TR-259 


T1 


TRANSFORMER (105-1 25V, 210-250V) 


TR-258 


TE1.TE2 


TERMINAL 


TE-97-1 


U11,U13,U19 


IG,22V OP-AMP ,NE5S34N 


lC-540 


U16 


SELECTED, lC-283 


31847-1 


U17 


IC.DUAL 4-BIT DEC./BIN. COUNT.,74HC390 


IC-500 


U18 


IC.DUAL 4-BIT COUNTER, 74HCT393 


IC-462 


U2,U4,U5,U42 


1C, LOW PWR/OFFSET VOLT. QUAD COMP,LM339 


IC-219 


U20 


SELECTION,IC-325 


A196-601 


U21..U25 


1C, CMOS ANALOG SWITCH, DG21 1 


IC-320 


U26 


1C, 18V OP-AMP, LF353N 


IC-246 


U27 


IC.TRMS TO DC CONVERTER,637JD 


iC-352 


U28 


IC.DUAL JFET INPUT OP AMP.LF412 


IC-504 


U29..U32 


1C, 8-STAGE SHIFT/STR REGIST.,MC14094BCP 


IC-251 


U33 


IC.DARLINGTON TRANS ARRAY,ULN20003A 


IC-206 


U43 


1C, QUAD 2-INPUT OR GATES, 74HC02 


IC-412 


U44.U45 


IC,TRiP.2-CHAN. MULT!PL/DEMUX.,CD4053BC 


IC-283 


U46 


SELECTION, IC-1 65 


A30167 


U49 


IC.HEX INVERTER.74HCT04 


IC-444 


U50 


IC.NEG VOLTAGE REG -15V,500mA,79M15 


IC-195 


U51 


iC,+5V VOLTAGE REGULATOR, 7805 


IC-93 


U52 


IC.POS VOLTAGE REG +15V,500mA,78M15 


IC-194 


U53 


HEAT SINK.ASS’Y 


A32469-4 


U6 


IC.QUAD 2-INPUT NAND,74HC00 


IC-351 


U7.U8 


IC.DUAL D-TYPE FLIP-FLOP, 74HC74 


IC-337 


VR1 


DIODE,2ENER 4.3V,1 NS991 B 


DZ-81 


VR2 


DIODE,ZENER 6.4V,1 N4579 


DZ-73 


Y1 


CRYSTAL, 3.84MH2 


CR-13 



Matched set order 196-602 





Figure 7-6. Analog Board, Schematic Diagram, Dwg. No. 199-126 
($heet 1 of 5) 




















Figure 7-6. Analog Board, Schematic Diagram, Dwg. No. 199-126 
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Figure 7-6. Analog Board, Schematic Diagram, Dwg. No. 199-126 
(sheet 3 of 5) 













Figure 7-6. Analog Board, Schematic Diagram, Dwg. No. 199-126 
(sheet 4 of 5) 
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Figure 7-6. Analog Board, Schematic Diagram, Dwg. No. 199-126 
(sheet 5 of 5) 











TABLE 7-4. MISCELLANEOUS, PARTS LIST 



KEITHLEY 

DESCRIPTION PART NO. 



BANANA JACK 
BANANA JACK 
BANANA JACK 
BNCCONNKJTOR 
CAPACITOR 
CONNECTOR 
CONNECTOR HOUSING 
COVER 
FASTENER 

FRONT FOOT ASSEMBLY 

FRONT P/NMEL 

FRONT PANEL OVERLAY 

UNECORD 

11X3 

MODIFIED CROSS EXTRUSION 
MODIRED SIDE EXTRUSION 
PEM STUD 
REARBEm. 

REAR FOOT 
REAR PANEL 
SCANNER COVER PLATE 
WINDOW 



BJ-12-0 

BJ-12-2 

BJ-12-9 

CS-520 

C-64-IOOOp 

CS-627 

CS-287-3 

D199-308 

FA-206-T 

706-317 

D1 99-301 

C199-309 

CO-7 

LU-100 

B199-306 

C199-304 

FA-72 

D199-302 

706-316 

C199-307 

A199-317 

A199-316 





TABLE 7-5. Model 1992, PARTS LIST 



CIRCUIT 

DESIG. 


DESCRIPTION 


KEITHLEY 
PART No. 




CABLE ASSEMBLY 


CA-64-1 




CABLE ASSEMBLY 


CA-64-2 




SCANNER BOARD SHIELD 


B1992-301 


C1,C3 


CAP.10uF.-20+100%,25V,ALUM ELEC 


C-314-10 


C2,C4,C5 


CAP, . 1 uF, 20%, SOV, CERAMIC 


C-365-.1 


CR1 


DIODE.SILiCON,1N4148 


RF-28 


J1 ,J2_ 


CONN.10 PIN OPEN END HEADER 


CS-626-10 


J30 


CONN, STRAIGHT POST HEADER, 3-PIN 


CS-533-3 


K1..K8 


REUS^Y (DPST) 


RL-77 


PI 


CABLE ASSEMBLY, 10 CONDUCTOR 


CA-32-6 


P1.P2 


CONN, PLUG 10 PIN W/STRESS RELIEF 


CS-61 1-10 


P29.P30 


CONN,HOUSING,3-PiN 


CS-534-3 


Q1 


TRANS,N CHAN MOSPOW FET,2N7000 


TG-195 


R1 


RES, 10K,5%,1/4W, COMPOSITION OR FILM 


R-76-10K 


R2 


RES,330,5%,1/4W, COMPOSITION OR FILM 


R-76-330 


R3 


RES,470,5%,1/4W,COMPOSiTION OR FILM 


R-76-470 


U1 


1C,DUAL D-TYPE FLIP FLOP,74HC74 


IC-337 


U2 


IC,8-BIT SERIAL-1 N/LTCH DRIVE,UCN-5841 A 


IC-536 


U3 


1C,OPTOCOUPLER,2601 


IC--239 


W1 


JUMPER,CIRCUrr 


J-1 5 


W2 


CONN, BERG, 3 PIN 


CS-339-3 




Figure 7-7. Model 1992, Component Location Drawing, Dwg. No. 1992-100 



































Figure 7-8. Model 1992, Schematic Diagram, Dwg. No. 1992-106 



















APPENDIX A 

ASai CHARACTER CODES AND IEEE-488 MULTILINE INTERFACE COMMAND MESSAGES 



Decimal Hexadecimal ASCII 



IEEE-488 Messages* 



0 


00 


NUL 




1 


01 


SOH 


GTL 


2 


02 


STX 




3 


03 


ETX 




4 


04 


EOT 


SDC 


5 


05 


ENQ 


PPC 


6 


06 


ACK 




7 


07 


BEL 




8 


08 


BS 


GET 


9 


09 


HT 


TCT_ 


10 


OA 


LF 




11 


OB 


VT 




12 


OC 


JT 




13 


OD 


CR 




14 


OE 


SO 




15 


OF 


SI 




16 


10 


DLE 




17 


11 


DCl 


LLO 


18 


12 


DC2 




19 


13 


DC3 




20 


14 


DC4 


DCL 


21 


15 


NAK 


PPU 


22 


16 


SYN 




23 


17 


ETB 




24 


18 


CAN 


SPE 


25 


19 


EM 


SFD 


26 


lA 


SUB 




27 


IB 


ESC 


; 


28 


1C 


FS 




29 


ID 


GS 




30 


IE 


RS 




31 


IF 


US - - 




Message sent 


or received with ATN true. 
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ASCII CHARACTER CODES AND IEEE>488 MULTILINE INTERFACE COMMAND MESSAGES 
Decimal Hexadecimal ASQI IEEE-488 Messages* 



32 


20 


SP 


MLA 0 


33 


21 


t 


MLA 1 


34 


22 


/f 


MLA 2 


35 


23 


4 


MLA 3 


36 


24 


$ 


MLA 4 


37 


25 


% 


MLA 5 


38 


26 


& 


MLA 6 


39 


27 


V 


MLA 7 


40 


28 


( 


MLA 8 


41 


29 


) 


MLA 9 


42 


2A 


* 


MLA 10 


43 


2B 


-i- 


MLA 11 


44 


2C 




MLA 12 


45 


2D 


- - ■ - 


MLA 33 


46 


2E 




MLA 14 


47 


2F 


/ 


MLA 15 


48 


30 


. 0 . 


MLA 16 


49 


31 


1 


MLA 37 


50 


32 


2 


MLA 18 


51 


33 


3 


MLA 19 


52 


34 


4 


MLA 20 


53 


35 


5 


MLA 21 


54 


36 


;.6 


-MLA 22 


55 


37 


7 


MLA 23 


56 


38 


8 


MLA 24 


57 


39 


9 


MLA 25 


58 


3A 


1 


MLA 26** 


59 


3B 


f 


MLA 27 


60 


3C 


< 


MLA 28 


61 


3D 




MLA 29 


62 


3E 


> 


MLA 30 


63 


3F 


7 


UNL 



* Message sent or received with ATN true. Numbers shown represent primary address resulting 
in ML A (My Listen Address). 

* Model 199 default listen address. 
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ASCII CHARACTER CODES AND IEEE-488 MULTILINE INTERFACE COMMAND MESSAGES 



Decimal 


Hexadecimal 


Asai 


IEEE-488 Messages* 


64 


40 


@ 


MTA 0 


65 


41 


A 


MIA 1 


66 


42 


B 


MTA 2 


67 


43 


C 


■ MTA 3 


68 


44 


D 


MIA 4 


69 


45 


E 


MTA 5 


70 


46 


F 


MIA6 


71 




G 


MIA 7 


72 


48 


H 


MIA 8 


73 


49 


1 


MIA 9 


74 


4A 


J 


MIA 10 


75 


4B 


K 


MTA 11 


76 


4C 


L 


MTA 12 


77 


4D 


M 


MIA 13 


78 


4E 


N 


MTA 14 


79 


4F 


0 


MTA 15 


80 


50 


P 


MTA 16 


81 


51 


Q 


MIA 17 


82 


52 


R 


MIA 18 


83 


53 


S 


MTA 19 


84 


54 


T 


MTA 20 


85 


55 


U 


MTA 21 


86 


56 


V 


MTA 22 


87 


57 


w 


MTA 23 


88 


58 


X . 


MTA 24 


89 


59 


-Y 


MTA 25 


90 


5A 


Z 


MTA 26** 


91 


5B 


1 


MTA 27 


92 


5C 


A 


..MIA 28 


93 


5D 


] 


MTA 29 


94 


5E 


n 


MTA 30 


95 


5F 


— 


UNT 



* Message sent or received with ATN true. Numbers shown are primary address resulting in MTA 
(My Talk Address). 

"Model 199 default talk address. 
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ASCII CHARACTER CODES AND IEEE-488 MULTILINE INTERFACE COMMAND MESSAGES 



Decimal 


Hexadecimal 


Asai 


lEEE^SS Messages* 


96 


60 




MSA 0,PPE— 


97 


61 


a 


MSA 1,PPE 


98 


62 


b 


MSA 2,PPE 


99 


63 


c 


MSA 3,PPE 


100 


64 


d 


MSA 4,PPE 


101 


65 


e 


MSA 5,PPE 


102 


66 




MSA 6,PPE 


103 


67 


g 


MSA 7PPE- 


104 


68 


h 


MSA 8,PPE 


105 


69 


i 


MSA 9,PPE 


106 


6A 


j 


MSA 10,PPE 


107 


6B 


k 


MSA 11,PPE 


108 


6C 


1 


MSA 12,PPE 


109 


6D 


m 


MSA B,PPE 


110 


6E 


n 


MSA 14,PPE 


111 


6F 


0 


MSA 15,PPE 


112 


70 


p 


MSA 16,PPD 


133 


71 


q 


MSA 17,PPD 


114 


72 


r 


MSA 18,PPD 


315 


73 


s 


MSA 19,PPD 


116 


74 


t 


MSA20,PPD 


117 


75 


u 


MSA 21,PPD 


118 


76 


V 


MSA22,PPD 


119 


77 


w 


MSA 23,PPD 


120 


78 


X 


MSA 24,PPD 


121 


79 


y 


MSA 25,PPD 


122 


7A 


z 


MSA 26,PPD 


123 


7B 


{ 


MSA 2?;PPD 


124 


7C 


1 


MSA 28,PPD 


325 


7D 


} 


MSA 29,PPD 


126 


7E 




MSA 30,PPD 


127 


7F 


DEL 





*Message send or received with ATN true. Numbers represent secondary address values resulting 
in MSA (My Secondary Address). 
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CONTROLLER PROGRAMS 



The following programs have been supplied as a simple aid to the user and are not intended to 
suit specific needs. Each program allows you to send a device-dependent command string to the 
instrument and obtain and display an instrument reading string. 



Programs for the following controllers are included: 

• IBM PC or AT (with National Instruments GPIB-PC IEEE-488 Interface) 

• IBM PC or AT (with Capitol Equipment Corp. PC-488 Interface) 

• Apple II (equipped with the Apple II IEEE-488 Interface) 

• Hewlett-Packard Model 85 

• Hewlett-Packard Series 200 and 300 

• Hewlett-Packard Model 9825A 

• DEC LSI 11 
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IBM PC OR AT (NATfONAL INSTRUMENTS QPIB-PC INTERFACE) 

Th« following piogram sends a cotomand string from an IBM PC oi AT computer and displays 
the instrument reading string on the computer CRT. The computer must be equipped with the 
National Instruments GPIB-PC IEEE=48S interface and the DOS 2.0 or 3.0 operating system. The 
GPIB-PC software must be instaOled and configured as described in the instruction manual. 



DIRECTIONS 

1. Prom the front panel, set the primary address of the Model 199 to 26. _ . 

2. Wth the power off, connect the Model 199 to the IEEE-488 interface installed in the IBM 
computer. 

3. Type in BASICA on the computer keyboard to get into the IBM interpretive BASIC language. 

4. Place the interface software disk in the default drive, type LOAD"DECL" , and press the return 
Rey. 

5. Add the lines below' to the declaration file; also modify the address in lines 1 and 2, as described 
in the GPIB-PC instruction manual. 

6- Run the program and type in the desired command string. Rjr example, to place the instru- 
ment in the ACV function and autorange, type in FlRdX and press the return key. 

7. The instrument reading string will then appear on the computer screen. A typical example is; 
NACV+O.OOOOOOE+0. 



PROGRAM 



COMMENTS 



le CLS 

20 NAf=‘- ‘QPIE6’ ■' XALL IBFIHP ' 
<HArrBRii0/;> 

30 H A $ = “ DEVJ 1 ” = CAL L I BF I MB 
CHA4! 

40 ' CALL IBPAIKM U'C' 

50 = 1 ' CALL I ESRE BP.n 07. ? U'-; 5 

6,0 IHPUT‘ ‘ CCiMMAHIi STRIHG^ ’ j C$ 
65 C*=CJ:+CHRf a37+CHRrC10 1- 
70 CALL 

S0 Rf=SPACES<2:5> 

90 CALLlBRDCHi'?0l;jF;$;i 
100 PRINT RS 

110 GOTO 60 ^ 



Clear screen _ . . 

Find board descriptor. 

Find 199 descriptor. 

Set primary address to 26. . . 

Set REN true. 

Prompt for command string. 

Add <CR> <LF> to command string. 
Send command string to 199. 

Dimension reading input string. 

Get reading string from 199. 

Display reading string on CRT. 

Repeat . .. 



NOTES: 

1. For conversion to numeric triable, modify the program as follows; 

100. ^5j12>;j 

105 PRINT R 



2. In order for Translator to function properly, a <CR> <UF> sequence must be added to the 
end of any Translator execution string sent to the instrument. See line 65 above for an. example. 
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IBM PC OR AT (CEC PC-488 INTERFACE) 

The following program sends a command string from an IBM PC or AT computer and displays 
the instrument reading string on the computer CRT. The computer must be equipped with the 
Capitol Equipment Corp. PC-488 IEK-488 interface. The interface card must be set to a memory 
address of C400 h/ as described in the PC-488 Instruction Manual. 



DIRECTIONS 

1. From the front panel, set the primary address of the Model 199 to 26. 

2. With the power off, connect the Model 199 to the IEEE-488 interface installed in the IBM 
computer. 

3. Type in the program lines shown below, using" the return key after each line. 

4. Run the program and type in the desired command string at the command string prompt. For 
example, to place the instrument in the ACV function and autorange, type in FIROX and press 
the return key. 

5. The instrument reading string will then appear on the computer screen. A typical example is: 

NACV+O.OOOOOOE+0. . 



PROGRAM 



COMMENTS 



10 DEF SEG=&HC480 
20 IHIT=0 = :SENIi=9 = EHTER=2 1 
30 MY . AririRES:5>:=21 = CONTROLLER1;=0 
40 AHDRESS';=26 
50 C ALL I H r T ( MY , ADHRESS*; j 
COHT ROLLER!; > 

60 I NFIJT “ ‘ COMMAND :5TR I HQ ’ ’ Cf 

65 C$=C$+CHRf< 13> ■ 

70 CALL SEND-;AIfIiRE.SS‘''.j C# ? STATIJiSl;;' 
80 R$=:5PACE$<25> 

90 CALL ENTER<R$i. LENGTH.!-; j ADriRESS!-; ? 
STATUS!; 

100 PRINT R$ 

110 GOTO 60 



Set segment address to C400 hex. 
Define call offsets. 

Define interface parameters. 

Set 199 address to 26. 

Initialize PC-488. 

Prompt for command string. 

Add < CR"> to string. 

Send command string to 199, 
Dimension reading input string. 
Get reading string from 199. 

Display reading string. 

Repeat. 



NOTES: 

1. To convert from a string to a numeric variable, modify the program as follows: 



1 00 R=UAL M I Df C R$ j 5 , 1 2 ) 
105 PRINT R 



2. For use with a card memory address other than C400„, modify the DBF SEG statement in line 
ID accordingly. For example, with a card memory address of COOOh, line 10 should be modified 
as follows: 

10 DEF SEG=&HC080 

3. In order for Translator to function properly, a < CR > sequence should be added to the end 
of any string sent to the Model 199. See the example is line 65 above. 



B-3 




APPENDIX B 



APPLE II (APPLE if IEEE-488 INTERFACE) 

The following program sends a command string to the Model 199 from an Apple II computer 
and displays the instrument reading string bn the computer CRT. 

The computer must be equipped with the Apple II IEEE=488 Interface installed in slot 3. 



DIRECTIONS 

1. From the front panel, set the primary address of the Model 199 to 26. 

2. With the power off, connect the Model 199 to the IEEE-488 interface installed in the Apple II 
computer. 

3. Enter the lines in the program below, using the RETURN key after each line. 

4. Run the program and type in the desired command string at the command prompt. For exam- 
ple, to place the instrument in ACV and autorange, type in FlROX and press the return key. 

5. The instrument reading string will then appear on the CRT. A typical display is: 
NACV+O.OOOOOE-HO. 



PROGRAM 


COMMENTS 


10 2f=CHRf (26) 


Terminator. 


20 INPUT“ COMMAHIl :3TRING ? ' ' ^Bf 


Prompt for and enter command string. 


30 PR#3 


Set output to IEEE-488 bus. 


40 IN#3 


Define input from IEEE-488 bus. 


50 PRINT “RA’ ’ 


Enable remote. 


60 PRINT ■= HIT: ” 


Address 199 to listen, send string. 


70 PRINT ‘ ‘LFl” 


Line feed on. 


80 PRINT ■= “ RDZ' ’ 2f : INPUT' ' ’ T; Af 


Address 199 to talk, input data. 


98 PRINTOUT” 


Untalk the 199. 


100PR#0 


Define output to CRT. 


110 IN#0 


Define input from keyboard. 


120 PRINT Af 


Display reading string. 


130 GOTO 20 


Repeat. 



NOTES: 

1. If conversion to numeric variable is required, make the following changes: 

1 20 A='.,iAL C M I Ilf <; AS j 5 j 1 2 > ;■ 

125 PRINT A 

2. The Apple II terminates on commas in the data string. To avoid problems, program the Model 
199 for the BOGO or BOGl data format to eliminate commas. 
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HEWLETT-PACKARD MODEL 85 

The following program sends a command string to the Model 199 from an HP-85 computer and 
displays the instrument reading string on the computer CRT. The computer must be equipped 
with the HP82937 GPIB Interface and an I/O ROM. 



DIRECTIONS 

1. From the front panel, set the primary address of the Model 199 to 26. 

2. With the power off, connect the Model 199 to the HP82932?^ GPIB interface installed in the HP-85 
con^uter. 

3. Enter the lines in the program below, using the END LINE key after each Hne. 

4. Press the HP-85 RUN key and type in the desired command string at the command prompt. 
For example, to place the instrument in ACV and autorange, type in FIROX and press the END 
LINE key. 

5. The instrument reading string will then appear on the CRT, A typical display is; 
NACV+O.OOOOOOE+0. 



PROGRAM COMMENTS 



10 niM At 12511. EfC 251 

20 REMOTE 726 

30 DISP‘ ‘ COMMAND, STRING^ ’ 

40 INPUT At 

50 OUTPUT 726j At 

60 ENTER 726 j Et 

70 DISP-Bt 

S0 GOTO 30 

90 END 



Dimension strings. 

Place 199 in remote. 

Prompt for command. 

Input command string. 

Address 199 to hsten, send string. 
Address 199 to talk, input reading. 
Display reading string. 

Repeal 



NOTE: For conversion to numeric variable, change line 70 as follows: 
70 ni:5P UAL':Eti:5]> 
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HEWLETT-PACKARD SERIES 200 and 300 

The following program sends a coironand string to the Model 199 from a Hewlett-Packard Series 
200 or 300 computer and displays the instrument reading string on the computer CRT. The com- 
puter must be equipped with the HPIB Interface and BASIC 2.0, 3.0, or 4.0. 



DIRECTIONS 

1. From the front panel, set the primary address of the Model 199 to 26. 

2. With the power off, connect the Model 199 to the HPIB interface installed in the computer. 

3. Enter the computer EDIT mode. 

4. Enter the lines in the program below, using the ENTER \i<sy after each line. 

5. Run the program, and type in the desired command string at the command prompt. For exam- 
ple, to place the instrument in ACV and autorange, type in FIROX and press the ENTER key. 

6. The instrument reading string will then appear on the CRT. A typical display is; 
NACV-i-O.OOOOOOE-fO. 



PROGRAM COMMENTS 



10 REMOTE 72* 


Place 199 in remote. 


15 DIM A#[253> BfC253 




20 I NPUT‘ ‘ CiOHMAND STRING’ ’ , At 


Prompt for and input command. 


30 OUTPUT 726.: A$ 


Address 199 to listen, send string. 


46 ENTER 726.: Bt 


Address 199 to talk, input reading. 


50 PRINT E$ 


Display reading string. 


60 GOTO 20 


Repeat. 


70 END 





NOTE; For conversion to a numeric variable, change the program as follows; 

40 ENTER 726-.: B ■ 

50 PRINT B 
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HEWLETT-PACKARD MODEL 9825A 

Use the following program to send a command string to the Model 199 from a Hewlett-Packard 
Model 9825A and display the instrument reading string on the computer printer. The computer 
must be equipped with the HP98034A HPIB Interface and a 9872A extended I/O ROM. 



DIRECTIONS 

1. From the front panel, set the primary address of the Model 199 to 26. 

2. With the power off, connect the Model 199 to the 98034A HPIB interface installed in the 9825A. 

3. Enter the lines in the program below, using the STORE key after each line. Line numbers are 
automatically assigned by the 9825A. 

4. Press the 9825A RUN key and type in the desired command string at the command prompt. 
For example, to place the instrument in ACV and autorange, type in FIROX and press the CONT 
key. 

5. The instrument reading string wiU then appear on the computer print out. A typical display 

is: NACV-fO.OOOOOOE-f-0. 



PROGRAM 



COMMENTS 



0 dim AtCaSIjEtCSS] 

1 dev‘ ‘199’ ’ !.726 

2 rem‘ ‘ 199’ ’ 

5 ent‘ ‘ COMMAHIi :5TRIHG’ ’ s 

4 wrt‘ ‘ 199’ ’ j E$ 

5 red‘ ‘ 199’ ’ ? 

6 prt Af 

7 gto 5 



Dimension data strings. 

Define 199 at address 26. 

Place 199 in remote. 

Prompt for command string. 
Address 199 to listen, send string. 
Address 199 to talk, input data. 
Print data string on printer. 
Repeat. 



NOTE: For conversion to numeric variable, modify the program as follows; 
6 prt vaKAfC53 ) 
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DEC LSI 11 

The following program sends a command string to the Model 199 from a DEC LSI 11 minicom- 
puter and displays the instrument reading string on the DEC CRT terminal. The LSI U must be 
configured with 16K words of RAM and an IBV 11 IEEE-488 interface. The software must be con- 
figured with the IB software as well as FORTRAN and the RT 11 operating system. 



DIRECTIONS 

1. From the front panel program feature, set the primary address of the Model 199 to 26. 

2. With the power off, coimect the Model 199 to the IBV 11 IEEE-488 interface cable. 

3. Enter the program below, using the editor under RT 11 and the name lEEE.FOR. 

4. Compile using the FORTRAN compiler as follows: FORTRAN IEEE. 

5. Link with the system and IB libraries as follows: LINK IEEE,IBLIB. 

6. Type RUN IEEE and press the RETURN key. 

7. The display will read "ENTER ADDRESS". 

8. Type in 26 and press the RETURN key, 

9. The display will read 'TEST SETUP". 

10. Type in the desired command string and press the RETURN key. For example, to program 
the instrument for ACV and autorange, type, in FIROX and press RETURN. 

11. The instrument data string will appear on the computer display. A typical display is: 
NACV+O.OOOOOOE+0. 

PROGRAM COMMENTS 



PROGRAM IEEE 

IHTEGER*2 PR I ADR 

LOG I CAL* 1 MSG C SO ) j I NPUT C SO > 

HO £ I = 1 < 1 0 
CALL Il!STER<Ij0> 

£ CONTI HUE 
CALL IBSTERa5i.5> 

CALL I ET I MO <120) 

CALL IBTERM<18) 

CALL I BREN 

4 TYPE 5 

5 FORMAT < IKj ‘ ENTER ADDRESS ^ j $) 
ACCEPT 10!. PR I ADR 

10 FORMAT (12) 

12 TYPE 15 

15 FORMAT ax.. ‘ TEST SETUP-- ’ ;■ f ) 
CALLGETSTR <55MSG!.?2) 

CALL lESEOI <MSGj -1 jPRIADR) 

IS I=IBRECU < INPUTS 80. PRIADR) 
INPUT <1 + 1 ) =0 
CALL PUTSTR <7? INPUT? ‘ 0’ > 

CALL I BUNT 
GOTO 12 
END 



Turn off IB errors. 

Allow 5 error I5's. 

Allow 1 second bus timeout. 
Set line feed as terminator. 
Turn on remote. 

Input primary address. 



Prompt for command string. 
Program instrument. 

Address 199 to listen, send string. 
Get data from instrument. 



Untalk the 199. 
Repeat. 
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IEEE-488 BUS OVERVIEW 



BUS DESCRIPTION 

The IEEE-488 bus, which is also frequently referred to as 
the GPIB (General Purpose Interface Bus), was designed 
as a parallel transfer medium to optimize data transfer with 
a minimuin number of bus lines. In keeping with this goal, 
the bus has eight data lines that are used both for data and 
many commands. Additionally, the bus has five manage- 
ment lines, which are used to control bus operation, and 
three handshake lines that are used to control the data byte 
transfer sequence. 

A typical configuration for controlled bus operation is 
shown in Figure D-1. A typical system will have one con- 
troller and one or more devices to which commands are 
given and, in most cases, from which data is received. 
Generally, there are three categories that describe device 
operation: controller, talker, and listener. 

The controller does what its name implies: it controls other 
devices on the bus. A talker sends data (usually to the con- 
troller), and a listener receives data. Depending on the in- 
strument, a particular device may be a taBcer only, a listener 
only, or both a talker and a listener. The Model 199 has 
both talker and listener capabilities. 

There are two categories of controllers: system controller 
and basic controller. Both are able to control other devices, 
but only the system controller has absolute authority in 
the system. In a system with more than one controllet only 
one controller may be active at any given time. Certain 
command protocol allows control to be passed from one 
controller to another. 



The bus is limited to 15 devices, including the controller. 
Thus, any number of devices may be present on the bus 
at one time. Although several active listeners may be pre- 
sent simultaneously, only one active talker may be present 
on the bus, or communications would be scrambled. 



TOOTHER DEVICES 





Figure C-1. IEEE Bus Configuration 
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A device is placed in the talk or listen mode from the con- 
troller by sending an appropriate talk or listen command. 
These talk and listen commands are derived from an in- 
strument's primary address. The primary address may 
have any value between 0 and 30 and is generally set by 
rear panel switches or programmed in from the front panel 
(as in the case of the Model 199). The actual listen com- 
mand value sent over the bus is derived by ORing the 
primary address with $20 (the $ symbol preceding the 
number designates a hexadecimal, or base 16 value). For 
example, if the primary address is 26 (the default Model 
199 value), the actual listen coiiunand byte value is $3A 
($1A -k$ 20 = $3A). In a similar manner, the talk command 
byte is derived by ORing the primary address with $40. 
With a primary address of 26, the actui talk command byte 
would be $4A ($40 + $1A = $4A). 



The IEEE-488 standards also include another addressing 
mode called secondary addressing. Secondary address 
byte values lie in the range of $60-$^. Note, however, that 
many devices, including the Model 199, do not use secon- 
dary addressing. 



Once the device is properly addressed, bus transmission 
sequences are set to take place. For example, if an instru- 
ment is addressed to talk, it will usually output its data 
string on the bus one byte at a time. The listening device 
(frequently the controller) will then read this mformation 
as transmitted. 



BUS LINES 

The signal lines on the IEEE-488 bus are grouped into three 
categories; data lines, management lines, and handshake 
lines. The eight data lines handle bus data and many com- 
mands, while the management and handshake lines en- 
sure orderly bus operation. Each bus line is active low with 
approximately zero volts representing logic 1 (true). The 
following paragraphs briefly describe the operation of 
these lines. 



Data Lines 

The bus uses eight data lines to transmit and receive data 
in bit-parallel, byte serial fashion. These lines use the con- 
vention DI01-DI08 instead of the more common E)0-D7. 
DIOl is the least significant bit, while DI08 is the most 
significant bit. The data lines are bidirectional (with most 
devices), and, as with the remaining bus lines, low is con- 
sidered to be true. 



Bus Management Lines 

The five bus management lines ensure proper interface 
control and management. These lines are used to send 
uniline commands. 



ATN (Attention)— The state of ATN determines how infor- 
mation on the data lines is to be interpreted. 

IFC (Interface Qear)— IFC allows the clearing of active 
talkers or listeners from the bus. 

REN (Remote Enable)— REN is used to place devices in 
the remote mode. Usually, devices must be in remote 
before they can be programmed over the bus. 

EOI (End Or Identify) — EOI is used to mark the end of 
a multi-byte data transfer sequence. EOI is also used along 
with ATN, to send the IDY (identify) message for parallel 
polling. 

SRQ (Service Reque^) — SRQ is used by devices to request 
service from the controller. 



Handshake Lines 

Three handshake lines that operate in an interlocked se- 
quence are used to ensure reliable data transmission 
regardless of the transfer rate. Generally, data transfer will 
occur at a rate determined by the slowest active device on 
the bus. These handshake lines are: 

DAV (Data Valid)— The source (talker) controls the state 
of DAV to indicate to any listeners when data is valid. 

NRFD (Not Ready For Data)— The acceptor (listener) con- 
trols the state of NRFD. It is used to signal the transmit- 
ting device to hold off the byte transfer sequence until the 
accepting device is ready. 

NDAC (Not Data Accepted)— NDAC is also controlled by 
the accepting device. The state of NDAC tells the source 
whether or not the device has accepted the data byte. 



Rgure C-2 shows the basic handshake sequence for the 
transmission of one data byte. This sequence is used to 
transfer data, talk and listen addresses, as well as multiline 
commands. 
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DATA ^ 



^ SOURCE 



DATA SOURCE 

VALID 



NRFO 




ACCEPTOR 


NDAC 












ACCEPTOR 









DATA DATA 

TRANSFER TRANSFER 
BEGINS ENDS 



BUS COMMANDS 

Commands associated with the IEEE-488 bus can be 
grouped into the following three general categories. Refer 
to Table C-1. 



Uniline Commands— These commands are asserted by set- 
ting the associated bus line true. For example, to assert 
REN (Remote Enable), the REN line would be set low 
(true). 

Multiline Commands— General bus commands which are 
sent over the data lines with the ATN line true. 

Device-dependent Commands — Commands whose mean- 
ings depend on the device in question. These commands 
are transmitted via the data lines while ATN is false. 



Figure C-2. IEEE Handshake Sequence 



Table C-1. IEEE-488 Bus Command Summary 



Command Type 


Command 


State of 
ATN Line* 


Conunents 


UnDine 


REN (Remote Enable) 


X 


Sets up devices for remote operation. 




EOI 


X 


Marks end of transmission. 




IFC (Interface Clear) 


X 


Clears Interface. 




ATN (Attention) 


Low 


Defines data bus contents. 




SRQ 


X 


Controlled by external device. 


Multiline 

Universal 


LLO (Local Lockout) 


Low 


Locks out local operation. 




DCL (Device Clear) 


Low 


Returns device to default conditions. 




SPE (Serial Enable) 


Low 


Enables serial polling. 




SPD (Serial Poll Disable) 


Low 


Disables serial polling. 


Addressed 


SDC (Selective Device Clear) 


Low 


Returns unit to default conditions. 




GTL (Go To Local) 


Low 


Returns device to local. 




GET (Group Execute Trigger) 


Low 


Triggers device for reading. 


Unaddressed 


UNL (UnHsten) 


Low 


Removes all listeners from bus. 




UNT (Untalk) 


Low 


Removes any talkers from bus. 


Device-dependent 




High 


Programs Model 199 for various modes. 



*Don't Care. 
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Uniline Commands 

The five uniline commands include REN, EOI, IFC, ATN, 
and SRQ. Each command is associated with a dedicated 
bus line, which is set low to assert the command in 
question. 



REN (Remote Enable) — REN is asserted by the controller 
to set up instruments on the bus for remote operation. 
When REN is true, devices will be removed from the local 
mode. Depending on device configuration, all front panel 
controls except the LOCAL button (if the device is so 
equipped) may be locked out when REN is true. General- 
ly, REN should be asserted before attempting to program 
instruments over the bus. 

EOI (End or Identify) — EOI may be asserted either by the 
controller or by external devices to identify the last byte 
in a multi-byte transfer sequence, allowing data words of 
various len^hs to be transmitted. 

IFC (Interface Clear) — IFC is asserted by the controller to 
clear the interface and return all devices to the talker and 
listener idle states. 

ATN (Attention)— The controller asserts ATN while sen- 
ding addresses or multiline commands. 

SRQ (Service Request) — SRQ is asserted by a device on 
the bus when it requires service from the controller. 

Universal Multiline Commands 

Universal multiline commands are those commands that 
required no addressing as part of the command sequence. 
AH devices equipped to implement these commands will 
do so simultaneously when the commands are transmit- 
ted. As with all multOine commands, these commands are 
transmitted with ATN true. 



LLO (Local Lockout) — LLO is sent to instruments to lock 
out front panel or local operation of the instrument. 

DCL (Device Oear) — DCL is used to return instruments 
to some default state. Usually, devices return to their 
power-up conditions. 

SPE (Serial Poll Enable) — SPE is the first step in the serial 
polling sequence, which is used to determine which device 
on the bus is requesting service. 



SPD (Serial Poll Disable) — SPD is used by the controller 
to remove all devices on the bus from the serial poll mode 
and is generally the last command in the serial polling 
sequence. 



Addressed Multiline Commands 

Addressed multiUne commands are those commands that 
must be preceded by an appropriate listen address before 
the instrument will respond to the command in question. 
Note that only the addressed device will respond to the 
command. Both the command and the address preceding 
it are sent with ATN true. 

SDC (Selective Device Qear)— The SDC command per- 
forms essentially the same function as DCL except that on- 
ly the addressed device responds. Generally, instruments 
return to their power-up default conditions when respon- 
ding to SDC. 



GTL (Go To Local)— GTL is used to remove instruments 
from the remote mode and place them in local. With many 
instruments, GTL may also restore operation of front panel 
, controls if previously locked out. 

GET (Group Execute Trigger) — GET is used to trigger 
devices to perform a specific action that will depend on 
device configuration (for example, perform a measurement 
sequence). Although GET is an addressed command, 
many devices may respond to GET vvithout addressing. 

Address Commands 

Addressed commands include two primary command 
groups, and a secondary address group. ATN is true when 
these commands are asserted. These commands include: 



LAG (Listen Address Group)— These listen commands are 
derived from an instrument's primary address and are 
used to address devices to listen. The actual command byte 
is obtained by ORing the primary address with $20. 

TAG (Talk Address Group)-The talk commands are de- 
rived fiom the primary adless by ORing the address with 
$40. Talk commands are used to address devices to talk. 

SCG (Secondary Command Group)— Commands in this 
group provide additional addressing capabilities. Many 
devices (including the Model 199) do not use these 
commands. 
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Unaddress Commands 

The two unaddress commands are used by the controller 
to remove any talkers or listeners from the bus. ATN is true 
when these coromands are asserted. 



UNL (Unlisten)— Listeners are placed in the listener idle 
state by UNL. 

UNT (Untalk)— Any previously commanded talkers will 
be placed in the talker idle state by UNT. 



Device-Dependent Commands 

The purpose of device-dependent commands will depend 
on instrument configuration. Generally, these commands 



are sent as one or more ASCII characters that command 
the~device to perform a specific action. For example, the 
command string ROX is used to control the measurement 
range of the Model 199. 



The IEEE-488 bus treats these commands as data in that 
ATN is false when the commands are transmitted. 



Command Codes 

Command codes for the various commands that use the 
data lines are summarized in Figure C-3. Hexadecimal and 
and decimal values for the various commands are listed 
in Table C-2. 
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Figure C-3. Command Codes 
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Table C-2. Hexadecimal and Decimal Command 
Codes 



Table C-4. Typical Device-Dependent Command 
Sequence 



Command 


Hex Value 


Decimal Value 


GTL 


01 


1 


SDC 


04 


4 


GET 


08 


8 


LLO 


11 


17 


DCL 


14 


20 


SPE 


18 


24 


SPD 


19 


25 


LAG 


20-3F 


32-63 


TAG 


40-5F 


64-95 


SGG 


60-7F 


96-127 


UNL 


3F 


63 


UNT 


5F 


95 



Typical Command Sequences 



■ 


Command 


ATN State 


Data Bus 


ASCII 


Hex 


Decimal 


1 


UNL 


Set low 




3F- 


63 


2 


LAG* 


Stays low 




3A 


58 - 


3 


Data 


Set high 




52 


82 


4 


Data 


Stays high 


WM 


30 


48 


5 


D^a 


Stays high 




58 


88 



*Assumes primary address = 26. 



IEEE Command Groups 

Command groups suppjorted by the Model 199 are listed 
in Table C-5. Dev'ice-dependent commands are not includ- 
ed in this list. 



For the various multiline commands, a specific bus se- 
quence must take place to properly send the command. 
In particular, the correct listen address must be sent to the 
instrument before it will respond to addressed commands. 
Table C-3 lists a typical bus sequence for sending an ad- 
dressed multiline command. In this instance, the SDC 
command is being sent to the instrument. UNL is generally 
sent as part of the sequence to ensure that no other active 
listeners are present. Note that ATN is true for both the 
listen command and the SDC command byte itself. 

Table C-3. Typical Addressed Command Sequence 



Step 


Command 


ATN State 


Data Bus 


Ascn 


Hex 


Decimal 


1 


UNL 


Set low 


7 


3F 


63 


2 


LAG* 


Stays low 




3A 


58 


3 


SDC 


Stays low 


EOT 


04 


4 


4 




Returns high 









*Assumes primary address = 26, 



Table C-4 gives a typical device-dependent command se- 
quence. In this instance, ATN is true while the instrument 
is being addressed, but it is set high while sending the 
device-dependent command string. 



Table C-5. IEEE Command Group 



HANDSHAKE COMMAND GROUP 
DAC=DA1A ACCEPTED 
RED = READY FOR DATA 
DAV=DATA VALID 
UNIVERSAL COMMAND GROUP 
ArN=ATTENTION 
DCL=DEVICE CLEAR 
IFC=INTERFACE CLEAR 
LLO=LOCAL LOCKOUT 
REN=REMOTE ENABLE 
SPD=SERIAL POLL- DISABLE 
SPE=SERIAL POLL ENABLE 
ADDRESS COMMAND GROUN 
LISTEN: LAG=LISTEN ADDRESS GROUP 
MLA=MY LISTEN ADDRESS 
UNL=UNLISTEN 

TALK: TAG=1ALK ADDRESS GROUP 
MTA=MY TALK ADDRESS 
UNT= UNTALK 

OIA= OTHER TALK ADDRESS 
ADDRESSED COMMAND GROUP 

ACG=ADDRESSED COMMAND GROUP 
GET= GROUP EXECUTE TRIGGER 
GTL^GO TO LOCAL 
SDC= SELECTIVE CLEAR 
STATUS COMMAND GROUP 

RQS=REQUEST SERVICE 
SRQ= SERIAL POLL REQUEST 
STB=STATUS BYTE 
EOI=END 
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Service Form 

Model No. Serial No, Date 

Name and Telephone No. 

Company 

List all control settings, describe problem and check boxes that apply to problem. 



Q Intermittent 


CJ Analog output follows display 


Q Particular range or function bad; specify 


□ IEEE failure 


Q Obvious problem on power-up 


Q Batteries and fuses are OK 


Gl Front panel operational 


[J All ranges or functions are bad 


Q Checked aU cables 


Display or output (check one) 


Q Drifts 


Q Unable to zero 




Ql Unstable 


Q Will not read applied input 




Q Overload 






Q Calibration only 
Q Data required 


Q Certificate of calibration required 





(attach any additional sheets as necessary) 

Show a block diagram of your measurement system including all instruments connected (whether power is turned on or not). 
Also, describe signal source. 



Where is the measurement being performed? (factory, controlled laboratory, out-of-doors, etc.) 



What power line voltage is used? Ambient temperature? °F 

Relative humidity? Other? 

Any additional information. (If special modifications have been made by the user> please describe.) 



Be sure to include your name and phone number on this service form. 







